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CHECKLI STS FOR ON-SI TE LABORATORY | NSPECTI ON

CHARTS | -1 through 1-36 contain checklists on which the
adequacy of |aboratory organization, facility, equipment,
operation, and QA QC policy and practl ce shall be checked by the
|nspector(s) during an on-site inspection. The titles of these
checklists are:

CHART 1-1 Organi zation and Personnel
CHART 1-2 Facilities
CHART | -3 Equi pnment

CHART | -4 General QA/QC

CHART I-5 Report Generation

CHART | -6 Field Sanpling

CHART | -7 Sanpl e Recei pt and Storage _
CHART | -8 Sanpl e Preparation for Organic Analysis
CHART [ -9 CGeneral QAN QC for Organic Analysis by GC
CHART 1-10 Organic Analysis by GC.  HVO (8010A)

CHART I-11  Oganic Analysis by
CHART 1-12  Oganic Analysis by
CHART 1-13  Oganic Analysis by
CHART |-14 Oganic Analysis by
CHART |-15 Oganic Analysis by PAH (8100

CHART 1-16 Organic Analysis by HERB ( 8150A)

CHART 1-17  General QA QC for Organlc Anal ysis by GC/ M5
CHART 1-18 Organic Analysis by GOMS:  VOA (8240A)
CHART 1-19 Organic Analysis by GOMS:  BNA (8270A)
CHART 1-20 Organic Analysis by GO M  DIOXINS (8280)

CHART |-21  Oganic Analysis by HPLC: PAH (8310)

CHART |-22 Organic Analysis by HPLC. EXPLOSIVES (8330)
CHART 1-23  Sanple Preparation for Metal Analysis

CHART |-24  General QN QC for Metal Analysis

CHART 1-25 Metal Analysis by ICP. NMETALS (6010A)
CHART |-26 Metal Analysis by AA: METALS (7000s)

CHART 1-27 General QN QC for O assical Analysis

CHART 1-28 (assical Analysis: COVWON ANI ONS (300s)
CHART 1-29 (dassical Analysis: OL AND GREASE (413.1)
CHART 1-30 (Cassical Analysis: TRPH (418.1)

CHART 1-31 Cassical Analysis: CYANIDE (9010A)

CHART |1-32 Cassical Analysis: TOC (9060)

CHART 1-33 Waste Characteristics: Ignitability (1010/1020)
CHART 1-34 \Waste Characteristics: Corrosivity (1110)

CHART 1-35 Waste Characteristics: Reactivity (Section 7.3)
CHART 1-36 Waste Characteristics: Toxicity (1311)

TPH (Modified 8015)
AVO (8020)

PHENOLS (8040A)
PEST/ PCB (8080)

888388 |
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An inspector(s) should use those checklists that are
applicable to the [aboratory to be inspected. Depending on the
projects and/or the |aboratory, an inspector(s) shall determne
whi ch sections of each checklist should be used. The
I nspector (s) should check those itens, under the “YES" colum,
whi ch he/she believes to be adequately practiced and docunented
in the |laboratory. Additional information should be entered in
the “COMMENT” colums with an “NNA” for itens not applicable to
the work for the USACE. The detail of any observations,
coments, or problens should be recorded in the blank space
provided at the end of each checklist. Any deficiences noted on
t he checklist shall be discussed with and acknow edged by the
| aboratory management staff during an Exit Interview

The checklists will be revised or augmented when revised or
new anal ytical nethods are officially approved by the USEPA or
other regulatory agencies. Al revisions of the checklists shal
be approved by the HQUSACE
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CHART I-1
ORGANI ZATI ON' AND PERSONNEL:

Page 1 of 3

| TEM

YES

COMVENT

Is the lab legally identifiable?

Has the | ab provided supervision by persons
famliar with the test nethods, the
objective of the test, and the assessnent
of the results?

Has the |ab specified and docunented the
responsibility, authority, and relationship
of all personnel who nanage, perform or
verify work affecting the quality of tests?

Does the |ab have a QA Officer who has
responsibility for the quality system and
its inplenentation?

Is the QA Officer famliar with all test
procedures and QC requirenents?

Does the QA O ficer have direct access to
t he highest |evel of managenment at which
decisions are taken on lab policy or
resources?

Does the |ab nom nate deputies in case of
absence of the QA Oficer?

| ees the [ab have documented protocol for
training in QC nethods?

Do personnel assigned to this project have
the appropriate background to successfully
acconplish the objectives of tests?

I's each analyst accountable for perform ng
tasks in any of the follow ng areas neet
t he specified m nimum experience:

a. Inorganic sanple preparation — 6
nont hs?

b. Oganic sanple preparation — 1 year?
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CHART 1-1
ORGANI ZATI ON  AND PERSONNEL: Page 2 of 3
| TEM YES COMVENT

Cl assical analysis — 1 year?

o o

Trace nmetal analysis — 1 year?

e. Gas chronatography — 1 year?

—h

Pesticide residue analysis — 2 years?
g. Mass spectronmetry — 1 year?
h. Spectrum interpretation — 2 years?

i . Radiochem cal analysis — 2 years?

| s each anal yst’s perfornmance audited and
approved prior to work wthout close
supervision by a senior chem st?

I's there docunmented evidence of analyst
proficiency for each test method pertornmed?

Does the |ab have an in-house training
program or send staff to training schools?

Are staff’s qualification, training, and
experience recorded?

I's backup provided for technical staff?

Does the | ab have docunented policy and
procedures to ensure the protection of
clients’ confidential infornmation and
proprietary right?
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CHART 1-1
ORGANI ZATI ON' AND PERSONNEL: Page 3 of 3

| TEM

Addi tional observations, coments, or problens:




EM 200-1-1

1 Jul 94
CHART -2
FACI LI TI ES: Page 1 of 3
| TEM YES COMVENT

Does the | ab building have a security
syst enf?

| s access to the test and sanple storage
area controlled?

I's a guest |ogbook available and used?

I's equipnment protected and environnent
monitored as needed?

Does the [ab have adequate work space,
ventilation, light, and access to stable
power sources at workstations?

Is the lab clean and organi zed?

Is the lab free of dust, drifts, and
tenperature extrenmes?

s reagent water free of contam nation
used for preparation of standards and
bl anks?

I's the conductivity of water routinely
checked and recorded on a daily basis?

I's a separate conductivity neter (capable
of being calibrated) used to neasure the
conductivity of the reagent water? (Meters
built into the water purification system
are not acceptable.)

I's a corrective action taken when the
conductivity of the reagent water is two
m cronho or greater at 25°C?

Are exhaust hoods provided to allow
contam nation-free work with volatile
and hazardous materials?
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CHART 1| -2
FACI LI TI ES:

Page 2 of 3

| TEM

YES

COMMENT

Is the air flow of the hoods periodically
checked and recorded?

Are adequate facilities, including cold
storage, provided for separate storage of
sanpl es, extracts, reagents, solvents,
reference materials and standards to
preserve their identity, concentration
purity, and stability?

|'s adequate chem cal storage space
avai l able and are chemcals properly
segregated according to class?

Are solvent storage cabinets properly
vented as apPropr|ate for the prevention
of possible |ab contam nation?

Does the |ab have adequate safety devices
such as eye wash stations, spill control
statgons, showers, first-aid stations,
etc.”

Are these safety devices checked routinely
to ensure they are still working properly?

Are special facilities (e.g., glove box,
controlled air) provided for handling
extremely toxic materials such as dioxin?

Are adequate filing space available for
storage of manuals, SOPs, raw data, and
reports?

Are chem cal waste disposal policies and
procedures well-defined and tollowed by
the |ab?
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CHART | -2
FACI LI TI ES: Page 3 of 3

| TEM

Addi tional observations, comments, or problens:
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CHART -3
EQUI PVENT:

Page 1 of 8

| TEM

YES

COMVENT

I's appropriate equipment available for use
in accordance with required methodol ogy?

|'s equi pment adequately maintained with
sufficient spare parts and are maintenance
instructions avail able?

| s out-of-service equipnent clearly
| abel | ed?

Are equi pment maintenance |ogs maintained?

Are standard curves prepared to cover the
expected concentration ranges of sanples?

Are calibration |ogs nuintained?

s a new curve prepared annually (or nore
frequently if specified by the method) or
whenever new reagents are prepared,

whi chever is nore frequent?

Are calibration |abels used as applicable?

I's proper backup equi pnent avail abl e?

Bal ances:
a. Anal ytical Balances:

(1) Are analytical balances capable of
weighing 0.1 nmg in use?

(2) Is there a record of bal ance
calibration in tw ranges wth
Class S weights? (Please specifiy
the ranges.)

(3) Do records show daily functiona
and calibration checks (<+0.19% for
anal ytical bal ances?
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CHART | -3
EQUI PMENT: Page 2 of 8
| TEM YES COMVENT

(4)

(5)

Have the bal ances been cali brated
at |east annually?

Loadi ng and/or Pan Bal ances:

Is a top |oading and/or pan

bal ances capabl e of accurately
detecting a 100 ng weight at a |oad
of 150 g avail abl e?

|s there a record of the bal ance
havi ng been serviced within the
previous 12 nonths?

Is there a record of bal ance
calibration in tw ranges wth
Cass S weights? (Please specify
the ranges.)

Do records show weekly functiona
and calibration checks (<+0.1% for
pan bal ances?

Have the bal ances been cali brated
at |east annually?

Ther noneters:

a. Certified Thernoneter:

(1)

(2)

Does the |ab have, or have access
to, an NI ST-traceable factory
certified thernoneter?

s a copy of factory certificate
for the thernometer available for
I nspection?

s there a record of the annual
check of the certified thernoneter
at the ice point?
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CHART 1-3
EQUI PMENT: Page 3 of 8
| TEM YES COMVENT
b. Working Thernometers:

(1) Are sufficient working thernoneters
avai | abl e so that each has a
dedi cated use?

(2) Does each working thernoneter have
a unique identifying nunber?

(3) Is the calibration of each working
nercury t her monet er checked
annual [y against an N ST-traceabl e
t her nronet er ?

(4) Is the calibration of each dia
type thernometer checked at |east
quarterly against an N ST-traceable
t her monet er ?

(5) Are digital thermoneters calibrated
quarterly at their tenperature of
use against an NI ST-traceabl e
t her nonet er ?

(6) Is a record of thernometer
cal i bration maintained?

a.

d.

pH Meters:

Is a clean pH neter with appropriate
electrode with scale graduations at
least 0.1 pH units in use?

|s a thernoneter or tenperature sensor
for automatic conpensation in use?

Do records show daily, or before each
use, calibration, whichever is less
frequent ?

Are three standard buffers used for the
cali bration?
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CHART -3
EQUI PVENT: Page 4 of 8
| TEM YES COMMENT

e. Are aliquots of standards of pH 4,

pH 7, and pH 10 used only once?

Are acceptance limts in place?

Is the neter recalibrated if not within

the limts of 0.05 for two point
calibration and within 0.2 for one
point calibration?

If the |limts cannot be achieved, is
the problem determ ned and resol ved?

Conductivity Meters:

a.

Are a conductivity meter and probe of
sufficient sensitivity in use?

Do records show a daily, or before
each use, calibration check, whichever
is less frequent?

Do records show cell constant is
determ ned annually?

|f the cell constant has a large
deviation fromthe expected value, is
the cause determ ned and corrected?

Refrigerators/Wal k-in Cool ers:

a.

s a thernmometer in each refrigerator
with bulb imersed in liquid?

Are thernoneters graduated in
increnents no larger than 1°C?

Are temperatures for each refrigerator
recorded daily?

-13
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CHART | -3
EQUI PNVENT:

Page 5 of 8

| TEM

YES

COMVENT

d. Do records show that refrigerator
tenperatures are maintained in the
range of 2 to 6°C?

Ovens:

a. Are thernometers graduated in
increments no larger than 1°C?

b. If the oven tenperature cannot be read
wi t hout opening the door, is the bulb
of the thernoneter in a sand bath?

c. I's oven tenperature adequately
monitored (e.g., beginning and end of
each use cycle)?

d. Is a record docunenting date, tine of
use, nature of use, and tenperature
mai nt ai ned?

e. Do the records indicate the oven holds
tenperature at the appropriate drying
t enper at ure?

d asswar e;:

a. Is the lab stocked with sufficient
volunmetric glassware for the analyses
performed?

b. Is Gass A volunetric glassware
available for standard preparation?

c. Is glassware cleaned in a manner
appropriate for the analytical
procedures for which it is to be used?

d. I's glassware cleaning procedure posted
next to the cleaning station?

| -14
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CHART 1-3
EQUI PMENT: Page 6 of 8
| TEM YES COMVENT

e.

For organics, are the follow ng basic
cl eaning steps used?

(1)
(2)
(3)

(3)
(4)

(5)

(6)

(7)

(8)

Removal of surface residuals
i mredi ately after use?

Flush with nethanol before it is
placed in hot detergent soak?

Hot soak (>50°C) in a synthetic
detergent bath to |oosen and
float most particulate nmaterial?

Hot-water rinse to flush away
floated particul ates?

Soak with oxidizing agent such as
chrom c acid solution nade up of
sul furic acid and potassium or
sodi um bi chromate at 40-50°C to
destroy traces of organic
conmpounds?

Hot-water rinse to flush away
materials | oosened by the deep
penetrant soak?

Distilled-water rinse to renove
metallic deposits fromthe tap
wat er ?

Met hanol or isopropanol rinse to
flush off any final traces of
organic materials and renove the
wat er ?

Fl ushing the iteminmediately
before use with sone of the sanme
solvent that will be used in the
anal ysi s?
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CHART | -3

EQUI PNVENT:

Page 7 of 8

| TEM

YES

COMVENT

f.

|s glassware for organics dried at
100°C?

As an alternative to solvent rinsing,
Is glassware for organics heated to a
m ni mum of 300°C to vaporize any
organi cs?

I's volumetric glassware, glassware with
ground glass joints, or sintered

gl assware not heated to high
tenperature to avoid defornation?

For trace nmetals, is the Plastic or

gl assware cleaned with detergent, tap
water, 1:1 nitric acid, tap water, 1:1
hydrochloric acid, tap water, and
reagent water?

I's chromic acid not used to clean
gl assware and Blastlc bottles for trace
metal anal ysi s”

I's clean gl assware properly covered and
stored to prevent recontam nation by
dust ?




EM 200-1-1
1 Jul 94

CHART -3
EQUI PMENT: Page 8 of 8

| TEM

Addi tional observations, conments, or problemns:

| -17
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CHART 1-4

GENERAL QA QC;

Page 1 of 10

| TEM

YES

COMVENT

Does the lab maintain a QA Mnual ?

t he

a
b.

o o

= (o B

Does the manual address the inportant
el enents of a QA QC program including

fol | ow ng:

QA Policy and Qbjectives?

or gani zati on?

Per sonnel ?

Facilities and Equi pment?

Docunent Control ?

Sanpl e Receiving and Storage?

Anal ytical Methodol ogy?

I nstrument QOperation?

| nstrument Calibration?

Preventive Mintenance?
Certification of Regents/Standards?
Data Generation/Reduction/Validation?
Data Reliability?

Feedback and Corrective Action?
Recor dkeepi ng and Archives?
Internal QC Audits?

Performance and External Audits?

Training/Certification of Personnel?




EM 200-1-1

1 Jul 94
CHART | -4
GENERAL QA QC. Page 2 of 10
| TEM YES COMVENT
| s the manual available to all |aboratory

per sonnel ?

I's the manual updated regularly?

I's line authority for all referenced
organi zati ons expl ai ned by including an
organi zation chart?

I's the organizational structure appropriate
to acconplish the project QA objectives?

Are Q¥ QC responsibilities and reporting
relationships clearly defined?

Are all staff aware of QMW QC and its
application?

Is the QA Oficer a full-time enployee?

Does the QA O ficer operate independently
of the anal yses?

Does the QA O ficer report directly to a
senior officer?

Are internal QA reviews conducted at |east
annual 'y and recorded including any
corrective action taken?

QA bjectives and Criteria:

a. Are the terns and definitions for
precision, accuracy, conparability,
representativeness, and conpl eteness
properly used?

b. Have the follow ng been defined for
each paraneter and matrix:

1) Level of effort (frequency and
(1) type of Cé?\etc.)? ( | d

l-19
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CHART | -4
GENERAL QN CC;

Page 3 of 10

| TEM

YES

COMVENT

(2) Accuracy (matrix spikes, surrogate
spi kes, reference sanples, etc.)?

(3) Precision (replicate sanples)?
(4) Sensitivity or ML?
(5) Statistical reporting units?

c. Are quantitative |limts established for
each parameter and nmatrix?

d. Are field and | ab both covered?

e. |f appropriate, are conpleteness
objectives quantitatively stated?

—

Are representativeness and
conparability appropriately addressed?

Is a sanple batch clearly defined and
deternmned as a group of sanples of < 20,
with simlar matrix, prepared and analyzed
W th same technique and reagents at sane
time or within same time sequence?

Is at least the follow ng mninmm QC
practiced in the |ab?

a. For Inorganic/C assical Analysis:

(1) Mninum three concentrations of
standards plus blank, and one check
standard in ten; the lab shal
repeat all sanples if check
standard is outside £10%

(2) One nethod bl ank per batch.

(3) One matrix spike per batch.

(4) One lab duplicate per batch.

| -20
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CHART | -4
GENERAL QA QC. Page 4 of 10
| TEM YES COMMVENT

(5) One control éconsists of a contro
matrix spiked with anal ytes
representative of the target
anal ytes) per batch.

b. For Organic Analysis:

(1) Mninum five concentrations of
standards plus blank and one check
standard in ten; if any are outside
control limts repeat all sanples.

(2) One nethod bl ank per batch.
(3) One matrix spike per batch

(4) One lab duplicate/ matrix spike
duplicate per batch.

(5) One control éconsists of a contro
matrix spiked with anal ytes
representative of the target
anal ytes) per batch.

(6) Surrogates for all sanples.

Are there any exceptions to the above
m ni mum QC practice in the |ab?

Has the |ab established control limts for
all the above types of QC sanFIes? _
(Control limts should be at |east as tight

as those stated in the methods.)

Are quality control data (e.g., standard
curve, results of duplicates and spikes)
accessible for all analytical results?

Are nethod detection limts enpirically
determ ned and docunent ed?
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CHART | -4
GENERAL QA QC;

Page 5 of 10

| TEM

YES

COMVENT

Are control charts maintained for each
routine anal ysis?

Do lab records indicate what corrective
action has been taken when results fail to
meet QC criteria?

Are document ed net hods/ procedures avail abl e
for assurance of field and |ab equipnment
functioning optionally?

I's a program of initial and periodic
calibration established for each method?

Does the QA Manual include calibration
document ati on requirements:

a. Date of calibration?
b. ldentification of standards used?

Personnel performng calibration?

o

d. Results of calibration (raw data and
summary statistics)?

e. Corrective actions taken?

Are prinmary reference standards used for
calibration only?

Are all morkin?_standards versus prinary
standards verified and documented?

Are reference materials traceable to NI ST
st andar ds?

Are reagent grade or higher purity
chem cals used to prepare standards?
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Page 6 of 10

| TEM

YES

COVMENT

Are fresh anal ytical standards prepared at
a frequency consistent with good QC?

Are reference material s/reagents proPerIy
| abel ed with concentrations, dates o
preparation and expiration, and identity
of the person preparing the reagent?

Are updated equi pment operating
instructions avall able?

Are anal ytical procedures witten as SOPs
avai | able for review?

Are all procedural steps and options
descri bed?

Are the criteria of method selection
included (e.g., in order to obtain a
specific data quality objective?)

If nethod choice is governed by regul atory
requirenent (e.g., NPDES, SDWA, RCRA), have
the appropriate nethods been chosen?

Are approved net hods being used as
speci fied?

Are procedures docunented for data
handl i ng, reporting, and recordkeepi ng?

Are docunmented validation procedures
applied at appropriate levels for all
measur enent procedures?

Are docunented procedures available for
checking the validity of reported anal ysis
val ues?
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CHART | -4
GENERAL QN CC;

Page 7 of 10

| TEM

YES

COMVENT

Are predetermned limts available for data

acceptability beyond which corrective
action is required?

Are docunented procedures avail able for
correcting erroneously reported results?

Are the follow ng SOPs avail able for

a.

n.

revi ew?

Sampl e col | ection, preservation
st orage, and handl i ng.

b. Sanple preparation and anal ysis.
c. Purity and preparation of standards.
d. Instrunment operation and calibration.
e. Preventive naintenance and corrective
actions.
f. Quality control for each type of test.
g. Quality control chart.
Data reduction and reporting.
I . Recordkeeping and archives.
j. Personnel training/certification.
k. Procurement and inventory procedures.
| . G assware cleaning.
m Waste disposal

Techni cal and managerial review of |ab
operati on.
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CHART 1| -4
GENERAL QA QC. Page 8 of 10
| TEM YES COMMENT

Are procedures in place for making and
controlling revisions to in-house SOPs?

Are there internal audits for both field
and |lab activities?

Are there designated persons who wl |
conduct the audits?
Auditor’s Name:

|'s there a docunented protocol which wll
be used for audit?

Are acceptance criteria defined?

Are audit reports prepared and distributed?

To whon?

Are the type and frequency of audit reports

speci fied?
Type/ frequency:

Do the reports address:
a. status of project (time table)?

b. results of performance and system
audi ts?

c. data quality assessment?

d. significant QA problems and proposed
corrective action?

| -25
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CHART 1-4
GENERAL QW C;

Page 9 of 10

| TEM

YES

COMVENT

Does the lab participate in any externa

proficiency testing prograns such as EPA
performance eval uati on studies for water
supply and water pollution?

Are there corrective actions taken and
docunent ed?

Does the | ab have a | aboratory information
management system (LIMS) currently in use?

I f yes, manufacturer:

Model No.

Brief description of hardware & software:

Does the LIMS have an audit trail feature?
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CHART I-4
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Page 10 of 10

| TEM

Addi ti onal

observati ons,

coment s,

or

probl emns:
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CHART -5
REPORT CGENERATI ON

Page 1 of 4

| TEM

YES

COMVENT

Are there docunmented procedures for
internal field and |ab checks of:

a. precision and accuracy?

b. routine duplicates, spikes, and
standard sanpl es?

c. statistical methods, including contro
chart and conputer methods?

Is there a witten description of the lab
record system including data managenent,
review, validation, and audit?

I's there witten description of the lab
reporting systenf

Is there a systemin place that provides
for retrievability and traceability of the
sanmpl e source, analytical methods, results,
person performng analysis, and date?

Are records and reports adequately secured
for the required amount of time to ensure
the integrity per regulatory requirenents?

Are permanent|y bound notebooks with
consecutively numbered pages being used?

s a unique serial nunber clearly displayed
on each notebook cover or spine?

Are | ogbook entries nmade in pernmanent
fashion with indelible ink?

Are | ogbook entries |egible?

Are all raw data signed and dated by the
chem st who perforned the analysis?
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CHART 1-5
REPORT GENERATI ON: Page 2 of 4
| TEM YES COMVENT

Are there evidence of entries being
tanpered with?

Has data been altered?

If yes, was a single line drawn through the
entry and corrections made w thout
obliterating original entries?

Was the new entry initialed and dated?

Wre technical reviews conducted on al
| ogbook entries and deliverables?

Was a minimum of three-levels of technical
reviews conducted by chem st, supervisor
QA Oficer?

Have QC neasures been utilized to ensure
the quality of the work performed?

Can all signatures be clearly identified?

Is a central file being maintained for all
project documents?

I's a system of docunment control nunbers in
pl ace?

Are all conpleted |ab notebooks, raw data,
anal ytical reports, electronic tapes and
di sks, and other pertinent documentation
filed in a secure, controlled archives
area?

Has the supervisor personally exam ned and
revi ewed each notebook periodically and
signed and dated the review?

Do the lab's reports accurately, clearly,
and unanbi guously present results and all
other relevant information?
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CHART 1-5
REPORT GENERATI ON

Page 3 of 4

| TEM

YES

COMVENT

Does each test report include the follow ng
i nformation:

a. Nanes and addresses of |aboratory and
client?

b. Unique identification and page number?
c. Case narrative?
d. Sanple identification and description?

e. Dates of sanple receipt and test
performed, as appropriate?

f. Ildentification of sanple greparation
and anal ysi s met hods used®

g. Description of any deviations from
test method?

h. Disclosure of any subcontractor used?

iI. Results including all method required
QC dat a?

j. Description of any problens or failures
i dentified?

k. Measurenment uncertainty, if relevant?

Is the lab's report format acceptable?

Does the length of storage tine for al
sanple related information conply wth
re?ulatory requirenents, organizationa
policy, or project requirenents, whichever
Is nore stringent? (It is recomrended that
docunentation be stored for a mninum of
three years from subm ssion of the project
final report.)




REPORT GENERATI ON

CHART 1-5
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Page 4 of 4

| TEM

Addi ti onal

observations,

comment s,

or

probl emns:
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CHART 1-6

FIELD SAMPLING (Conplete if this lab conducts

field sanpling for USACE projects.)

Page 1 of 3

| TEM

YES

COMVENT

Is a site specific Chemcal Data
Acqui sition Plan (CDAP) available to |ab
per sonnel ?

Are lab personnel famliar with the QC
requi rements of the CDAP?

Do sanpling procedures follow contract
specifications?

Do field docunentation procedures:

a. document the sources and |ot nunbers of
reagents and supplies?

b. include procedures/forms for recording
the exact location and specific
consi derations associated wth sanple
acqui sition?

c. docunent specific preservative methods?

d. include |abels containing all necessary
i nformation?

e. include forms for tracking custody?

Is there a unique identification on each
sanpl e?

I's sanpling information properly recorded
such as sanple ID nunbers, type (grab
versus conposite), preservatives, analytes,
| ocation, date and tinme of collection,

and nane of sanple collector?

Are witten chain-of-custody procedures
available for review? Are they in
accordance w th USACE/ EPA guidelines?

| - 32
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Are there witten sanpling SOPs covering

sanpling plan, sanpling equipnent, sanple
coll'ection, preservation, identification,

storage, and |ab handling?

Are there witten descriptions of chain-
of -custody of sanples? (Attach a copy of
chai n-of -custody form)

Are there witten procedures for field
measurenment of flow, dissolved oxygen
residual chlorine, etc.?

Are there witten procedures for nonitoring
wat er supply, effluent, anbient air,
stacks, radiation, etc.?

Are proper preservation techni ques being
used for the analytical nethods and sanple
types concerned?

Are provisions made for the collection of
Q¥ QC split sanples?

Are provisions made for field blanks and
dupl i cate sanples at an appropriate rate
(normal 'y 10% or m ninum of one per matrix
type, whichever is greater, or as specified
In contract?)

Are adequate facilities available to do
conpatibility testing?
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Are there adequate witten procedures for
recei pt and storage of sanples to ensure
sanple integrity?

Do the witten procedures address sanple
handl i ng, storage, and dispersenent for
anal ysis and disposal ?

Do the witten procedures accurately
reflect procedures in use?

|'s separate area and facility including
hoods available for sanple receipt?

|s a dedicated sanple custodian avail abl e?
Custodian’s nane:

Are appropriate chain-of-custody procedures
docunented and followed in the |ab?

Does the lab naintain internal custody
procedur es?

Does a permanent record exist for sanple
| og-in?

Are sanpl es assi gned unanbi guous sanple ID
nunbers when | ogged in?

s a checklist used to docunent problens or
deficiencies noted during sanple |og-in?

I's sanpl e tenperature properly measured
and recorded during |og-in?

Are pH val ues of aqueous sanples for the
foll owi ng anal yses checked and adjusted in
a hood during log-in? (Metals, phenols, oi
and grease, TRPH TOC, TOX, COD, hardness,
ammonia, nitrate-nitrite, total phosphorus,
Kj el dahl and organi c nitrogen, radiologica
testing, cyanide, and sulfide.)

| -35
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Is the pH value properly neasured to avoid
sanpl e contam nation and to mnimze waste
gener at i on?

Are corrective actions properly docunented?

Are clients notified if problenms are noted?

Are there adequate facilities for sanple
st orage?

Are sanples stored in such a way as to
maintain their identity, integrity,
stability, and concentration?

Are volatile organic sanples stored in
separate refrigerators from other sanples?

Are tenperature |[ogs of storage coolers and
refrigerators properly maintained?

Are acceptable tenperature ranges used and
posted? (4 = 2°Q)

Are coolers and refrigerators |ocked when
unatt ended?

Is final disposition of sanples docunented?
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Gener al :
a. Are witten SOPs avail abl e and adequate

for sanple preparation?

Do these SOPs accurately reflect
procedures in use?

Are all sanple preparations conducted
in a hood?

Are a group of sanples (up to a maxinmum
of 20) which behave simlarly wth
respect to the procedures belng

enpl oyed and which are processed as a
unit with the same method sequence and
the same lots of reagents and with the
reagents and with the manipul ations
mani pul ati ons common to each sanples
within the same time period or in
continuous sequential time periods
considered as a batch?

Are the following lab interna
sanpl es prepared for each batch of
sanpl es?

(1) Method bl anks?

(2) Matrix spikes?

(3) Matrix spike duplicates?

(4) Matrix duplicates?

(5) Laboratory control sanples?

If the quantity of field sanples is not
sufficient for internal QC analyses,

are blank spike/blank spike duplicate
or duplicate |aboratory control sanples

anal yzed?
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g Is a purified solid matrix used for
preparation of method blanks for soil
and sedi nent volatile organics?

h. I's a purified sodium sulfate used for
preparation of method blanks for soil
and sedinment semvolatile organics
I ncl udi ng pesticides, herbicides, and
PCBs?

iI. If sanple extracts are cleaned up wth
Met hods 3600s, are the associated QC
sanpl es al so processed through the
correspondi ng cl eanup nethods?

j. Is the water neniscus of aqueous
sanpl es marked on the side of sanple
container for later determnation of
sanpl e vol une?

k. Are the rates of internal QC sanples
consistent with nethod requirenments or,
at a mninmum 5% per batch of no nore
than 20 sanples with simlar matrix,
whi chever is greater?

. Is the apprqPriateness.of a particul ar
preparation for a specific sanple type
determ ned by the conpl et eness of
extraction and by spike recoveries?

m Are | ogbooks for sanple preparation
used and well maintained?

n. Are permanent|y bound notebooks w th
consecutively nunbered pages used?

0. Is a unique serial number clearly
di spl ayed on each not ebook?

p. Are critical times entered in |ogbooks?

| -39
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Are spiking solutions traceable to NI ST
or other reliable standards?

Are spiking solutions | abel ed properly
wth date of preparation, conposition,
concentration and identity of
preparer?

Have entries been nade in permanent
fashion and corrections made w thout
obliterating original entries?

Are corrections reviewed and initialed
by a supervisor?

Does the | ogbook of sanple preparation
contain the follow ng informtion?

(1) Date/tine?

(2) Sanple ID nunber?
(3) Sanmpl e preparer?
(4) Matrix noted?

(5) Spiking standards?
(6) Pretreatnent?

(7) Vol une/ wei ght of sanple?
(8) Final volume?

(9) Preparation nethods?

a.

Separatory Funnel Liquid-Liquid Extraction
Met hod 3510A):

Is the follow ng equi pment avail abl e?
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b.

C.

(1) Separator funnel (2-L with Teflon
st opcock) ?

(2) Drying tube with Pyrex glass wool
at “bottom and a TE¥Ion gtopcock?

(3) Sets of Kuderna-Danish glassware
(i ncluding concentration tubes,
evaporation flasks, and nacro and
mcro Snyder colums)?

(4) Water bath capable of tenperature
control within 5°C?

Are enough sets of separator funnels

2,000 nL with Teflon stopcock) and

uder na- Dani sh appar atuses aval |l abl e
for sinultaneous extraction of all
batch sanpl es?

Are the follow ng reagents avail able?

(1) Sodi um hydroxide solution (10 N)?
2) Sulfuric acid solution (1:1)?

3) Anhydrous sodium sul fate?

) Methyl ene chloride?

Hexane?

2- Propanol ?

) Cycl ohexane?

7
(8) Acetonitrile?

Are surrogate standards and spiking

sol utions added to the sanples in the
separator funnel prior to the addition
of methylene chloride?
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| TEM
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e. |Is the Kuderna-Danish concentration
process conducted with a hot water bath
at 80-90°C?

f. If concentrated extracts are to be
stored nore than two days are they
transferred to Teflon-1lined screwcap
or crinp-top vials, |abeled
appropriately, and refrigerated?

Continuous Liquid-Liquid Extraction
(Met hod 3520A):

a. Is the follow ng equipnent avail abl e?

(1) Continuous quFid-quuid extractor
equi pped with Teflon or glass
connecting joints and stopcocks
requiring no lubrication?

2) Drying colum with Pyrex glass wool
(2) atybo?tom and a Tefrzn stgpcock?

(3) Sets of Kuderna-Danish gl assware
(i ncluding concentration tubes,
evaporation flasks, and nacro and
mcro Snyder colums)?

(4) Water bath capable of tenperature
control within 5°C?

(5) Fbatin? mant | e ( Rheost at
controlled)?

b. Are enough sets of continuous |iquid-
liquid extractors and Kuderna-Dani sh
apparatuses available for sinultaneous
extraction of all batch sanples?

c. Are the follow ng reagents avail abl e?

(1) Sodium hydroxide solution (10 N)?

| -42
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(2) Sulfuric acid solution (1:1)?

(3) Anhydrous sodium sul fate?

(4) Methylene chloride?

(5) Hexane?

(6) 2-Propanol ?

(7) Cycl ohexane?

(8) Acetonitrile?

Are surrogate standards and spiking
solutions added to the sanmples prior to
extraction?

I's twice the volume of spiking solution
added when GPC cleanup w !l be used?

Are sanples extracted for 18-24 hours
at a specific pH val ue?

I's the Kuderna-Danish concentration
process conducted with a hot water bath
at 80-90°C?

| f concentrated extracts are to be
stored nore than two days are they
transferred to Teflon-l1ned screw cap
or crinp-top vials, |abeled
appropriately and refrigerated?

Soxhl et Extraction (Method 3540A):

Is the follow ng equi pnent avail abl e?

(1) Soxhlet extractor with 500-nL round
bottom flask?
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C.

2) Drying colum with Pyrex glass wool
(2) atybo?tom and a Teflon stopcock?

(3) Sets of Kuderna-Danish gl assware
(including concentration tubes,
evaporation flasks, and macro and
m cro Snyder colums)?

(4) Heating mantle (Rheostat
control |l ed)?

(5) Ginding apparatus?
Are enough sets of Soxhlet extractors
and Kuder na- Dani sh appar at uses _
avail able for simultaneous extraction
of all batch sanples?
Are the follow ng reagents avail able?
1) Anhydrous sodium sul fate?
2) Tol uene/ Met hanol (10:1) solvent?

3) Acetone/ Hexane (1:1) solvent?

5) Hexane?
6) 2-Propanol ?

(

(

(

(4) Methylene chloride?
(

(

(7) Cycl ohexane?

(

8) Acetonitrile?

If a dry waste sanple will not pass
through a | -nm standard sieve or cannot
be extruded through a |-nm opening, is
it processed into a honogeneous sanple
that neet these requirenments?
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Are surrogate standards and spiking
sol utions added to the samples prior to
extraction?

s twice the volume of spiking solution
added when GPC cleanup will be used?

Are sanples extracted for 16-24 hours?

|'s the Kuderna-Dani sh concentration
process conducted with a hot water bath
at 80-90°C?

If concentrated extracts are to be
stored nore than two days are they
transferred to Teflon-l1ned screw cap
or crinp-top vials, |abeled
appropriately and refrigerated?

Soni

cation Extraction (Method 3550):
Is the follow ng equi pnent avail abl e?
(1) Ginding apparatus?

2) Horn-type sonicator equipped wth a
(2 titaniL}/rgtip (475 V\)?q PP

(3) Sets of Kuderna-Danish glassware
(including concentration tubes,
evaporation flasks, and nacro and
mcro Snyder colums)?

4) Drying colum with Pyrex glass wool
(4) at ybotgt om and a Teflpgn stgpcock?

(5) Water bath capable of tenperature
control within 5°C?

Are the follow ng reagents avail able?

(1) Anhydrous sodium sul fate?

| -45
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YES
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(2) Methylene chloride/Acetone (1:1)?
(3) Methylene chloride?

(4) Hexane?

(5) 2-Propanol ?

(6) Cycl ohexane?

(7) Acetonitrile?

|f the sanple will not pass through a
| -mm standard sieve or cannot be
extruded through a |-nmm opening, is it
processed into a honogeneous sanple
that meet these requirenents?

Are sanples mxed with anhydrous

sodium sulfate to forma free flow ng
powder ?

Are surrogate standards and spiking
solutions added to the sanples prior to
the addition of the extraction solvent?

I's twice the volune of spiking solution
added when GPC cleanup will be used?

Are sanples that are expected to
contain |ow concentrations of organics
sonicated three tines for three mnutes
with fresh solvent each tine?

Are sanples that are expected to _
contain high concentrations of organics
soni cated once for two mnutes?

I's the Kuderna-Danish concentration
process conducted with a hot water bath
at 80-90°C?
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i

| f concentrated extracts are to be
stored nore than two days are they
transferred to Teflon-lined screwcap
or crinp-top vials, |abeled
appropriately and refrigerated?

Purge-and-Trap (Method 5030A):

a.

b.

|s a purge-and-trap device avail abl e?

Are purge-and-trap systens subjected to
a periodic bake-out and cl eaning
process and are these actions
docunent ed?

I's a purge chanber designed to accept
5-nL sanples avail abl e?

s a 25-nmL allcg}ass urge chanber
avail able for M5 Met hods 524.1,
524.2, and 8260 (optional)?

|'s the gaseous headspace | ess than
15 nL?

I's the trap a mninum of 25-cm | ong?

For Method 8010A, is the trap packed
wth 1.0-cm 3% OV-1 on Chronosorb-W
60/ 80 nesh, 7.7-cm Tenax GC, 7.7-cm
silica gel, and 7.7-cm charcoal or
equi val ent ?

For Method 8015A, is the trap packed
with [.0-cm 3% OV-1, 15-cm Tenax CC,
and 7.7-cmsilica gel or equivalent?

For Methods 8020 and 8030A, is the trap
packed with |.0-cm 3% OV-1 on
Chronmosor b-W and 23-cm Tenax GC or
equi val ent ?
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I's methanolic extraction of purge-and-
traF only used for mediumconcentration
soils or sedinents?

I's the nmethanol purge-and-trap quality
or equivalent?

Are surrogate standards and spiking
sol utions added to the purging chanber
along with the sanple?

I's a method blank carried through al
of sanple preparation and neasurenent
before any sanple are processed?

a.

Headspace (Method 3810):

Is this method only used as a screening
procedure?

|s a hot bath capable of naintaining a
90°C tenperature avail abl e?

Are 125-nL hype-vials with seals and
septa used for the equilibration?

Are both a 1-ppm spike and a 1-ppm
standard anal yzed along with sanples?

Are the vials with the sanples (the
1-ppm spi ke and the 1-ppm standard)
equilibrated in a 90°C water bath for
one hour?

Are the vials maintained at 90°C while
2-mL of headspace gas is w thdrawn for
direct injection into a GC?

I's the GC operated using the sane GC
conditions listed in the nethod being
screened (8010A, 8015A, 8020, 8030A, or
8040A) ?

| -48
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Are the follow ng detectors available and
are they used appropriately?

a. Flame lonization (603, 604, 609, 610,
8015A, 8030A, 8040A, 8060, 8090, 8100)?

b. Photoionization (602, 8020)?

c. Electron Capture (604, 606, 608, 609,
612, 8040A, 8060, 8080, 8090, 8120,
8150A) ?

d. Electrolytic Conductivity (601, 611,
8010A, 8080, 8140)?

e. Mcrocoulonetric (601, 611, 8140)?
f. Thermal Energy Analyzer (607)?
Ni t rogen/ Phosphorus (607, 8140)?
Fl ame Photonetric (8140)7?

Are the colum ovens, at a mninum capable
of tenperature control within £0.2°C at
220°C?

Are the injection ports glass |ined?

Are manufacturer's operating nanual s
readily available to bench chem sts?

I's a permanent |ogbook kept for each
instrument that summarizes instrument
probl ens and servicing records?

Have any instrunents been nodified in any
way ?

Are the instrunents properly vented?
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|s glassware for organics solvent rinsed or
heated to a m ninum of 300°C to vaporize
any organics in a nuffle furnace arter
careful cleaning?

s this high tenPerature treatnent avoi ded
for volunmetric glassware, glassware wth
ground joints, or sintered glassware?

there a calibration protocol available
bench chem sts?

o w

|
t

there a calibration protocol available
bench chem sts?

o w

|
t

Is a 5-point calibration used?

I's the calibration curve or calibration
factor verified each working day?

Are calibration results kept in a permanent
| ogbook?

Is the MDL for each analyte and matrix type
determ ned every six nmonths or whenever
there is a significant change in background
or instrument response?

Is the linear calibration range determ ned
for each analyte when there is significant
change in instrument response and every SiXx
nonths for those anal ytes that periodically
approach their linear limts?

I's a method blank included with each sanple
batch and carried through the entire
preparation and anal ysis?

Is a matrix spike and a matrix spike
duplicate run with each batch at a rate of
5% or one per batch, whichever is greater?

| -51
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I's corrective action taken if matrix spike
recoveries exceed QC limts?

Is a matrix duglicate run with each batch
at a rate of 5% or one per batch, whichever
IS greater?

s corrective action taken if percent
di fferences based on duplicated analyses
exceed QC limts?

Are surrogate recoveries run on each
sanpl e?

I's corrective action taken if surrogate
recoveries exceed QC limts?

Is an LCS prePared.mﬁth.standards
i ndependent of calibration standards
anal yzed for each batch of sanples?

I's corrective action taken if the LCS
recovery exceeds QC limts?

Are QC data statistically analyzed and
charted for quality control?

Are control charts maintained and readily
avai l able to bench chem sts?
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Gener al :

a. Are witten SOPs avail able and adequate
for HVO sanple preparation/analysis?

b. Do these SOPs accurately reflect
procedures in use?

c. Are all target analytes, at a mninmm
that have retention times published in
Table 1 of Method 8010A, routinely
anal yzed at the |ab?

d. Are manufacturer's operating nanuals
readi |y available to bench chem sts?

e. Are prenunbered, bound notebooks used
for data entry?

—h

Are all records witten in indelible
I nk?

g. Are all errors corrected by drawing a
single line through the error wth
corrections witten adjacent to the
error, so that it remains |egible?

h. Are corrections initialed and dated by
the responsible individual?

i. Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Techni cal Staff:

a. Do bench chem sts appear know edgeabl e
and experienced in operation of a
purge-and-trap and GC system and in
Interpretation of chromatograns?

b. Are backup bench chem sts avail abl e?

| - 54
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C.

Are bench chem sts’ performance audited
and approved prior to work wthout
cl ose supervision by a senior chem st?

Apparatus and Facilities:

a
b.

s working space adequate and clean?

Does the | ab have adequate air handling
system to avoid cross contam nation of
sanpl es?

|'s a tenperature-progranmmabl e gas

chr omat ogr aphy equi pped with an
purge-and-trap device and electrolytic
conductivity detector available?

| s oven tenperature stable to +0.5°C or
better at desired setting?

I's one of the follow ng GC colum
avai | abl e?

(1) 8-ft x 0.1-in ID SS or glass colum
packed with 1% SP-1000 on
Car bopack-B 60/ 80 mesh or
equi val ent ?

(2) 6-ft x 0.1-in ID SS or glass colum
packed with chem cally bonded
n-octane on Porasil-C 100/ 200 nmesh
or equivalent?

If an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
denonstrat ed?

|'s a permanent | ogbook kept for each
instrument that sunmarizes instrunment
probl ens and servicing records?

| -55
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h. Is heliumused as carrier gas?

i. Is a hood available for sanple
preparation?

j. Are analytical balance (0.0001 g) and
top |oading balance (0.01 g) available?

k. Are backup instruments avail able?

Reagent s:

a. |s reagent water used free from
interferents at the MDL of target
anal ytes?

b. Do reagent grade chem cals used conform
to the specifications of the Commttee
on Analytical Reagents of the American
Chem cal Society, where such
specifications are avail able?

c. For standard preparation, is a waiting
period of ten mnutes allowed for
dr%u ng the alcohol-wetted surface
betore measuring the weight of
met hanol ?

d. Are stock standards stored in bottles
wi th mnimal headspace and Tefl on-1ined
screwcap at -10 to -20°C and protected
fromlight?

e. Are stock standards replaced after six
mont hs, or sooner if conparison with
check standards indicates a problenf

f. Are stock standards for target analytes
of low boiling points (<30°C) and
high reactivity prepared fresh every
two nonths or sooner?
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g.

Are secondary standards stored with
m ni mal headspace and check frequently
for degradation or evaporation?

For the initial calibration, are
agueous calibration standards, at a
m nimum of five concentrations,
repared fresh and di scarded after one
our, unless properly sealed in a via
and stored at 4°C with no headspace
(up to 24 hours)?

Is a 25-pL HamIton 702N m crosyringe
or equival ent used for standard
preparation? (Pipets should never be
used to dilute or transfer volatile
sanpl es or aqueous standards.)

Are volatile organic standards stored
in a separated freezer/refrigerator
from sanpl es or other standards?

s “purge-and trap”, “pesticide
qual 1ty” or equival ent nethanol stored
away from other solvents?

Are all reagents and standards |abeled,
dated, initial ed, and documented such
t hat conposition and expiration date
can be verified?

Sanpl e Handling and Storage:

a.

b.

Are volatile organic sanples stored at
4°C in separate refrigerators from
ot her sanpl es?

Are | ow concentration volatile organic
sampl es stored separately from high
concentration volatile organic sanples?
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a.

Instrunment Calibration and M ntenance;:

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

I's an initial calibration perforned
with a mninmumof five concentration
| evel s for each target analyte?

Is one of the calibration standards at
a concentration near, but above, the
VDL ?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Is a linear calibration curve with a
correlation coefficient > 0.995 prepared
for each anal yte?

s an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working ranges?

Is the calibration curve or factor
verified at the beginning and end of
each anal ysis sequence wth a

m d-concentration standard?

I's a new calibration curve prepared for
any target analyte when the response
for the target analyte varies fromthe
predi cted response by nore than +15% or
exceeds the acceptance criteria listed
in the Table 3 of Method 8010A?
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j.

Is the retention tinme w ndow
established with three injections of
all target anal ytes throughout the
course of a 72-hour period?

I's the retention tine w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?

Sanpl e Preparation:

a.

I's a conbination of bronochl oronet hane,
2- brono- | - chl or opr opane, and

1, 4-di chl orobutane used as surrogate
st andar ds?

Are sanples routinely introduced into
the GC using purge-and-trap (Method
5030) ?

I's methanolic extraction of purge-and-
trap only used for medi um concentration
soils or sedinments?

I's direct injection used only for water
sol ubl e conpounds that do not purge or
when concentrations are expected to
exceed 10,000 pg/L?

|s the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sanmpl e Anal ysi s:

a.

Is daily calibration checked with a
m d-concentration standard at the
begi nning and the end of an anal ysis
sequence?
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b.

If the calibration factor cal cul ated
fromdaily calibration check at the end
of an anal ysis sequence exceeds *15%
when conpared with the initial standard
of the analrsis sequence, is the GC
system recalibrated and reanal ysis
performed for all sanples, in the
sequence, that contain target analytes
that exceed the criteria?

. Are daily retention tinme w ndows

established for each analyte prior to
sanpl e anal ysis?

Is the retention time for each anal yte

in the daily md-concentration standard
used as the m dpoint of the w ndow for

t hat day?

I's the same sanple introduction nethod
used for calibration standards and
sampl es? (i.e., either purge-and-trap
or direct injection, but not m xed

net hods. )

If a peak response exceeds the |inear
ran?e of the system is a dilution
performed on a second aliquot of the
sanpl e that has been properly seal ed
and stored prior to use?

Are peak height neasurenments used for
quantitation when overlapping peaks
caused errors in area integration?

s a second GC colum used to resol ve
t he anal ytes from co-el uti ng non-target
conpounds?

Are positive hits routinely confirmed
by a second GC col um?
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Quality Control:

a. Are all QC data maintained and

avai | abl e for easy reference and
i nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

s a lab specific MDL enpirically
established and updated on a
sem annual |y basis?

I's the |ab specific MOL equal to or
| ower than the method specified ML?

I's a md-concentration standard
anal yzed for each group of ten sanples
in the analysis sequence?

s a method blank run at a mninmumrate
of 5% or one per batch, whichever is
greater?

To denonstrate that the |ab can
generate data of acceﬁtable accurac¥
and precision, does the analyst perform
the follow ng operations?

(1) Is an LCS, prepared with standards
I ndependent of calibration
st andards, analyzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
t he recovery cal cul ated for each
target anal yte using the four
results to check the system

per f or mance?
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(3)

or
of

(1)

I f any individual standard
deviation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the nethod specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?

h. Does the lab routinely performmatrix
spi ke and either one matrix duplicate

one matrix spike duplicate per batch
no nore than 20 sanpl es?

If, as in conpliance nonitoring,
the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
is the spike at that regulatory
limts or one to five times higher
than the background concentration,
whi chever is higher?

If the concentration of a specific
analyte in a water sanple is not
checked against a linmt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five tines higher
than the background concentration,
whi chever is higher?

If it is not possible to determne
the background concentration, is
the spike concentration

- the regulatory limt, if any; or
- the larger of either five times

the expected background or LCS
concentrati ons?

| -62




CHART 1-10
ORGANI C ANALYSIS BY GC: HVO (8010A)

EM 200-1-1
1 Jul 94

Page 10 of 13

| TEM

YES

COMMVENT

(4) For other matrices, is the spike
concentration at 20 tines the
estimated quantitation limt?

(5) Is the percent recovery for each
anal yte in water sanples checked
with the method specified QC
acceptance criteria?

(6) If the spike to background ratio is

| ess than 5:1, does the |ab use
opt i onal SC acceptance criteria
calcul ated f

concentration?

i. I's the performance of purge-and-trap,
anal ytical system and the

effectiveness of the nethod in dealing
with sanple matrix nonitored by spiking
each sanple, standard, and blank with

surrogates that enconpass the nethod
specified tenperature range?

j. Are the average percent recovery and
standard deviation of the percent

recovery for each surrogate cal cul ated,

when surrogate data from25 to 30

sanples for each matrix is avail abl e?

k. Are control limts for each surrogate
in a given matrix calculated based on

t he above data?

|. Do the control |limts fall within the

control limts of Method 8240 if
appl i cabl e?

m At a mninum are surrogate recovery

limts updated annually on a natrix-by-

matri x basi s?

or the specific spike
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n. Are corrective actions of reanalysis
or reextraction/reanalysis taken if
any surrogates for a sanple are out of
control lIrmts?

0. Are control charts for internal QC data
plotted and avail able to bench
chem sts?

p. Are control limts for internal quality
control enpirically established and
updated on a regul ar basis?

Dat a Package:

a. Does the length of storage tine for all
sample related information, including
chail n-of - cust ody, instrunent
cal i bration, sanple Freparation and
anal ysis, etc., conply with regulatory
requi renments, organi zational policy, or
proj ect requirenents, whichever is nore
stringent? (It is recomrended that
docunentation be stored for a m ni mum
of three years from subm ssion of the
project final report.)

b. Does the data package contain all
met hod required QC data and neet the
USACE contract requirenents?

c. Are all raw data si?ned and dated by
the persons who performed the sanple
anal ysis and data review?

Wast e Di sposal :

a. Does the lab use a contractor to
di spose of residual and prepared
sanpl es, and sanples with analysis
cancel | ed?
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b.

Are | ab wastes di sposed of properly
such that no secondary pollution is
generated from sanple anal ysis and the
USACE will not be liable for any

pol lution problems in the future?

Overall Eval uation

a.

Does the |ab have sound technical
capability for HVO anal ysis?

Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples analyzed and
reported per nmonth:
Coul d the lab handl e quick turnaround
sanpl es?

Overall, is the |ab acceptable for
HVO anal ysi s?
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CGener al :

a. Are witten SOPs avail abl e and adequate
for TPH sanple preparation and analysis
as gasoline range organics gGFK» and
di esel range organics (DRO

b. Do these SOPs accurately reflect
procedures in use?

c. Are manufacturer’s operating manual s
readily available to bench chem sts?

d. Are prenunbered, bound notebooks used
for data entry?

e. Are all records witten in indelible
I nk?

f. Are all errors corrected by drawming a
single line through the error with
corrections witten adjacent to the
error, so that it remains |egible, and
initialed and dated by the responsible
i ndi vi dual ?

g. Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Techni cal Staff:

a. Do bench chem sts appear know edgeabl e
and experienced in operation of a
purge-and-trap and GC systemand in
I nterpretation of chromatograns?

b. Are backup bench chem sts avail abl e?
c. Are bench chem sts’ performance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?

| -67
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a
b.

Apparatus and Facilities:

I's working space adequate and cl ean?

Does the [ ab have adequate air handling
system to avoid cross contanination of
sanpl es?

s a tenperature-progranmbl e gas
chronmat ography equipped with a
purge-and-trap device and flane

I oni zation detector available for GRO?

s oven tenperature stable to *0.5°C or
better at desired setting?

Is a data system available for
determnation of peak area sums using
forced baseline and baseline

proj ection?

Are the follow ng GC colums avail abl e?

GRO Anal ysi s:
(1) 105-m x 0.53-mm | D Restek RTX 502.2
0.3-micron film thickness?

(2) O her cagillary col ums whi ch can
resol ve 2-nmethyl pentane from the
met hanol solvent front in a 25 ug/L
LCS and to resolve ethyl benzene
from m p-xylene (<25% valley)?

DRO Anal ysi s:

(1) 25-m x 0.25-nm Quadrex 007 5%
nethil phenyl 0.5-mcron film
t hi ckness?

(2) 30-mx 0.53-mm I D Quadrex RTX-5,
1.5-mcron film thickness?
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(3) O her capillary colums which can
resolve C,/pristane and C /

phytane (>50% resol ution)?

[f an “equivalent” colum is in use,

¢ has its ability to generate data of
accept abl e accuracy and precision been
denonstr at ed?

h. I's a permanent | ogbook kept for each
instrument that sunmarizes instrument
probl ens and servicing records?

i. Has any instrument been nodified in any
way ?

j. I's a hood available for sanple
preparation?

k. Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) avallable?

. Is a horn-type sonicator equipped wth
a titaniumtip and 475 Watt avail able
in the |ab?

m Are backup apparatus avail able?

Reagent s:

a. Is reagent water used free from
interferents at the MDL of target
anal ytes?

b. Do reagent grade chem cals used conform

to the specifications of the Committee
on Anal ytical Reagents of the Anmerican
Chem cal Society, where such
specifications are avail abl e?

Are "pesticide quality" or equival ent

solvents used for TPH anal ysis?
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d.

I's granular, anhydrous sodium sulfate
purified by heating at 400°C for four
hours prior to use?

Does the lab use a calibration standard
conposed of a blend of the follown

typical ten gasoline conpounds for
2- met hyl pent ane 15% wt .
2,2,4-trinethyl pentane 15%
hept ane 2%
benzene 5%
t ol uene 15%
et hyl benzene 5%
m xyl ene 10%
p- xyl ene 10%
0- Xyl ene 10%
|, 2,4-trimethyl benzene 10%

Does the lab use a calibration standard
conposed of a blend of the follow ng
typical 14 C,-C, even nornmal al kane
standards, plus n-C,, pristane, and

phytane for
decane »7% W .
dodecane » 1%
t et radecane » 1%
hexadecane »7%
hept adecane » 1%
pristane » 7%
oct adecane » 7%
phyt ane » 7%
ei cosane » 1%
decosane » 1%
t et racosane » 7%
hexacosane » 7%
oct acosane » (%
5 -a-androstane (I.S.) » 1%
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g. Are the materials of interest, if
avail abl e, or the sane type of
petroleumfraction, if it is known and
original sanple is unavailable, used
for preparation of calibration
st andar ds?

h. Is an internal standard used for DRO
sanples to correct for injection
variances and matrix interferences?

I. Does the lab have, at a mninum the
followng Pattern Recognition Standards
for identification of petroleum
hydrocar bons? Gasoline, aviation fuel,
(JP-4), kerosene, and diesel fuel (#2).

j. Does the |ab use a well characterized
gasoline (e.g., APl PS-6 or equivalent)
and a conmerci al diesel #2 as LCSs for
CGRO and DRO, respectively?

k. Are stock standards for GRO prepared in
met hanol and replaced after six nonths,
or sooner, if conparison with check
standards indicates a problenf

|. Are stock standards for DRO prepared in
acetone and replaced after six nonths,
or sooner, if conparison wth check
standards indicates a problenf

m Are secondary dilution standards in
met hanol stored with m ni num headspace
for volatiles and frequently checked
for signs of degradation/evaporation?

n. Are working standards at a mininmum of
five concentration levels prepared in
reagent water?

| -71
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0.

Are all reagents and standards | abel ed,
dated, initialed, and docunented such
that conposition and expiration date
can be verified?

a.

Sanmpl e Handling and Storage:

Are triplicate water sanples in 40 nL
VOA vials received for anal ysi s?

Are water GRO sanples inverted and
checked for existence of air bubbles?

Are soil GRO sanples in wde nouth
glass jars with Teflon-lined septa
checked (wi thout opening the container)
for existence of excess headspace?

Are duplicate sanples collected for the
al ternate nethanol extraction nethod?

Are low [ evel GRO sanples stored at 4°C
in a separate refrigerators from high
| evel GRO sanpl es?

Are CGRO sanpl es anal yzed within 14 days
from col |l ecti on?

Are water DRO sanples stored at 4°C,
and extracted within seven days from
collection and analyzed within 40 days
from extraction?

Are soil DRO sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?
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Instrunent Calibration and M ntenance:

a.

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Is the GC system calibrated with a
m ni num of five concentration |evels
of calibration standard bl enders?

Is one of the calibration standards at
a concentration near, but above, the
MDL?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Are the calibration standards for GRO
injected using a purge-and-trap?

For DRO, is a nethylene chloride blank
run in every batch to determne the
area generated on nornal baseline bleed
between C, and C, and subtracted from
the total areas of DRO standards and
sanpl es?

Is a linear calibration curve with a
correlation coefficient > 0.995 prepared
for each anal yte?

Is an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working ranges?
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Is the calibration curve or factor
verified with, at a mninmm a mdpoint
calibration standard at the beginning
and end of each anal ysis sequence?

Is a new calibration curve prepared for
any target analyte when the response
factors for the daily calibrations

vary fromthe initial response factors
by nore than 15%

Is the retention tinme w ndow
established with three injections of
each calibration standard over the
course of a 72-hour period?

Are the retention tinme w ndows,
specially for surrogates, interna
standards, and the first and the [ ast
conponents in calibration standards,
checked on a quarterly basis or
whenever a new GC colum is installed?

Are the retention tines for surrogates,
internal standards, and the first and
the last conponents in the daily

m d- concentrati on standard used as the
m dpoi nts of the w ndows for that day?

a.

Sanpl e Preparati on:

Is a purge-and-trap device used to
inject water GRO sanples to a GC?

Are soil and solid GRO sanples
extracted by nethanol extraction
diluted in water and injected with
purge-and-trap to a GC?

Are all supernatant |iquids retained
in nethanol extraction process for GRO
sanpl es?
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Are water DRO sanples extracted by EPA
Met hods 3510/ 3520 and soil DRO sanpl es
by EPA Met hods 3540/ 35507

Is the water neniscus on the side of
bottle narked for |later determ nation
of the sanple vol une?

Is the pH of water DRO sanpl es checked
and adjusted with 10 N NaOH or 1:1
H, SO to 5-9?

Is the water DRO sanple containers
rinsed with nethylene chloride? (Do
not cap and shake the bottle.)

I's continuous extraction nethod used if
emul sion fornms and cannot be broken
during separatory funnel nethod such
that the recovery of nethylene chloride
is less than 80% after correction for
water volubility of nmethylene chloride?

For soil DRO sanples, are |arge rocks
or foreign materials renmoved and any
vegetation chopped into small pieces?

Are soil DRO sanples sonicated for
1.5 mnutes at 475 watts, one second
pul se node with a 50% duty cycle?

Isthe percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sanpl e Anal ysi s:

a.

Are the concentrations of all analytes
within the initial calibration ranges?

| =75
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Is a nethod/instrunent blank analyzed
after a sanple that produces a
saturated response from a conpound?

If the nethod/instrunment blank is not
free frominterferences, is the system
decont am nated before sanple anal ysis?

Is the quantitation of GRO based on the
area summation of all peaks that are
above instrunment blank baseline and

el ute between 2-nethyl pentane and
l,2,4-trinmethyl benzene?

Are non-petrol eum hydrocarbons, such as
chlorinated solvents, ketones, and
esters, excluded from the GRO
guantitation?

Is the total peak area for C,-C,from
basel i ne-to-baseline used for DRO
guantitation?

Are non-petrol eum hydrocarbons, such as
chl orinated solvents, phenols, and

pht hal ates, excluded from the DRO
guantitation?

Are retention tinmes and patterns of the
peaks used in identification of the
type of petroleum hydrocarbons?

Are comments provided for contam nants
that appear in the GRO and DRO wi ndows
but do not match the reference fuel s?

Is internal standard, 5 -a- androstane
used as a retention tine nmarker for
DRO sanpl es?
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Quality Control:

a.

Are all QC data naintai ned and
avai l able for easy reference and
i nspection?

Is a three-level data review carried
out within the lab before data rel ease?

Are lab specific MDL or PQ enpirically
est abl i shed and updated on a
sem annual |y basi s?

Is the lab specific PQL equal to or
| ower than the nethod specified PQ?

GRO  water 100 pg/L
soi | 5 ng/ kg

DRO. wat er 100 pg/L (diesel #2)
soi | 4 nmg/ kg (diesel #2)

Is a method blank run at a mninmumrate
of 5% or one per batch, whichever is
nore frequent?

For GRO GRO sanples, are duplicate LCSs
analyzed at a mninmum rate of 5% or one
per batch, whichever is nore frequent?

Is the percent recovery of LCS |arger
than 50% and the percent difference
| ess than 20%

Is a colum bleed profile run for each
batch of DRO sanples to determ ne the
area from normal baseline bleeding and
subtracted from the area of DRO

sanpl es?
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Is a nmethylene chloride blank run after
sanples of highly concentrated to
prevent carryover?

Does the lab routinely perform matrix
spi ke and either one matrix duplicate
or one matrix spi ke duplicate per batch
of no nore than 20 sanpl es?

(1) If, as in conpliance nonitoring,
the concentration of a specific
analyte in the sanple is being
checked against a regulatory limt,
is the spike at that regulatory
limts or one to five tines higher
than the background concentration
whi chever concentration would be
hi gher ?

(2) If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
spi ke at the sanme concentration as
the LCS or one to five tines higher
than the background concentration
whi chever concentration would be
hi gher ?

(3) If it is not possible to determ ne
the background concentration, is
the spike concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

(4) For other matrices, is the spike
concentration at 20 tinmes the
estimated quantitation limt?

|-78




EM 200-1-1

1 Jul 94
CHART |-11
ORGANI C ANALYSIS BY GC TPH (MODIFIED 8015) Page 13 of 15
| TEM YES COMVENT

(5) Isthe percent recovery for each
analyte in water sanples checked
with the nmethod specified QC
acceptance criteria?

(6) If the spike to background ratio is
| ess than 5:1, does the |ab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

k. Does the lab use one or two surrogate
conmpounds, p-chl orof | uorobenzene,
br onof | uor obenzene, or trifluoro-
toluene, to nonitor the system
performance and effectiveness of the
of the GRO nethod in dealing wth each
matri x?

|. Does the lab use one or two surrogate
conmpounds, n-pentacosane (n-C,) or
ortho-terphenyl, to nonitor the system
performance and effectiveness of the
of the DRO nethod in dealing wth each
matri x?

m Has the lab established control limts
for surrogate recoveries?

n. Are corrective actions of reanalysis
or reextraction/reanalysis taken if
surrogate(s) for a sanple are out of
control limts?

0. Are control charts for internal QC data

plotted and available to bench
chem st s?

p. Are control limts for internal quality
control enpirically established and
updated on a regul ar basis?
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a.

Dat a Package:

Does the length of storage tine for all
sanple related information, including
chai n- of - cust ody, i nstrunent

cal i bration, sanple preparation and
anal ysis, etc., conply with regulatory
requi renents, organizational policy, or
proj ect requirenents, whichever is nore
stringent? (It is reconmended that
docunentation be stored for a m ninmum
of three years from subm ssion of the
project final report.)

Does the data package contain al
nmet hod required QC data and neet the
USACE contract requirenents?

Are all raw data signed and dated by
the persons who perforned the sanple
anal ysis and data review?

a.

Waste D sposal:

Does the lab use a contractor to
di spose of residual and prepared
sanpl es, and sanples with anal ysis
cancel | ed?

Are |ab wastes disposed of properly
such that no secondary pollution is
produced by sanple analysis and the
USACE will not be liable for any
pollution problens in the future?

a.

Overal |l Eval uati on:

Does the | ab have sound technica
capability for TPH anal ysis?
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b.

Does the |ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples anal yzed and
reported per nonth:

Could the lab handl e quick turnaround
sanpl es?

Overall, is the lab acceptable for
TPH anal ysi s?

Addi ti onal observations, coments, or problens:
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CGeneral :
a. Are witten SOPs avail abl e and adequate

for AVO sanple preparation/anal ysis?

Do these SOPs accurately reflect
procedures in use?

Are manufacturer's operating nanuals
readily available to bench chem sts?

Are prenunbered, bound not ebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error, so that it remains |egible?

Are corrections initialed and dated by
the responsible individual?

Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

a.

Technical Staff:

Do bench chem sts appear know edgeabl e
and experienced in operation of a
purge-and-trap and GC system and in
interpretation of chromatograns?

Are backup bench chem sts avail abl e?
Are bench chem sts' performance audited

and approved prior to work wthout
cl ose supervision by a senior chem st?
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Apparatus and Facilities:

a.

b

Is working space adequate and cl ean?

Does the |ab have adequate air handling
system to avoid cross contam nation of
sanpl es?

Is a tenperature-progranmabl e gas
chr omat ogr aphy equi pped with an
purge-and-trap device and photo-
ioni zati on detector avail able?

s oven tenperature stable to +0.5°C or
better at desired setting?

Is one of the followi ng GC colum
avai | abl e?

(1) 6-ft x 0.082-in ID SS or glass
colum packed with 5% SP-1000 and
1. 75% Bent one-34 on 100/ 120 nesh
Supel coport or equival ent?

(2) 8-ft x 0.1-in ID SS or glass colum
packed with 5% |, 2, 3-Tris(2-cyano-
et hoxy) propane on 60/80 nesh
Chronosorb W AW or equival ent?

(3) 1scolum one used as the prinary
anal ytical colum and colum two as
a confirmation colum?

If an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
denonst r at ed?

Is a permanent | ogbook kept for each
i nstrument that summarizes instrunent
probl ens and servicing records?
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k

Has any instrunent been nodified in any
way ?

Is a hood available for sanple
preparation?

Are anal ytical balance (0.0001 g) and
top loading balance (0.01 g) avail abl e?

Are backup instrunents avail abl e?

a.

Reagent s:

Is reagent water used free from
interferents at the MDL of target
anal yt es?

Do reagent grade chem cals used conform
to the specifications of the Commttee
on Anal ytical Reagents of the Anerican
Chem cal Society, where such
specifications are avail able?

For standard preparation, is a waiting
period of ten mnutes allowed for
drying the alcohol-wetted surface

bef ore neasuring the weight of

nmet hanol ?

Are stock standards stored in bottles
with mniml headspace and Teflon-1ined
screwcap at -4°C and protected from
l'ight?

Are stock standards replaced after six
nonths, or sooner if conparison wth
check standards indicates a problenf

Are secondary standards stored wth
m ni mal headspace and check frequently
for degradation or evaporation?
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For the initial calibration, are
aqueous calibration standards, at a

m ni mum of five concentrations,
prepared fresh and discarded after one
hour, unless properly sealed in a vial
and stored at 4°C with no headspace
(up to 24 hours)?

Is a 25 pL Ham lton 702N m crosyringe
or equivalent used for standard
preparation? (Pipets should never be
used to dilute or transfer volatile
sanpl es or aqueous standards.)

Are volatile organic standards stored
in a separated freezer/refrigerator
from sanpl es or other standards?

Is “purge-and-trap”, “pesticide
quality”, or equivalent methanol stored
away from ot her solvents?

Are all reagents and standards | abel ed,
dated, initialed, and documented such
that conposition and expiration date
can be verified?

Sanpl e Handling and Storage:

a.

Are volatile organic sanples stored at
4°C in separate refrigerators from
ot her sanpl es?

Are |ow concentration volatile organic
sanpl es stored separately from high
concentration volatile organic sanples?

Instrunent Calibration and Mi ntenance:

a.

Is there a calibration protocol
readily available to bench chem sts?
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Are calibration results kept in
per manent | ogbooks?

Is an initial calibration perforned
with a mninmum of five concentration
| evel s for each target analyte?

Is one of the calibration standards at
a concentration near, but above, the
MDL?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Is a linear calibration curve with a
correlation coefficient > 0.995 prepared
for each anal yte?

Is an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

Is the calibration curve or factor
verified at the beginning and end of
each analysis sequence with a

m d- concentration standard?

Is a new calibration curve prepared for
any target analyte when the response
for the target analyte varies fromthe
predi cted response by nore than +15% or
exceeds the acceptance criteria listed
in the Table 3 of Method 80207

Is the retention tine w ndow
established with three injections of
all target analytes throughout the
course of a 72-hour period?
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K.

Is the retention tine w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?

Sanpl e Preparation

a.

Are surrogate conpounds, bronochl oro-
benzene, bronofl uorobenzene, 1,1, 1-
trifluorotoluene, fluorobenzene, and
di fl uor obenzene, which enconpass the
tenperature range of this nethod used
for all sanples?

Are sanples routinely introduced into
the GC using purge-and-trap (Method
5030) ?

Is methanolic extraction of purge-and-
trap only used for nediumconcentration
soils or sedinents?

Is direct injection used only for water
sol ubl e conpounds that do not purge or
when concentrations are expected to
exceed 10,000 pg/L?

Is the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sanpl e Anal ysi s:

a.

Is daily calibration perforned with a
m d- concentration standard at the
begi nning and the end of an analysis
sequence?
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b

If the calibration factor calcul ated
fromdaily calibration check at the end
of an anal ysis sequence exceeds *15%
when conpared wth the initial standard
of the analysis sequence, is the GC
system recal i brated and reanal ysis
performed for all sanples, in the
sequence, which contain target analytes
that exceed the criteria?

Are daily retention tinme w ndows
established for each analyte prior to
sanpl e anal ysi s?

Is the retention tine for each analyte

in the daily md-concentration standard
used as the mdpoint of the w ndow for

t hat day?

Is the sane sanple introduction nethod
used for calibration standards and
sanples? (i.e., either purge-and-trap
or direct injection, but not m xed

nmet hods. )

| f a peak response exceeds the |inear
range of the system is a dilution
perfornmed on a second aliquot of the
sanpl e that has been properly seal ed
and stored prior to use?

Are peak height neasurenments used for
guantitation when overlappi ng peaks
caused errors in area integration?

I's a second GC colum used to resolve
the analytes from co-eluting non-target
conmpounds?

Are positive hits routinely confirned
by a second GC col um?
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Quality Control

a.

Are all QC data maintained and
avai l able for easy reference and
i nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Is a lab specific MDL enpirically
established and updated on a
sem annual |y basis?

Is the |ab specific MOL equal to or
| ower than the nethod specified NMDL?

Is a md-concentration standard
anal yzed for each group of 10 sanples
in the anal ysis sequence?

Is a nethod blank run at a mninmum rate
of 5% or one per batch, whichever is
greater?

To denonstrate that the |lab can

generate data of acceptable accuracy
and precision, does the analyst perform
the follow ng operations?

(1) I's an LCS prepared with standards
i ndependent of calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery calculated for each
target analyte using the four
results to check the system

per f or mance?
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h

(3)

I f any individual standard

devi ation of recovery exceeds the
nmet hod specified precision limts
or any individual average recovery
falls outside the nmethod specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?

Does the lab routinely perform matrix
spi ke and either one matrix duplicate

or
of

(1)

(2)

(3)

one matrix spike duplicate per batch
no nore than 20 sanpl es?

If, as in conpliance nonitoring,
the concentration of a specific
analyte in the sanple is being
checked against a regulatory limt,
is the spike at that regulatory
limts or one to five tinmes higher
than the background concentration,
whi chever concentration would be
hi gher ?

If the concentration of a specific
analyte in a water sanple is not
checked against a |limt, is the
spi ke at the sane concentration as
the LCS or one to five tinmes higher
than the background concentration,
whi chever concentration would be

hi gher ?

If it is not possible to determ ne
t he background concentration, is
the spi ke concentration

- the regulatory Iimt, if any; or
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- the larger of either five tines
t he expected background or LCS
concentrations?

(4) For other matrices, is the spike
concentration at 20 tines the
estimated quantitation [imt?

(5) Isthe percent recovery for each
analyte in water sanples checked
with the nethod specified QC
acceptance criteria?

(6) If the spike to background ratio is
| ess than 5:1, does the |ab use
optional QC acceptance criteria
cal culated for the specific spike
concentration?

Is the performance of purge-and-trap
anal ytical system and the

ef fectiveness of the nethod in dealing
with sanple matrix nonitored by spiking
each sanple, standard, and blank with
surrogates which enconpass the nethod
specified tenperature range?

j. Are the average percent recovery and
standard deviation of the percent
recovery for each surrogate cal cul ated,
once a mnimm of 30 sanples of the
same matrix have been anal yzed?

k. Are control limts for each surrogate

in a given matri x cal cul ated based on
t he above data?

|. Do the control limts fall within the
control limts of Method 8240 if
appl i cabl e?
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m

At a mninmum are surrogate recovery
l[imts updated annually on a matri x- by-
matri x basis?

Are corrective actions of reanalysis
or reextraction/reanalysis taken if
any surrogates for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and available to bench
chem st s?

Are control limts for internal quality
control enpirically established and
updated on a regul ar basis?

a.

Dat a Package:

Does the length of storage tine for al
sanple related information, including
chai n- of - cust ody, i nstrunent
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi renments, organizational policy, or
proj ect requirenents, whichever is nore
stringent? (It is recomended that
docunentation be stored for a m ninmum
of three years from subm ssion of the
project final report.)

Does the data package contain al
nmet hod required QC data and neet the
USACE contract requirenents?

Are all raw data signed and dated by
the persons who perfornmed the sanple
anal ysis and data review?
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Wast e Di sposal:

a. Does the lab use a contractor to
di spose of residual and prepared
sanpl es, and sanples with analysis
cancel | ed?

b. Are lab wastes disposed of properly
such that no secondary pollution is
produced by sanple analysis and the
USACE will not be liable for any
pollution problens in the future?

Overall Evaluation

a. Does the |ab have sound technical
capability for AVO anal ysis?

b. Does the |ab have appropriate capacity
to handle the contract |oad?
Average nunber of sanples anal yzed and
reported per nonth:

c. Could the Iab handle quick turnaround
sanpl es?

d. Overall, is the lab acceptable for
AVO anal ysi s?
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CGeneral :
a. Are witten SOPs avail abl e and adequate

for phenols sanple preparation and
anal ysi s?

Do these SOPs accurately reflect
procedures in use?

Are manufacturers operating manuals
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by draw ng a
single line through the error with
corrections witten adjacent to the
error, so that it remains |egible, and
initialed and dated by the responsible
i ndi vi dual ?

Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Techni cal Staff:

a.

Do bench chem sts appear know edgeabl e
and experienced in operation of a GC
system and interpretation of

chr omat ogr ans?

Are backup bench chem sts avail abl e?
Are bench chem sts’ performance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?
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a.

b.

Apparatus and Facilities:

Is working space adequate and cl ean?

Are enough sets of separator funnels,
continuous liquid-liquid extractors,
Soxhl et extractors, and Kuderna-Dani sh
apparatuses available for simultaneous
extraction of all batch sanples?

Is oven tenperature stable to x0.5°C or
better at desired setting?

Is a 1.8-mx 2-mm I D glass col um
packed with 1% SP-1240 DA on
Supercoport (80/100 nesh) or an

equi val ent columm in use for the
determ nation of wunderivatized phenol s?

Is a flane ionization detector
avail able for the determ nation of
underivatized phenols?

Is nitrogen carrier gas available for
use with the FID?

Is a 1.8-mx 2-mm | D glass colum
packed with 5% OV-17 on Chronosorb W
AW DMCS (80/100 nesh) or an equival ent
colum in use for the determ nation of
derivatized phenol s?

Is an electron capture detector (ECD)
avail able for the determnation of
derivatized phenol s?

Is 5% net hane/ 95% argon carrier gas
avai lable for use with the ECD?
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If an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
denonst rat ed?

k. Is a permanent |ogbook kept for each
instrument that summarizes instrunent
probl ens and servicing records?

. Is a permanent | ogbook kept for each
instrument that sunmarizes instrunent
probl ens and servicing records?

m Has any instrument been nodified in any
way ?

n. Is a hood available for sanple
preparation?

o. Are analytical balance (0.0001 g) and
top |oading balance (0.01 g) avail able?

p. Are backup apparatus available?

Reagent s:

a. |s reagent water used free from

interferents at the MDL of target
anal ytes?

Do reagent grade chemcals used conform
to the specifications of the Commttee
on Anal ytical Reagents of the Anmerican
Chem cal Society, where such
specifications are available?

Are the follow ng reagents avail able
for use in derivatization:

(1) Pentafl uorobenzene brom de
(a - Bronopent af | uor ot ol uene) ?
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(2) 18-crown-6-ether (1,4,7,10,13,16-
Hexaoxacycl ooct adecane) ?

Are derivatization reagents prepared
{reﬁh weekly and stored at 4°C from
i ght ?

Are “pesticide quality” or equivalent
solvents used for sanple analysis?

Does the |ab have calibration standards
for all nethod specified target
anal ytes?

Are calibration standards prepared with
2-propanol as a solvent?

Are stock standard solutions stored at
4°C and protected from light?

Are stock standard solutions replaced
after one year, or sooner if conparison
Wi th check standards indicates a

probl ens?

Are working standards replaced after
six nonths, or sooner if conparison
wth calibration standards indicates a
probl ens?

Are all reagents and standards | abel ed,
dated, initialed, and docunmented such
that conposition and expiration date
can be verified?

a.

Sanpl e Handling and Storage:

Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and analyzed wthin 40 days
from extraction?
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b.

Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?

Instrument Calibration and Mi ntenance

a.

I's there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

I's an initial calibration perforned
with a mninumof five concentration
| evel s for each target analyte?

Is one of the calibration standards at
a concentration near, but above, the
MDL?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

|'s an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

Is the calibration curve or factor
verified at the beginning and end of
each analysis sequence wth a

m d-concentration standard?

I's a new calibration curve prepared for
any target anal yte when the response
for the target analyte varies from the
predi cted response by nore than +15%
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Is the retention time w ndow
established with three injections of
all target anaIKtes t hr oughout the
course of a 72-hour period?

I's the retention tine w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?

a.

Sanmpl e Preparation:

Are aqueous sanples extracted at a pH
£2w th nethylene chloride, using

Met hod 3510A or 3520A?

Are solid sanples extracted using
ei ther Method 3540A or 35507

Are extracts fromeither Method 3520A
or 3550 undergone acid-base partition
cl eanup, using Method 3650A?

s the extraction solvent exchanged to
2-propanol prior to GC anal ysis?

s the percent solid of solid sanples
determned by drying overnight at 105°C
in a vented drying oven?

a.

Sanmpl e Anal ysi s:

I's daily calibration perforned with a
m d-concentration standard prior to
sanpl e anal ysis?

|s daily calibration checked at the end
of an analysis sequence?
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C.

If the calibration factor calculated
from daily calibration check at the end
of an analysis sequence exceeds 115%
when conpared with the initial standard
of the anaIYsis sequence, is the CC
system recalibrated and reanal ysis
perforned for all sanples, in the
sequence, which contain target analytes
that exceed the criteria?

Are daily retention tinme w ndows
established for each analyte prior to
sanpl e anal ysi s?

Is the retention tinme for each analyte

in the daily md-concentration standard
used as the mdpoint of the w ndow for

t hat day?

| s solvent flush technique used to
inject sanples to GC?

If interferences prevent neasurenment of
peak area during analysis by an FID, is
t he phenol extract derivatized by

pent af | uor obenzyl brom de (PFB) and the
derivatized extract cleaned up using
Met hod 3630A (silica gel cleanup) and
anal yzed by an ECD?

| f the peak areas exceed the |inear
range of the system is the extract
diluted and reanal yzed?

Are peak height measurements used for
quantitation when overl appi ng peaks
caused errors in area integration?

Are any positive hits confirmed by a
second GC colum (or by GO/Ms if the
concentration of each positive hit
exceeds 10 ng/uL in the final extract)?
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k. If sanple extracts are cleaned up with
Met hods 3630A/ 3650A, are the associ at ed
QC sanpl es processed through the same
met hods?
Quality Control
a. Are all QC data maintained and
avai | able for easy reference and
I nspection?
b. I's a three-level data review carried
out within the lab prior to data
rel ease?
c. Is a lab specific ML enpirically
established and updated on a
sem annual Iy basis?
d. the |ab specific MDL equal to or

|'s
| ower than the nmethod specified ML?

I's a nmethod blank run at a minimmrate
of 5% or one ger bat ch, whichever is
more frequent”

To dermonstrate that the |ab can

generate data of acceﬁtable accurac¥
and precision, does the analyst perform
the follow ng operations?

(1) Isan LCS Prepared_mﬁth_standards
I ndependent of calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery calculated for each
target analyte using the four
results to check the system

perf or mance?
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(3)

[f any individual standard

devi ati on of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the method specified
range for accuracy, is the sanple
analysis halted until the system
performance is back in control?

g. Does the lab routinely performmtrix
spi ke and either one matrix duplicate

or one matrix spike duplicate per batch

of no nore than 20 sanpl es?

(1)

(3)

[f, as in conpliance nonitoring,
the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
Is the spike at that regulatory
limts or one to five times higher
than the background concentration,
whi chever concentration woul d be

hi gher ?

If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
spi ke at the sane concentration as
the LCS or one to five times higher
than the background concentration,
whi chever concentration woul d be

hi gher ?

If it is not possible to determne
the background concentration, is
the spike concentration

— the regulatory limt, if any; or
- the larger of either five tines

the expected background or LCS
concentrations?
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(4) For other matrices, is the spike
concentration at 20 times the
estimated quantitation limt?

(5) Is the percent recovery for each
analyte in water sanples checked

with the method specified QC
acceptance criteria?

less than 5:1, does the |ab use
optional QC acceptance criteria
concentration?

h. Is the performance of extraction,

sFiking.each sanpl e, standard, and
bl ank wi th phenolic surrogates using
used in this nethod?

i. Are the average percent recovery and
standard deviation of the percent

when surrogate data from 25 to 30

t he above data?
control limts of Method 8270 if
appl i cabl e?

|. At a mninum are surrogate recovery

matri x basi s?

(6) If the spike to background ratio is

calculated for the specific spike

cl eanup (when used), analytical system
and the effectiveness of the nethod in
dealing with sanple matrix nonitored by

2-fl uorophenol and 2,4, 6-tribronophenol

to enconpass the range of tenperature

recovery for each surrogate cal cul ated,
sanples for each nmatrix is available?

j. Are control limts for each surrogate
in a given matrix calculated based on

k. Do the control limts fall within the

limts updated annually on a matrix-by-
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m Are corrective actions of reanalysis

n.

0.

or reextraction/reanalysis taken if
surrogates for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and available to bench
chem sts?

Are control limts for internal quality
control enpirically established and
updated on a regular basis?

Dat a Package:

a.

C.

Does the length of storage tine for all
sanpl e related information, including
chal n- of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requirenents, organizational policy, or
proj ect requirenments, whichever is nore
stringent? (It is recomended that
docunentation be stored for a m ninum
of three years from subnm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and neet the
USACE contract requirenments?

Are all raw data si?ned and dated by
t he persons who perforned the sanple
anal ysis and data review?

Wast e Disposal:

a. Does the |l ab use a contractor to

di spose of residual and ﬁrepared_
sanples, and sanples with analysis
cancel | ed?
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b. Are lab wastes disposed of properly
such that no secondary pollution is
roduced by sanple analysis and the
ACE wi || not be liable for any
pol lution problens in the future?

Overal | Eval uation

a. Does the lab have sound techni cal
capability for phenols analysis?
to handle the contract [oad?

reported per nonth:

sanpl es?

d. Overall, is the lab acceptable for
phenol s anal ysis?

h. Does the |ab have appropriate capacity

Aver age nunber of sanples anal yzed and

c. Could the lab handle quick turnaround

Addi tional observations, coments, or problens:
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Gener al

a. Are witten SOPS avail able and adequate
for PEST/PCB sanple preparation an
anal ysi s?

b. Do these SOPS accurately reflect
procedures in use?

c. Are manufacturer's operating manual s
readily available to bench chem sts?

d. Are prenunbered, bound notebooks used
for data entry?

e. A«EOaII records witten in indelible
i nk?

f. Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

g. Are notebooks reviewed, initialed, and
dated by supervisors on a regul ar
basi s?

Techni cal Staff:

a. Do bench chem sts appear know edgeabl e
and experienced in operation of a GC
sxstem and interpretation of
chromat ogr ans?

b. Are backup bench chem sts avail abl e?
c. Are bench chem sts’ performance audited

and approved prior to work w thout
cl ose supervision by a senior chemst?
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d.

Does the |ab have experienced residue
anal ysis experts on staff?

a.
b

Apparatus and Facilities:

I's working space adequate and clean?

Are enough sets of separatory funnels
éZ,OOO m. with Teflon stopcock), _
oxhl et extractors, and Kuderna-Dani sh
appar atuses avail able for sinultaneous
extraction of all batch sanples?

I's gas chronat ography equi pped with an
gl ass-lined injection port, and an

el ectron capture or electrolytic
conductivity detector available?

s oven tenperature stable to #0.5°C or
better at desired setting?

s carrier-gas line equipped with a
nol ecul ar sieve drying cartridge and a
trap for removal of oxygen from the
carrier gas?

s one of the follow ng glass GC col um
avai |l abl e?

(1) 1.8-mx 4-mm I D gl ass, packed wth
1.5% SP-2250/1.95% SP-2401 on
Supel coport (100/120 mesh) or
equi val ent ?

(2) 1.8-mx 4-mm ID glass, packed with
3% OV-1 on Supel coport (100/120
mesh) or equivalent?

[f an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
dermonstrat ed?
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h. I's a permanent |ogbook kept for each
instrument that summarizes instrunment
problems and servicing records?

i. Has any instrument been nodified in any
way ?

j. Is a hood available for sanple
preparation?

k. Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) available?

|. Are backup apparatus avail abl e?

m |s glassware properly cleaned and
finally rinsed with pesiticide-quality
hexane?

n. Is volumetric glassware cleaned wth
“No Chrom x” or equivalent?

0. |Is heavily contam nated gl assware
heated in a nuffle furnace at 400°C for
15 to 30 m nutes?

p. Is glassware contaminated wth high-
boi |1 ng-point materials, such as PCBS,
heated at 500°C overnight?
(Borosilicate glassware shall not be
heated above this tenperature.)

g. |s high tenperature treatment on
volunetric glassware, glassware with
ground joints, or sintered glassware
avoi d?

Reagent s:

a. |s reagent water used free from
interferents at the MDL of target
anal ytes?
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b.

Do reagent grade chem cal s used conform
to the specifications of the Committee
on Anal ytical Reagents of the Anerican
Chem cal Society, where such
specifications are avail abl e?

Are all chem cal reagents for pesticide
and PCB anal yses stored in glass
cont ai ners?

Are “pesticide quality” or equivalent
solvents used for pesticide analysis?

Are all solvents stored in glass
containers and transferred with al
gl ass systenf

I's 5% net hane/ 95% argon carrier gas
avai |l abl e?

Are solvent extracted silicon carbide
or equivalent used as boiling chips?

Does the |ab have calibration standards
for all nethod specified target PCBs?

Are all reagents and standards | abel ed,
dated, initialed, and docunmented such
that conposition and expiration date
can be verified?

a.

Sanpl e Handling and Storage:

Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and analyzed within 40 days
from extraction?

Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?
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Instrunment Calibration and Mi ntenance

a.

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

If the GCis not used for a day or
nore, is the GC colum prined or
deactivated by injecting a PCB or
pesticide standard m xture about 20
times nore concentrated than the

m d-|evel standard, prior to instrunent
calibration?

s a calibration blank run follow ng
the systemprime to ensure no carryover
cont am nation?

Is a md-level standard contain only
4,4 -DDT and endrin injected to check
t he degradation problemat injection
port or front of the colum prior to
calibration?

If the degradation of either DDT or
endrin exceeds 20% (or 15%for
capillary colum) based on peak areas,
Is corrective action taken before
proceeding with calibration?

Is an initial calibration perforned
with a mninumof five concentration
| evel s for each target analyte?

I's one of the external standards at a
concentration near, but above, the ML?
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Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Is a linear calibration curve with a
correlation coefficient 30.995 prepared
for each anal yte?

s an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

|s the total area of all peaks measured
from the comon baseline under all

peaks used for quantitation of

mul tiresponse anal ytes?

Is the calibration curve or factor
verified at the beginning and end of
each anal ysis sequence wth a

m d-concentration standard?

I's a new calibration curve prepared for
any target analyte when the response
or the target analyte varies fromthe
predi cted response by nore than +5%

Is the retention time w ndow
established with three injections of
all single component standard m xtures
and nultiple response products

t hroughout the course of a 72-hour
period?

I's the retention tine w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?
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Sampl e Preparation:

a.

Are aqueous sanples extracted at a
neutral, or as Is, pHwth nethyl ene
chloride, using Method 3510 or 35207?

Are solid sanples extracted using
ei ther Method 3540 or 35507?

s entire agueous sanpl e consuned for
anal ysis and no anal ysis performed on
aliquots of sanples?

I's sanple bottle rinsed with extraction

solvent and the rinsate conmbined with
extract?

I's the percent solid of solid sanples

determ ned by drying overnight at 105°C
in a vented drying oven?

Sampl e Anal ysi s:

a.

d.

I's daily calibration performed with a
m d-concentration standard prior to
sanpl e anal ysi s?

I's daily calibration checked at the end
of an anal ysis sequence?

|f the calibration factor based on
daily calibration check at the end of
an anal ysi s sequence exceeds *15% when
conpared with the initial standard of
the anal ysis sequence, is the GC system
recal i brated and reanal ysi s perfornmnmed
for all sanples which contain target
anal ytes that exceed the criteria?

Are dailﬁ retention tinme w ndows
establ i shed for each analyte prior to

sanmpl e anal ysi s?
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e.

Is the retention time for each analyte
in the daily md-concentration standard
used as the mdpoint of the w ndow for
t hat day?

Is the volume of sanple injected
recorded to the nearest 0.05 pL?

If the peak areas exceed the |inear
range of the system is the extract
diluted and reanal yzed?

Are peak height neasurenents used for
quantitation when overlapping peaks
caused errors in area integration?

If peak detection and identification
are prevented due to interference, does
the extract routinely undergo a
Florisil colum cleanup (Method 3620A)
and/or sulfur cleanup (Method 3660A)

to elimnate interferences?

I's nercury, activated copper powder, or
tetrabutyl anmoni um (TBA)-sulfite
reagent used for sulfur cleanup?

I's mcrocoul onetric or hal ogen specific
§|.e., el ectrolytic conductivity)
etector used to elimnate interference
caused by phthal ate esters?

Are any positive hits confirmed by
a second GC colum (or by GCOM it the
concentration of each positive hit

exceeds 10 ng/uL in the final extract)?

If the early portion of toxaphene
chromatogram is interfered with bY

ot her substances, is area of the [ast
four peaks in both sanple and standard
used for quantitation?
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n.

[f chlordane residue does not resenble
t echni cal chl ordane, but instead
consists primarily of individual
identifiable peaks, is each peak
quantitated separately against
appropriate reference materials and
reported as individual residues?

|s the total area of all peaks neasured
from the common basel i ne under al
peaks used for PCB quantitation?

Are only those peaks that can be
attributed to chl orobi phenyl s used for
PCB quantitation?

|f there are interference peaks within
the Aroclor pattern, is the PCB
quantitation determined with three to
five major peaks that are 3 25% of the
hei ght of the largest Aroclor peak in
the Aroclor standards?

I's the amount of Aroclor calcul ated

wi th the individual response factor for
each of the major peaks and are the
results of the three to five

determ nations averaged?

ity Control

Are all QC data nmaintained and
avai l abl e for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Is a lab ifecific MOL enpirically
established and updated on a
sem annual 'y basis?

I -115




EM 200-1-1

1 Jul

94
CHART [|-14

ORGANI C ANALYSI S BY GC.  PEST/ PCB (8080)

Page 10 of 15

| TEM

YES

COMVENT

s the lab specific MDL equal to or
| ower than the method specified ML?

|s a separate set of internal

sanmpl es including nethod blanks, LCS
matrix spikes, matrix spike duplicates
and matrix duplicates run for each

anal ytical batch of pesticides or PCB?

s a method blank run at a mninumrate
of 5% or one ger bat ch, whichever is
nmore frequent”

To denonstrate that the |ab can
generate data of acceﬁtable accuracy
and precision, does the analyst perform
the follow ng operations?

(1) I's an LCS pripared W th standards
I ndependent of calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery calculated for each
target analyte using the four
results to check the system
per f or mance?

(3) If any individual standard
deviation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the nethod specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?
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h. Does the |ab routinely performmatrix
spi ke and either one nmatrix duplicate

or one matrix spi ke duplicate per batch

of no nore than 20 sanpl es?

(1)

If, as in conpliance nonitoring,
the concentration of a specific
analzte in the sanple is being
checked against a regulatory limt,
Is the sprke at that regulatory
limts or one to five times higher
than the background concentration
whi chever concentration woul d be

hi gher ?

If the concentration of a specific
analzte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five tines higher
than the background concentration
whi chever concentration would be

hi gher ?

If it is not possible to determne
the background concentration, is
t he spi ke concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

For other matrices, is the spike
concentration at 20 tines the
estimated quantitation limt?

I's the percent recovery for each
anal yte in water sanples checked
with the method specified QC
acceptance criteria?
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(6) If the spike to background ratio is
less than 5:1, does the |lab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

I's the performance of extraction,

cl eanup (when used), analytical system
and the effectiveness of the nethod in
dealing with sanmple matrix nonitored by
spi king each sanple, standard, and

bl ank with pesticide surrogates usin
2,4,5,6-tetrachloro-neta-xylene (T

and decachl or obi phenyl gDCBP) as
specified by the nethod"

Are the average percent recovery and
standard deviation of the percent
recovery for each surrogate cal cul ated,
when surrogate data from 25 to 30
sanples for each matrix is avail able?

Are control limts for each surrogate
in a given nmatrix calculated based on
the above data?

Do the control limts fall within the
control limts of Method 8270 if
appl i cabl e?

At a mininum are surrogate recovery
limts updated annually on a matrix-by-
matri x basis?

Are corrective actions of reanalysis

or reextraction/reanalysis taken if
both surrogates for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and avail able to bench
chem sts?

l-118




CHART 1-14

ORGANI C ANALYSIS BY GC.  PEST/ PCB (8080)

EM 200-1-1
1 Jul 94

Page 13 of 15

| TEM

YES

COMVENT

Are control limt
control enpirical

F for internal quality
a
updated on a regul

y established and
ar basis?

Data Package:

a.

Does the length of storage tine for all
sanple related information, including
chai n-of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conmply with regulatory
requi rements, organizational policy, or
project requirenents, whichever is nore
stringent? (It is recomended that
docunentation be stored for a m ni num
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and nmeet the
USACE contract requirenents?

Are all raw data si?ned and dated by
t he persons who pertorned the sanple
anal ysis and data review?

Wast e Disposal:

a.

b.

Does the | ab use a contractor to
di spose of residual and ﬁrepared
samples, and sanples with analysis
cancel | ed?

Are | ab wastes disposed of properly

such that no secondary pollution is
roduced by sanple anal ysis and the
ACE wi || not be liable for any

pol lution problems in the future?
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a.

Overall Eval uati on:

Does the |ab have sound techni cal
capability for PEST/PCB anal yses?

Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples analyzed and
reported per nonth:

Could the lab handle quick turnaround
sanpl es?

Qverall, is the |ab acceptable for
PEST/ PCB anal yses?
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CGener al

a. Are witten SOPS avail abl e and adequate
for PAH sanple preparation/analysis?

b. Do these SOPS accurately reflect
procedures in use?

c. Are manufacturer’'s operating manuals

readily available to bench chem sts?
d. Are prenunbered, bound notebooks used
for data entry?

e. Are all records witten in indelible
i nk?
f. Are all errors corrected by drawing a

single line through the error wth
corrections witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

g. Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Technical Staff:

a. Do bench chem sts appear know edgeabl e
and experienced in operation of a GC
sKstem and interpretation of
chronmat ogr ans?

b. Are backup bench chemi sts avail abl e?
c. Are bench chem sts' performance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?
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Apparatus and Facilities:

a.
b.

I's working space adequate and clean?

Are enough sets of separatory funnels,
continuous liquid-liquid extractors,
Soxhl et extractors, and Kuderna- Dani sh
apparatuses available for sinultaneous
extraction of all batch sanples?

I's oven tenperature stable to #0.5°C or
better at desired setting?

I's one of the follow ng glass GC col um
avai |l abl e?

(1) 1.8-mx 2-mm I D glass colum packed
W th 3% Ov-17 on Chronosorb WAW
DCVS (100/ 120 nesh) or equival ent?

(2) 30-mx 0.25-mm I D SE-54 fused
silica capillary colum?

(3) 30-mx 0.32-mm | D SE-54 fused
silica capillary colum?

|f capillary colum is in use, is
hel ium used as the carrier gas?

| f packed colum is in use, is nitrogen
used as the carrier gas?

Is a flame ionization detector
avai | abl e?

[f an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
dermonstrat ed?
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i. I's a permanent |ogbook kept for each
instrument that summarizes instrunment
problens and servicing records?

j. |s a permanent |ogbook kept for each
instrument that sunmarizes instrunment
problens and servicing records?

k. Has any instrunment been nodified in any
way ?

. Is a hood available for sanple
preparation?

m Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) avallable?

n. Are backup apparatus avail able?

Reagent s:

a. |s reagent water used free from
interferents at the MDL of target
anal yt es?

b. Are reagent grade chenmcals used
conformto the specifications of the
Committee on Analytical Reagents of the
Anerican Chem cal Society, where such
specifications are avail able?

c. Are "pesticide quality" or equival ent
solvents used for sanple analysis?

d. Does the lab have calibration standards
for all nethod specified target
anal yt es?

e. Are calibration standards prepared with
I sooctane as a solvent?
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Are stock standard solutions stored at
4°C and protected from |ight?

Are stock standard sol utions replaced
after one year, or sooner if conparison
wi th check standards indicates a

probl enf

Are working standards replaced after
six months, or sooner if conparison
with check standards indicates a
probl enf

Are all reagents and standards | abel ed,
dated, initialed, and documented such
that conposition and expiration date
can be verified?

Sanpl e Handling and Storage:

a.

b.

Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and analyzed wthin 40 days
from extraction?

Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?

Instrunent Calibration and M ntenance;

a.

I's there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Is an initial calibration performned
with a mninmumof five concentration
| evel s for each target anal yte?
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I's one of the external standards at a
concentration near, but above, the ML?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

I's a linear calibration curve with a
correlation coefficient 30 995 prepared
for each anal yte?

I's an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

Is the calibration curve or factor
verified at the beginning and end of
each anal ysis sequence wth a

m d-concentration standard?

I's a new calibration curve prepared for
any target analyte when the response
for the target analyte varies fromthe
predi cted response by nore than 15%

Is retention time w ndow established
with three injections of all single
conponent standard m xtures and

nmul tiple resPonse products throughout
the course of a 72-hour period?

I's retention time w ndow checked on a
quarterly basis or whenever a new GC
colum is installed?

a.

Sanpl e Preparation:

Are aqueous sanples extracted at a
neutral pH with nethylene chloride,
usi ng Method 3510 or 35207?
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b. Are solid sanples extracted using

ei ther Method 3540 or 35507

|s the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sampl e Anal ysi s:

a.

I's daily calibration performed with a
m d-concentration standard prior to
sanmpl e anal ysi s?

I's daily calibration checked at the end
of an anal ysis sequence?

If the calibration factor calculated
from daily calibration check at the end
of an analysis sequence exceeds *15%
when conpared with the initial standard
of the anal ?/si s sequence, is the GC
system recalibrated and reanal ysis
performed for all sanples, in the
sequence, which contain target analytes
that exceed the criteria?

Are dailﬁ retention tinme w ndows
established for each analyte prior to
sanmpl e anal ysi s?

Is the retention time for each analyte

in the daily md-concentration standard
used as the mdpoint of the w ndow for

that day?

If peak detection and identification
are prevented due to interferences, is
the extract undergone Method 3630
(Silica Gel deanup)?
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If the peak areas exceed the |inear
range of the system is the extract
diluted and reanal yzed?

|'s peak height measurenent used for
quantitation when overlapping peaks
caused errors in area integration?

Are any positive hits confirmed by a
second GC colum (or by GOMS if the
concentration of each positive hit
exceeds 10 ng/uL in the final extract)?

ity Control

Are all QC data maintained and
avail able for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Is a lab specific MOL enpirically
established and updated on a
sem annual |y basis?

I's a nethod blank run at a mninumrate
of 5% or one per batch, whichever is
more frequent?

To dermonstrate that the |ab can
generate data of acceﬁtable accurac¥
and precision, does the analyst perform
the follow ng operations?

(1) Isan LCS prepared with standards
I ndependent of calibration
standards anal yzed for each batch?
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(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviati on of
t he recovery cal cul ated for each
target anal yte using the four
results to check the system
perf or mance?

(3) If any individual standard
devi ati on of recovery exceeds the
nmet hod specified precision limts
or any individual average recovery
falls outside the method specified
range for accuracy, is the analysis
of actual sanples halted until the
systen1$erfornance I's back in
control “

f. Does the lab routinely performmtrix
spi ke and either one matrix duplicate
or one matrix spike duplicate per batch
of no nore than 20 sanpl es?

(1) If, as in conpliance nonitoring,
the concentration of a specific
analzte in the sanple is being
checked against a regulatory limt,
s the spike at that regulatory
limts or one to five tines higher
than the background concentration,
whi chever concentration woul d be
hi gher ?

(2) If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five times higher
than the background concentration,
whi chever woul d be higher?
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(3) If it is not possible to determne
the background concentration, is
the spike concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

(4) For other matrices, is the spike
concentration at 20 times the
estimated quantitation limt?

(5) Isthe percent recovery for each
analyte in water sanples checked
with the method specified QC
acceptance criteria?

(6) If the spike to background ratio is
| ess than 5:1, does the lab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

g. |s the performance of extraction
cl eanup (when used), analytical system
and the effectiveness of the nethod in
dealing with sanple matrix nonitored by
sF|k|ng.each sampl e, standard, and
blank with one or two surrogates, e.g.
2-f1 uorobi phenyl & |-fluoronaphthal ene,
to enconpass the range of tenperature
used in this method?

h. Are the average percent recovery and
standard deviation of the percent
recovery for each surrogate cal cul ated
to establish control limts, when
surrogate data from 25 to 30 sanples
for each matrix is available?
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i. Do the control limts fall within those

of Method 8270 if applicable?

j. At a mninum are surrogate recovery
limts updated annually on a matrix-by-
matrix basis?

k. Are corrective actions of reanal ysis
or reextraction/reanalysis taken if
surrogates for a sanple are out of
control limts?

|. Are control charts for internal QC data
plotted and available to bench
chem sts?

m Are control limts for internal quality
control enpirically established and
updated on a regular basis?

n. Because of coelution problens, is the
use of this nmethod avoided and the
sanpl e analyzed by either HPLC or GC/ MS
when the four pairs of conpounds |isted
bel ow are encountered?

(1) Anthracene and phenant hrene
(2) Chrysene and benzo(a)anthracene

(3) Benzo(b) fluoroanthene and
benzo(k) fluoranthene

(4) Dibenzo(a,h) anthracene and
i ndeno( |, 2, 3-cd) pyrene
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a.

Dat a Package:

Does the length of storage time for all
sanple related information, including
chal n-of -custody, instrument
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi rements, organizational policy, or
project requirements, whichever is nore
stringent? (It is reconmended that
docunent ation be stored for a m ni num
of three years from subm ssion of the
project final report.)

Does the datacfackage contain al
method required QC data and neet the
USACE contract requirenents?

Are all raw data si?ned and dated by
the persons who perforned the sanple
anal ysis and data review?

a.

Wast e Disposal:

Does the |lab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are |ab wastes disposed of properly
such that no secondary pollution is

roduced by sanple analysis and the
ACE wi Il not be liable for any
pollution problems in the future?

a.

Overall Eval uation:

Does the |ab have sound technica
capability for PAH anal ysis?
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b. Does the | ab have appropriate capacity
to handle the contract |oad?
Aver age nunber of sanples anal yzed and

reported per nonth:

c. Could the Iab handl e quick turnaround

sanpl es?

d. OQverall, is the lab acceptable for

PAH anal ysi s?

Addi ti onal observations,

conmments, or problens:
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Ceneral :
a. Are witten SOPS avail abl e and adequate

for HERB sanple preparation/analysis?

Do these SOPS accurately reflect
procedures in use?

Are manufacturer’s operating nmanual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error with
correction witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

Are not ebooks reviewed, initialed, and
dated by supervisors on a regul ar
basi s?

a.

Technical Staff:

Do bench chem sts appear know edgeabl e
and experienced in operation of a GC
sKstem and interpretation of

chromat ogr ans?

Are backup bench chem sts avail abl e?
Are bench chemi sts’ performance audited

and approved prior to work w thout
cl ose supervision by a senior chem st?
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d. Do bench chem sts have proper
experience in working wth di azonmethane
whi ch is explosive and carcinogenic?

Apparatus and Facilities:
a. |Is working space adequate and clean?

b. Is a tenperature-programmabl e gas
chromat ogr aphy equi pped with an
el ectron capture detector, mcrocoulo-
metric detector, or electrolytic
conductivity detectors?

c. Is oven tenperature stable to +0.5°C or
better at desired setting?

d. Is one of the follow ng glass GC col um
avai | abl e?

(1) 1.8-mx 4-mm ID glass, packed wth
1. 5% SP-2250/1.95% SP-2401 on
Supel coport (100/120 nesh) or
equi val ent ?

(2) 1.8-mx 4-mm ID glass, packed with
5% OV-210 on Gas Chrom Q (100/120
mesh) or equivalent?

(3) 1.98-mx 2-mm I D glass, packed wth
0. 1% SP- 1000 on Carbopack C (80/
100 mesh) or equival ent?

(4) Is colum one used as the primry
anal ytical colum and colums two
or three as a confirmation colum?

e. If an “equivalent” colum is in use,
has its ability to generate data of
accept abl e accuracy and precision been
denonst rat ed?
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f.

I's a diazomethane generator avail able
at the |ab?

I's a permanent |ogbook kept for each
instrument that summarizes instrunent
probl ens and servicing records?

Has any instrunment been nodified in any
way ?

Are glassware and gl ass wool acid
rinsed prior to use?

Are Dboiling chips solvent extracted?

Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) available?

Are backup instrunments avail abl e?

a.

Reagent s:

I's reagent water used free from
interferents at the MDL of target
anal ytes?

Do reagent grade chem cals used conform
to the specifications of the Commttee
on Analytical Reagents of the Anmerican
Chem cal Society, where such
specifications are avail abl e?

Are pesticide-quality or equival ent
solvents (i.e., acetone, nmethanol, and
hexane) used?

| s diethyl ether of pesticide quality
or §9U|valent and free of peroxides
used?
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e. Is 20 nmL of ethyl alcohol preservative
adﬂedoto each liter of cleaned diethyl
et her ?

f. Is sodium sulfate purified by heating
at 400°C for four hours or by
precleaning with nethylene chloride?

g. Is sodium sulfate acidified with
sulfuric acid prior to use to avoid
reaction wth herbicides?

h. Are stock standards stored in bottles
with Teflon-lined screw caps or crinp
tops at 4°C and protected from |ight?

i. Are stock standards replaced after one
year, or sooner if conparison with
check standards indicates a problen?

j. Are working standards replaced after
si X nmonths or sooner, if conparison
wi th check standards indicates a
probl enf

k. Does the lab use one or two herbicides,
that are not expected to be presented
in the sanple and that elute over the
tenperature range of this nethod, as
surrogate(s)?

|. Are all reagents and standards | abel ed,
dated, initialed, and documented such
t hat conposition and expiration date
can be verified?

Sanmpl e Handling and Storage:

a. Are herbicide sanples stored at 4°C and
extracted within seven days (water) or
14 days (soil) from collection?
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b.

Are extracts stored under refrigeration
and anal yzed within 40 days from
extraction?

a.

I nstrunent Calibration and Mi ntenance

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

I's an initial calibration perforned
with a mninmumof five concentration
| evel s for each target anal yte?

I's one of the calibration standards at
a concentration near, but above, the
MDL?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Is a linear calibration curve with a
correlation coefficient 30.995 prepared
for each anal yte?

I's an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

|s the calibration curve or factor
verified at the beginning and end of
each analysis sequence wth a

m d-concentration standard?
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I's a new calibration curve prepared for
any target analyte when the response
for the target analyte varies fromthe
predicted response by nore than 15%

Is the retention time w ndow
established with three injections of
all target anaIKtes t hr oughout the
course of a 72-hour period?

I's the retention time w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?

Sanmpl e Preparation:

a.

I's the pH of aqueous sanples adjusted
to <2 wth sulfuric acid prior to
extraction?

I's diethyl ether of pesticide-quality
or equivalent and free of peroxides
used for extraction of aqueous sanples?

For soil/sedinent sanples, is the pH
of sanple adjusted to two with HC1 and
nmoni tored and adjusted, if needed, for
15 mnutes prior to extraction?

Are multiple extractions with acetone
and diethyl ether used for soil and
sedi ment sanpl es?

I's cold (4°C) sulfuric acid used to
adjust the pH to two prior to solvent
cl eanup?

|s acidified sodium sulfate used to dry
the diethyl ether for a mninmmof two
hours prior to esterification?
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h.

I's a bubble method or a Diazald kit
nmet hod used at the |ab to generate
di azonet hane?

Are the follow ng precautions taken
during esterification with
di azonet hane?

(1) Use a safety screen?

(2) Use nechanical pipetting aides?
(3) Do not heat above 90°C?
(4) Avoid grinding surfaces, ground

glass joint, sleeve bearing, glass
stirrers?

(5) Store away from al kali netal s?

(6) Avoid contact with copge( powder,
cal cium chloride, and boiling
chi ps?

I's nethylated extracts analyzed _
i mediately to mnimze trans-esteri-
fication and other potential reactions?

a.

Sanmpl e Anal ysi s:

Is GC colum 1 selected for najority of
herbi ci de anal ysis, except for Dal apon
which is analyzed with GC colum 3?

|s daily calibration perfornmed with a
m d- concentration standard at the
beginning and the end of an analysis
sequence?
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c. If the calibration factor calcul ated
from injection of a md-concentration
standard at the end of an analysis
sequence exceeds *15% when conpared
with the initial standard of the
anal ysi s sequence, is the GC system
recal i brated and reanal ysis perfornmed
for all sanples, in the sequence,
whi ch contaln target anal ytes exceed
the criteria?

d. Are daily retention time w ndows
established for each analyte prior to
sanmpl e anal ysi s?

e. Is the retention time for each analyte
in the daily md-concentration standard
used as the m dpoint of the w ndow for
t hat day?

f. Have calibration standards undergone
t he same hydrol ysis and esterification
processes as the sanpl es?

g. |f calibration is done with standards
made from nethyl ester conpounds, is
the final concentration corrected for
mol ecul ar wei ght of nethyl ester versus
the acid herbicides?

h. If a peak response exceeds the |inear
range of the system is a dilution
pertormed on a second aliquot of the
sanpl e which has been properly seal ed
and stored prior to use?

i. |Is peak height neasurenent used for
quantitation when overlapping peaks
caused errors in area integration?
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I's further extract cleanup routinely
conducted if interferences prevent
peak detection and identification?

ity Control

Are all QC data maintained and
avai l abl e for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Is a lab ifecific MOL enpirically
established and updated on a
sem annual 'y basis?

Is the lab sgecific MDL equal to or
| ower than the method specified ML?

Are GC/M5 techniques routinely used to
confirm positive hits?

If GC/MS fails, are additional steps
including alternative packed or
capillary GC colums or additiona
cleanup routinely taken for qualitative
confirmation?

I's a method blank run at a minimmrate
of 5% or one per batch, whichever is
more frequent?

To denonstrate that the |ab can
generate data of acceﬁtable accuracy
and precision, does the analyst perform
the follow ng operations?

(1) I's an LCS prePared_mﬂth_standards
I ndependent of calibration
standards anal yzed for each batch?
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(2)

Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
t he recovery cal cul ated for each
target analyte using the four
results to check the system

per f or mance?

[f any individual standard
deviation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the nethod specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?

Does the [ab routinely performmtrix
spi ke and either one matrix duplicate

or
of

(1)

one matrix spike duplicate per batch
no nore than 20 sanpl es?

[f, as in conpliance nonitoring,
the concentration of a specific
analyte in the sanple is checked
against a regulatory limt, is the
spike at that regulatory limt or
one to five times higher than the
background concentration, whichever
concentration would be higher?

If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five tinmes higher
than the background concentration,
whi chever concentrati on woul d be

hi gher ?

| -143




EM 200-1-1
1 Jul 94

CHART 1-16
ORGANI C ANALYSI'S BY GC. HERB (8150A) Page 11 of 14

| TEM YES COMVENT

(3) If it is not possible to determne
the background concentration, is
t he spi ke concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

(4) For other matrices, is the spike
concentration at 20 tines the
estimated quantitation limt?

(5) I's the percent recovery for each
analyte in water sanples checked
with the method specified QC
acceptance criteria?

(6) If the spike to background ratio is
| ess than 5:1, does the |ab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

j. I's the performance of extraction,
cl eanup, analytical system and the
effectiveness of the nethod in dealing
with sanple matrix nmonitored by spiking
each sanple, standard, and blank wth
surrp?ates whi ch enconpass the nethod
specified tenperature range?

k. Are the average percent recovery and
standard deviation of the percent
recovery for each surrogate cal cul ated,
when surrogate data from25 to 30
sanples for each nmatrix is available?

|. Are control limts for each surrogate
in a given matrix calcul ated based on
the above data?
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Do the control limts fall within the
control limts of Method 8270 if
appl i cabl e?

At a minimum are surrogate recovery
limts updated annually on a matrix-by-
matrix basis?

Are corrective actions of reanal ysis
or reextraction/reanalysis taken if
any surrogates for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and avail able to bench
chem sts?

Are control limts for internal quality
control enpirically established and
updated on a regular basis?

Dat a Package:

a.

Does the length of storage time for all
sanple related information, including
chal n-of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conply wth regulatory
requi renents, organizational poilicy, or
project requirements, whichever is nore
stringent? (It is recommended that
docunent ation be stored for a m ni num
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and neet the
USACE contract requirenents?

Are all raw data si?ned and dated by
t he persons who performed the sanple
anal ysis and data review?
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Waste Disposal:

a. Does the | ab use a contractor to
di spose of residual and ﬁrepared
sampl es, and sanples wth analysis
cancel | ed?

b. Are |ab wastes disposed of properly

such that no secondary pollution is

roduced by sanple analysis and the
ACE will "not be liable for any
pollution problems in the future?

Overal | Evaluation
a. Does the lab have sound technica
capability for HERB anal ysis?

to handle the contract |oad?

reported per nonth:

sanpl es?

d. Overall, is the lab acceptable for
HERB anal ysi s?

b. Does the | ab have approFriate capacity

Aver age nunber of sanples analyzed and

c. Could the lab handl e quick turnaround
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Is the M5 capable of scanning from 35 to
450 anmu every seven seconds or | ess?

I's tuning conpound, FC-43, used to verify
mass calibration?

Do the nmass spectra of BFP and DFTPP neet
all criteria before each batch of volatile
and semvolatile sanples is run?

Are standards containing all of the
anal ytes of interest analyzed to verify
response factors and update retention tine?

Is glassware for organics solvent rinsed or
heated to a m ninum of 300°C to vaporize
any organics in a nuffle furnace after
careful cleaning?

Is this high tenperature treatnent avoi ded
for volunetric glassware, glassware with
ground joints, or sintered glassware?

Is glassware sealed and stored in a clean
envi ronnment ?

Are magnetic tapes stored in a secure area?

Are extensive in-house replacenent parts
avai | abl e?

Are manufacturer’s operating nanuals
readily available to bench chem sts?

Is there a calibration protocol avail able
to the bench chem sts?

Are calibration results kept in a pernmanent
| ogbook?
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s a permanent |ogbook kept for each
instrument that sunmarizes instrunent
probl ens and servicing records?

Has the instrunent been nodified in any
way ?

Are the instruments properly vented?

Is a 5-point calibration used?

Are continuing calibration checks done on
a 12-hour basis?

Are system perfornmance response factors
checked on a 12-hour basis?

Are BFB and DFTPP tuning checks done on a
12-hour basis?

I's lowlevel method routinely used for
environnental soil/sediment sanples?

For tentatively identified conpounds, are

library searches done for the ten volatile
organics and the 20 semvolatile organics

of highest concentration?

Are surrogate recoveries run on each
sanpl e?

I's a corrective action taken if surrogate
recoveries exceed QC limts?

I's a nethod blank included with each batch
of sanmples and carried through the entire
preparation and analysis?

Is a lab duplicate run at a rate of 5% or
one per batch, whichever is greater?
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s a corrective action taken if matrix
spi ke recoveries exceed QC limts?

Is a spiked sanmple run at a rate of 5% or
one per batch, whichever is greater?

I's an LCS analyzed with every tenth sanple
or each batch?

Addi tional observations, comrents, or problens:
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Gener al

a.

Are witten SOPS avail abl e and adequate
for VOA sanple preparation/analysis?

Do these SOPS accurately reflect
procedures in use?

Are all target analytes, at a m ninmm
listed in Table 2 of Method 8240A
routinely analyzed at the |ab?

Are manufacturer's operating nanual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error wth
corrections witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

Are not ebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Technical Staff:

a.

Do bench chenists appear know edgeabl e
and experienced in operation of a
purge-and-trap and GC/ M5 system and in
Interpretation of chromatogranms and
mass spectra?

b. Are backup bench chem sts avail abl e?
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C.

Are bench chem sts' performance audited
and approved prior to work w thout
cl ose supervision by a senior chemst?

Apparatus and Facilities:

I's working space adequate and cl ean?

Does the [ ab have adequate air handling
system to avoid cross contanination of
sanpl es?

s a tenperature-progranmbl e gas
chromat ography equipped with a
purge-and-trap device avail able?

| s oven tenperature stable to +0.5°C or
better at desired setting?

Is a G colum of 6-ft x O1l-in ID

| ass, packed with 1% SP-1000 on
rbopack-B (60/80 mesh) or equivalent,

avai | abl e?

If an "equivalent" colum is in use,
has its ability to generate data of
accept abl e accuracy and precision been
dermonst rat ed?

Are enough sets of purge-and-trap
devices available for all sanples in an
anal ytical batch?

| s the nass spectronmeter capabl e of
scanning from 35 - 260 anu every three
seconds or less, wusing 70-volt electron
energy in the electron inpact node?

I's a conputer data system that allows
cont i nuous acquisitlon and storage on
machi ne-readabl e nmedia of all nass
spectra avail abl e?
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m

n.

s the nmost recent version of the EPA
Nl ST Mass Spectral Library avail able?

| s a permanent | ogbook kept for each
instrument that summarizes instrument
problens and servicing records?

I's sanple preparation conducted in a
hood?

Are anal ytical bal ance (0.0001 g) and
top |oading balance (0.01 g) avallable?

Are backup instruments avail abl e?

Reagent s:

a.

s reagent water used free from
interferents at the MDL of target
anal yt es?

Do reagent grade chem cals used conform
to the specifications of the Committee
on Anal ytical Reagents of the Anerican
Chem cal Society, where such
specifications are available?

For standard preparation, is a waiting
period of ten mnutes allowed for
dr¥|ng the al cohol -wetted surface
before neasuring the weight of methano
to the nearest 0.1 ng?

Are stock standards stored in bottles
with mninal headspace and Teflon-1ined
screw paﬁ at -10 to -20°C and protected
fromlight?

Are stock standards replaced after six
months, or sooner if conparison wth
check standards indicates a progranf
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Are stock standards for target analytes
of low boiling points (<30°C) and high
reactivity prepared fresh every two
mont hs or sooner?

Are secondary standards stored with
m ni mal headspace and check frequently
for degradation or evaporation?

Is 2 nL of GC/ M5 system tuning

standard, containing 25 ng/pL of

4- br omof | uor obenzene (BFB) 1n methano
injected or purged for hardware tuning?

Are method recomended surrogates,
t ol uene-d, 4- bronnfluorobenzene and
1, 2- dlchlgroethane . Spi ked into each
sanple under goi ng G/ VB anal ysi s?

Are net hod reconmended i nternal
standards, bronochl or onet hane,

1, 4-di chl orobenzene, and chl orobenzene-
d.or other conmpounds with retention
times simlar to the conpounds being
detected by GO Ms?

For the initial calibration, are
aqueous calibration standards, at a
m ni mum of five concentrations,

repared fresh and di scarded after one
our, unless properly sealed in a via
and stored at 4°C with no headspace
(up to one week)?

Are method recomrended nmatrix spike
standards (1, 1-dichloroethene, tri-
chl oroet hene, chl orobenzene, tol uene,
and benzene in methanol at 25 pg/nil)
avai | abl e?
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m Are all non-aqueous standard sol utions

stored at -10 to -20°C in screwcap
amber bottles wth Teflon |iners?

Are vol atile organic standards stored
in a separated freezer/refrigerator
from sanpl es or other standards?

|'s “purge-and-trap”, “pesticide
quality”, or equivalent methanol stored
away from other solvents?

Are all reagents and standards | abel ed,
dated, initialed, and docunented such
t hat conposition and expiration date
can be verified?

Sanmpl e Handling and Storage:

a.

Are vol atile organic sanples stored at
4°C in separate refrigerators from
ot her sanpl es?

Are | ow concentration volatile organic
sampl es stored separately from high
concentration volatile organic sanples?

Instrunment Calibration and M ntenance:

a.

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Is the trap of a purge-and-trap device
condi tioned overnight at 180°C in the
purge node with an inert gas flow of
at Teast 20 nl/mn?
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d. Prior to use, is the trap conditioned
daily for 10 m nutes while backfl ushing
at 180°C with the colum at 220°C?

e. |Is manufacturer’s reconmendations used
for conditioning of the purge-and trap
devi ce?

f. Initial Calibration:

(1) I's each GO MS system hardware-tuned
to meet the criteria for 50-ng
injection or purging of BFB prior
to sanple analysis?

Mass | on Abundance Criteria

50 15% to 45% of mmss 95

75 30% to 60% of nass 95

95 base peak, 100% relative
abundance

96 5% to 9% of mass 95

173 Ohto <2% of mass 174

174 >50% of nass 95

175 5% to 9% of nass 174

176 >95% but <101% of mass 174

177 5% to 9% of nmmss 176

(2) Is the initial calibration
performed with a mninumof five
concentration levels for each
target anal yte?

(3) Is one of the calibration standards
at a concentration near, but above,
t he MDL?

(4) Do concentrations of other
standards cover the expected
concentration ranges of real
sanmpl es or define the working range
of the detector?
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(5) Isa system performance check made

(6)

W th

f1ve System Performance Check

Conpounds (SPCCs) for a mnimal
average response factor (RF) of
0.300 for each SPPC (0.250 for
br onof orm ?

The

SPCCs are:

Chl or onet hane,

1, 1- Di chl or oet hane,

Br onof orm

1,1,2, 2-Tetrachl oroethane, and
Chl or obenzene.

Chl oromethane will be lost if
the purge flowis too fast.

Bromoform will be purged very
poorly if purge flow is too

sl ow.” Cold spots and/or active
sites may adversely affect
response.

Tet rachl or oet hane and

1, 1-di chl oroet hane are degraded
by contam nated transfer [ines
and/or active sites.

|'s percent relative standard
deviation for each Calibration
Check Compound (CCC), |ess than

30%

based on the RFs from the
initial calibration?
The CCCs are:
1, 1- Di chl or oet hene,
Chl orof orm
1, 2-Di chl or opr opane,
Tol uene,

Et hyl benzene, and
Vinyl chloride.
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g.

Daily Calibration:

(1)

(2)

I's each GO M5 system hardware-tuned
to neet BFB tuning criteria for
each 12-hour shift prior to sanple
anal ysi s?

Is the initial calibration curve
for each target analyte checked and
verified by checking SPCC and CCC
of a mdpoint calibration standard
every 12-hour shift?

Do the RFs of SPCCs neet the
initial SPCC criteria for each
12-hour shift?

I's the percent difference on RFs
| ess than 25% for any one CCC?

If the criteria in (3) and (4) are
not net, is corrective action taken
to solve possible problens such as
standard m xture degradation,
injection port inlet contamnation
contam nation at the front end of
the anal ytical colum, and active
sites in the colum or GC systenf

If no source of problem can be
determ ned after corrective action
has been taken, is a new 5-point
calibration generated?

Are the retention tinmes of the
internal standards in the check
calibration standard within 30
seconds fromthe last daily
calibration check (12 hour)?

| -158




EM 200-1-1

1 Jul 94
CHART 1-18
ORGANI C ANALYSIS BY GC/ Ms:  VOA (8240A) Page 9 of 18
| TEM YES COMVENT

(8) Is the response of the interna
standards in the check calibration
standard within a factor of two
(-50% to +100% fromthe last daily
calibration standard check (12
hour) ?

(9) If the criteria in (7) and (8) are
not net, is the mass spectroneter
I nspected and corrected?

(10) If corrections are nade, is
reanal ysis conducted for sanples
anal yzed while the system was
mal f uncti oni ng?

Sanpl e Preparation:

a.

Are purge-and-trap (Method 5030) used
for the extraction and injection of
standards and sanpl es?

Before initial use, is the trap
conditioned overnight at 180°C by back
flushing with an inert gas flow of at

| east 20 nmL per mnute?

Prior to daily use, is the trap
conditioned for 10 mnutes at 180°C
w th back flushing?

Sanpl e Anal ysis:

a.

Are all sanples and standard sol utions
allowed to warm to anbient tenperature
bef ore anal ysis?

Is the flow rate of helium purge
for best response for chloronethane and
bromof orn?  (»30-40 nlL per mnute)
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C.

I f a second analysis is needed from
sanple stored in a syringe, is the
anal ysis conpleted wthin 24 hours?

| s the purging chanber washed with two
5-mL flushes of reagent water or

met hanol followed by reagent water to
avoid carryover?

If the concentration of analytes in a
sanpl e exceeds the calibration ranges,
is the sanple diluted and reanal yzed?
(Diluted to upper half of curve.)

If sample dilution is needed, is an
al iquot of sanmple which is not |ess
than 1 nmL used for dilution and the
m xture only inverted and shake three
times to mnimze |o0ss?

s proper dilution conducted to keep
the response of the mmjor constituents
(previously saturated peaks) in the
upper half of the linear range of
calibration curve?

| s secondary ion quantitation used only
when there are sanple interferences
with primary ion quantitation?

Is there a nmethod blank analyzed after
a sanple that has saturated ions from a
compound?

If the blank is not free of
interferences, is the system cleaned
prior to resumng sanple analysis?
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Are sedinent/soil and waste sanpl es
screened by headspace (Method 3810) or
hexadecane extraction (Method 3820) to
det erm ne whet her the high-1evel nethod
shoul d be used?

|s the lowlevel nethod used for
sanpl es containing individual conpounds
of <1 ng/kg and the high-level nethod
used only for sanples wth an expected
concentration of >1 ng/kg?

Is a 5-g sanple used if the expected
concentration is <0.1 ng/kg or a |l-g
sanpl e for expected concentration
between 0.1 and 1 ng/kg?

I's a heated purge calibration curve
(40°C) prepared and used for the
quantitation of all lowlevel sedinent/
soi | sanpl es?

Do the standards and nethod bl ank for
hi gh-l evel nethod contain 100 pL of
met hanol to sinulate the sanple

condi tions?

Data Interpretations:

a.

Is the relative retention w ndow (RRT)
for each conmpound set at 0 06 RRT
units of the RRT of the standard
conpound anal yzed within the sane

12 hours as the sanple?

Are major ions in the standard nass
spectra at a relative intensity >10%
present in the sanple spectra?
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Do the relative intensities of the
maj or ions agree Wi thin 20% between the
standard and sanple spectra?

Are nol ecul ar ions present in the
reference spectrum al so present in
the sanple spectrunf

s the lab capable to conduct a
conputer library search to identify and
quantify tentatively identified
conpounds (TICs)?

Is the identification of TICS

determ ned only after visual conparison
of a sanple with the closest library
search?

I's the internal standard of nearest
retention tine of that of a given
conpound used for quantification?

d.

ity Control

Are all QC data maintained and
avai | abl e for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Are lab specific MOL and PQL
enpirically established and updated on
a sem annual |y basis?

Is the |ab sgecific PQL equal to or
| ower than the method specified PQ?
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e. Is a method blank run at a mninumrate
of 5% or one ger bat ch, whichever is
more frequent?”

f. To denonstrate that the |ab can
generate data of accegtable accurac¥
and precision, does the analyst perform
the follow ng operations?

(1) I's an LCS prepared wth standards
I ndependent from calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery calculated for each
target analyte using the four
results to check the system
per f or mance?

(3) If any individual standard
deviation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the nethod specified
range for accuracy, is the analysis
of actual sanples halted until the
systen1gerfornance iIs back in
control “

g. Does the lab routinely performmatrix
spi ke and either one nmatrix duplicate
or one matrix spike duplicate per batch
of no nore than 20 sanples? (If a lab
anal yzes one to ten sanples per nonth,
at |east one spiked sanple per nonth is
required.)
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(1)

(3)

(4)

[f, as in conpliance nonitoring,
the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
Is the spike at that regulator
limt or one to five tines higher
than the background concentration
whi chever concentration would be

hi gher ?

If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five tines higher
than the background concentration
whi chever concentration woul d be

hi gher ?

If it is not possible to determne
the background concentration, is
t he spi ke concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

For other matrices, is the spike
concentration at ten times the
estimated quantitation limt?

s the percent recovery for each
analyte in water sanples checked
with the method specified QC
acceptance criteria?
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(6) If the spike to background ratio is
l ess than 5:1, does the |ab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

h. Is the performance of purge-and-trap
anal ytical system and the
effectiveness of the method in dealing
wth sanple nmatrix nonitored by spiking
each sanple, standard, and blank wth
suer?ates whi ch enconpass the nethod
specified temperature range?

i. Are control limts for internal quality
control enpirically established and
updated on a regular basis?

j. Are lab's control limts for surrogates
within the method specified limts®

k. At a mininmum are surrogate recovery

limts updated annually on a matrix-by-
matrix basis?

|. Are the average percent recovery and
standard deviation of percent recovery
for each surrogate standard cal cul ated
once a mninum of 30 sanples of sane
matrix have been anal yzed?

m |s the method accuracy for each nmatrix
studi ed assessed and recorded after
the analysis of five spiked sanples?

n. Is the accuracy assessnent for each
anal yte updated after each five to ten
new accuracy neasurenents?

0. Are control charts for internal QC date

plotted and avail able to bench
chem sts?
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Are corrective actions of reanal ysis
or reextraction/reanalysis taken if
any surrogates for a sanple are out of
control limts?

a.

Dat a Package:

Does the length of storage tinme for all
sanple related information, including
chal n-of - cust ody, instrunent
calibration, sanple preparation and
analysis, etc., conply with regulatory
requi renents, organizational policy, or
project requirenents, whichever is nore
stringent? (It is recommended that
docunent ati on be stored for a m ni mum
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and neet the
USACE contract requirenments?

Are all raw data signed and dated by
the persons who performed the sanple
anal ysis and data review?

a.

Wast e Disposal :

Does the |ab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes di sposed of properly

such that no secondary pollution is
roduced by sanple analysis and the
ACE will not be liable for any

pollution problems in the future?
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Overall Eval uation:

a.

Does the |lab have sound technica
capability for VOA anal ysis?

Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples anal yzed and
reported per month:
Coul d the Iab handl e quick turnaround
sanpl es?

Overall, is the |ab acceptable for
VOA anal ysis?
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General :

a.

Are witten SOPs avail abl e and adequate
for BNA sanple preparation/analysis?

Do these SOPs accurately reflect
procedures in use?

Are all target analytes, at a m ninmum
[isted in Table 2 of Method 8270A
routinely analyzed at the |ab?

Are manufacturer's operating nanual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Arﬁ?all records witten in indelible
I nk?

Are all errors corrected by drawing a
single line through the error wth
correction witten adjacent to the
error, so that it remains |egible, and
initialed and dated by the responsible
I ndi vi dual ?

Are notebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

Technical Staff:

a.

Do bench chem sts appear know edgeabl e
and experienced in operation of a GJ M
sKstem and in interpretation of

chronmat ograms and mass spectra?

Are backup bench chem sts avail abl e?
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C.

Are bench chem sts' perfornmance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?

a.
b.

Apparatus and Facilities:

I's working space adequate and clean?

Are enough sets of separator funnels,
continuous liquid-liquid extractors,
Soxhl et extractors, and Kuderna-Danish
appar atuses avail able for sinultaneous
extraction of all batch sanples?

s a tenperature-programmbl e gas
chromat ography equi pped avail abl e?

|'s oven tenperature stable to +0.5°C or
better at desired setting?

Is the following GC colum avail abl e?

30-m x 0.25-mm ID (or 0.32-mm ID) |-pum
film thickness silicone-coated fused
silica capillary colum or equivalent.

If an “equivalent” colum is in use,
has its ability to generate data of
accept abl e accuracy and precision been
dermonstrat ed?

I's the mass spectrometer capabl e of
scanning from 35 - 500 amu every one
second or |ess, using 70-volt electron
energy in the electron inpact node?

I's a conputer data systemthat allows
continuous acquisition and storage on
machi ne-readabl e nedia of all nass
spectra avail abl e?
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s the nost recent version of the EPA
Nl ST Mass Spectral Library avail able?

|s a permanent |ogbook kept for each
instrument that summarizes instrument
problens and servicing records?

k. Has any instrument been nodified in any
way ?

. Is sanple preparation conducted in a
hood?

m Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) avallable?

n. Are backup instruments avail able?

Reagents:

a. |s reagent water used free from
interferents at the MDL of target
anal ytes?

b. Do reagent grade chem cals used conform
to the specifications of the Conmttee
on Analytical Reagents of the American
Chem cal Society, where such
specifications are avail abl e?

c. Are stock standards stored in bottles
wi th mni mal headspace and Teflon |ine
screw-cap at 4°C and protected from
light?

d. Are stock standards replaced after one

year, or sooner if conparison wth
check standards indicates a progranf
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s a GO/ M5 system tuning standard,
containing 50 ng/uL of decafluorotri-
phenyl phhosphi ne (DFTPP) in methyl ene
chloride, prepared?

Are method recommended surrogates,
henol-d ,, 2-fluorophenol, 2,4,6-tri-
ronophenol, nitrobenzene-d,, 2-fluoro-

bi phenyl, and d-terphenyl ,-d

into each sanple undergoing GO MS

anal ysi s?

Are nethod recommended internal
standards, 1, 4-dichl orobenzene-d,,
napht hal ene-d,, acenaphthene-d,,
phenant hrene-d,, chrysene-d,,, and
peryl ene-d,,or other conmpounds with
retentiontines simlar to the
conpounds (within £20% of interna
standards’) being detected by GO MS?

Are daily calibration standards, at
a mninmum of five concentrations,
stored at 4°C and freshly prepared
weekly or sooner if conparison with
check standards indicates a problen?

Are method recomended matri x spi ke
standards (pentachl orophenol, phenol,
2-chl orophenol, 4-nitrophenaol,

4-chl or o- 3- net hyl phenol, |,2,4-tri-
chl or obenzene, acenaphthene, pyrene,
2,4-dinitrotoluene, N-nitroso-di-n-
propyl am ne, and 1, 4-dichl orobenzene)
I n methanol avail abl e?

Are all non-aqueous standard sol utions
stored at -1CC to -20°C in screwcap
anber bottles with Teflon liners?
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k. Are “pesticide quality” or equival ent
nmet hanol stored away from ot her
sol vent s?

|. Are all reagents and standards | abel ed,
dated, initialed, and documented such
t hat conposition and expiration date
can be verified?

Sampl e Handling and Storage:

a. Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and analyzed wthin 40 days
from extraction?

b. Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?

c. Are all sanples and sanple extracts
stored in the dark at 4°C?

Instrunment Calibration and M ntenance:

a. |Is there a calibration protocol
readily available to bench chem sts?

b. Are calibration results kept in
per manent | ogbooks?

c. Initial Calibration:

(1) Iseach GO/ M5 system hardware-tuned
to meet the criteria for 50-ng
injection or purging of DFTPP prior
to sanple analysis?
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Mass | on _Abundance Criteria
51 30% to 60% of nass 198
68 <2% of mass 69
70 <2% of mass 69
127 40% to 60% of mmss 198
197 <1% of mass 198
198 Base peak, 100% rel ative
abundance
195 5% to 9% of mass 198
275 10% to 30% of mass 198
365 >1% of mass 198
441 Present but |ess than mass 443
442 >40% of nass 198
443 17% to 23% of nmss 442

(2)

Does the DFTPP tuning standard al so
contain 50 n%/uL each of 4,4'-DDT,
pent achl orophenol, and benzidine to
verify injection port inertness and
GC columm perfornmance?

(<20% of DDT degradation and no
visible peak tailing for benzidine
and pentachl orophenol .)

s the initial calibration
performed with a mninumof five
concentration levels for each
target analyte?

Is one of the calibration standards
at a concentration near, but above,
t he MDL?

Do concentrations of other
standards cover the expected
concentration ranges of real

sanmpl es or define the working range
of the detector?
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(6)

(7)

Is a system performance check nade
with four System Performance Check
Conpounds (SPPCs) for a mnimal
average response factor (RF) of
0.050 for each conpound?

The SPCCS are: _
N-ni troso-di - n-propyl am ne
hexachl or ocycl opent adi ene,
2, 4-di ni trophenol, and
4-ni trophenol .

(a) Degradation of DDT to DDE and
shoul d not exceed 20%

(b) Benzidine and pentachl or ophenol
shoul d be present at their
nornmal responses, and no peak
tailing should be visible.

|'s percent relative standard
deviation for each Calibration
Check Compound (CCC), |ess than
30% based on the RFs fromthe
initial calibration?

The CCCs are:
4-ch|oro—3-nEthyIPhenoI,
2, 4-di chl or ophenol ,
2-ni trophenol ,
phenol ,
pent achl or ophenol ,
2,4, 6-trichlorophenol,

acenapht hene,

1, 4-di chl or obenzene,
hexachl or obut adi ene,

N-ni troso-di - n- phenyl am ne
di - n-oct yl pht hal at e,

f | uor ant hene,
benzo(a) pyr ene.
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d.

Daily Calibration:

(1)

(2)

(3)

(4)
(5)

(6)

(7)

|s each GO M5 system hardware-tuned
to meet DFTPP tuning criteria for
each 12-hour shift prior to sanple
anal ysi s?

Is the initial calibration curve
for each target analyte checked and
verified by checking SPCC and CCC
of a mdpoint calibration standard
every 12-hour shift?

Do the RFs of SPCCs neet the
initial SPCC criteria for each
12-hour shift?

Is the percent difference on RFs
| ess than 30% for any one CCC?

If the criteria in (3) and (4) are
not nmet, is corrective action taken
to solve possible problems such as
standard m xture degradati on,
injection port inlet contam nation
contam nation at the front end of
the anal ytical columm, and active
sites in the colum or GC systenf

If no source of problem can be
determ ned after corrective action
has been taken, is a new five-point
cal i bration generated?

Are the retention times of the

internal standards in the check
calibration standard within 30

seconds from the last daily

cal i bration check (12 hours)?
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(8)

(9)

(10)

|'s the response of the internal
standards in the check calibration
standard within a factor of two
(-50% to +100% fromthe last daily
cal i bration standard check (12
hours) ?

If the criteria in (7) and (8) are
not net, is the mass spectroneter
i nspected and corrected?

If corrections are nade, is
reanal ysis conducted for sanples
anal yzed while the system was
mal functi oni ng?

I's the retention tine w ndow
established with three injections of

al |

target anal ytes throughout the

course of a 72-hour period?

I's the retention tinme w ndow checked on
a quarterly basis or whenever a new GC
colum is installed?

Sanmpl e Preparation

a.

Are

sanpl es extracted by Methods 3510,

3520, 3540, 3550, or 3580 prior to
anal ysi s?

Are

proper extract cleanup nethods

routinely used prior to analysis?

I's direct injection used only for
sanples with concentrations In excess
of 10,000 pg/L?
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a.

Sanpl e Anal ysis:

I's the extract screened on a GC/FID or
GC/ PID using the same type of capillary
colum to mnimze contam nation of

GC/ M5 system from unexpect ed hi gh
concentrations of organic conmpounds?

I'f the concentration of analytes in a
sanmpl e exceeds the calibration ranges,
Is the sanple diluted and reanal yzed?

Is additional internal standard added
to the diluted extract to maintain the
required 40 ng/uL of each interna
standard in the extract volune?

|'s secondary ion quantitation used only
when there are sanple interferences
wth primary ion quantitation?

I's there a nethod blank analyzed after
a sanple that has saturated 1ons froma
conpound?

|f the blank is not free of
interferences, is the system cl eaned
prior to resumng sanple analysis?

a.

b.

Data Interpretations:

Is the relative retention w ndow (RRT)
for each conpound set at 0.06 RRT
units of the RRT of the standard
conpound anal yzed within the same

12 hours as the sanple?

Are major ions in the standard nass
spectra at a relative intensity >10%
present in the sanple spectra?
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C.

Do the relative intensities of the
maj or ions agree W thin 20% between the
standard and sanple spectra?

Are nol ecul ar ions present in the
reference spectrumal so present in the
sanpl e spectrun?

Is the lab capable to conduct a
conputer library search to identify and
quantify tentatively identified
conpounds (TICs)?

|s the identification of TICs

determ ned only after visual conparison
of a sanple with the closest library
search?

I's the internal standard of nearest
retention tine of that of a given
conpound used for quantification?

ity Control

Are all QC data maintained and
avai | able for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Are | ab specific MDL and PQL
enpirically established and updated on
a sem annual |y basis?

I's the |ab s%ecific PQL equal to or
| ower than the method specified PQ?

I's a nmethod blank run at a minimmrate
of 5% or one per batch, whichever is
more frequent?
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and
t he

(1)

(2)

(3)

(1)

f. To denonstrate that the lab can
generate data of acceﬂtable accuracy

precision, does the analyst perform
foll owi ng operations?

Is an LCS prepared with standards
i ndependent from calibration
standards anal yzed for each batch?

Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery cal cul ated for each
target analyte using the four
results to check the system

per for mance?

| f any individual standard
deviation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the method specified
range for accuracy, is the sanple
analysis halted until the system
performance is back in control?

g. Does the lab routinely performmatrix
spi ke and either one matrix duplicate
or one matrix spike duplicate per batch
of no nore than 20 sanples? (If a lab
anal yzes one to ten sanples per nonth,
at | east one spi ked sanple per nonth
IS required.)

If the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
Is the spike at that regulator
limt or one to five tines higher
than the background concentration
whi chever concentration would be

hi gher ?
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(2) If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
spi ke at the sane concentration as
the LCS or one to five times higher
than the background concentration,
whi chever concentration woul d be
hi gher ?

(3) If it is not possible to determ ne
t he background concentration, is
the spike concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

(4) For other nmatrices, is the spike
concentration at 10 times the
estimted quantitation [imt?

(5) Is the percent recovery for each
analyte in water sanples checked
with the method specified QC
acceptance criteria?

(6) If the spike to background ratio is
less than 5:1, does the |ab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

h. Is the performance of sanple
extraction, analytical system and the
effectiveness of the nethod in dealing
with sanple matrix nonitored by spiking
each sanple, standard, and blank with
surrogates which enconpass the nethod
specified tenperature range?
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Are control limts for internal quality
control enpirically established and
updated on a regular basis?

Are lab's control limts for surrogates
within the nethod specified limts®

At a mninmum are surrogate recovery
limts updated annually on a matrix-by-
matrix basis?

Are the average percent recovery and
standard devi ati on of percent recovery
for each surrogate standard cal cul ated
once a mninum of 30 sanples of sane
matrix have been anal yzed?

| s the nethod accuracy for each matrix
studi ed assessed and recorded after
the analysis of five spiked sanples?

|'s the accuracy assessnent for each
anal yte updated after each five to ten
new accuracy measurenents?

Are control charts for internal QC data
plotted and avail able to bench
chem sts?

Are corrective actions of reanalysis
or reextraction/reanalysis taken if
any surrogates for a sanple are out of
control limts?
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Dat a Package:

a.

Does the length of storage time for al
sanple related information, including
chal n-of -custody, instrument

cal i bration, sanple preparation and
anal ysis, etc., conmply with regulatory
requi rements, organizational policy, or
proj ect requirenents, whichever is nore
stringent (It is recommended that
docunment ation be stored for a m nimum
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and nmeet the
USACE contract requirenents?

Are all raw data si?ned and dated by
t he persons who performed the sanple
anal ysis and data review?

Wast

e Disposal:

Does the [ab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes di sposed of properly
such that no secondary pollution is
produced by sanple analysis and the
USACE wi I | not be liable for any
pollution problems in the future?

Overall Eval uation:

a.

Does the lab have sound technica
capability for BNA anal ysis?
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b. Does the |ab have appropriate capacity
to handle the contract |oad?
Aver age nunmber of sanples anal yzed and
reported per nmonth

c. Could the Iab handl e quick turnaround
sanpl es?

d. Overall, is the |ab acceptable for
BNA anal ysi s?

Addi tional observations, comrents, or problens:
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Is a HRGC LRVS system avail able for Method
82807

Does the lab have a HRGC/ HRVS systenf

I's the colum oven tenperature
progr anmabl e?

Is the GC colum 60-mlong x 0.025-cm ID
glass or fused silica, coated with a 0.2
mcron film of SP-23307?

I's the M5 low or high resolution with an
ion source of 70 volts (normnal)?

Is a data systeminterfaced with the mass
spectroneter?

s the nmass spectrometer capable of
selected ion nonitoring (SIM?

| f operating conditions such as GC col um
have changed, has the acceptance criteria
for the start up QC been net?

Awgoall sanpl es preserved by cooling at
4° C:

Are all sanples extracted within seven days
of collection and anal yzed within 40 days?

Is the standard 2,3,7,8-TCDD avail abl e?

Is |abeled 2,3,7,8-TCDD avail abl e (either
*Cl,or 'C,) ?

Is a record of standard preparation
avai | abl e?

Are stock standard solutions stored in
Tefl on seal ed screw cap bottles, at 4°C
protected from light?
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Are stock standard solutions prepared fresh
every six nonths?

Is a standard curve avail abl e?

I's a method blank included with each sanple
batch and carried through the entire
preparation and anal ysis?

Is a lab duplicate run at a rate of 5% or
one per batch, whichever is greater?

Is a spiked sample run at a rate of 5% or
one per batch, whichever is greater?

I's an LCS analyzed with every tenth sanple?

Are results for LCSs charted?

Are control |imts for LCSs established?

Are charts for LCSs current?

Are results for spiked sanple charted?

Are control limts established for spiked
sanpl es?

Are charts for spiked sanples current?

Is a tenperature controlled (£2°C) hot
wat er bath avail abl e?
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Ceneral :
a. Are witten SOPs available and adequate

for PAH sanple preparation/analysis?

Do these SOPs accurately reflect
procedures in use?

Are manufacturer's operating manual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

Are not ebooks reviewed, initialed, and
dated by supervisors on a regular
basi s?

a.

Technical Staff:

Do bench chem sts appear know edgeabl e
and experienced in operation of an HPLC
and interpretation of chromatograns?

Are backup bench chem sts avail abl e?
Are bench chem sts’ performance audited

and approved prior to work w thout
cl ose supervision by a senior chemst?
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Apparatus and Facilities:

a.
b.

I's working space adequate and clean?

Are enough sets of separator funnels,
continuous liquid-liquid extractors,
Soxhl et extractors, and Kuderna-Danish
appar atuses avail able for sinultaneous
extraction of all batch sanples?

I's an HPLC equi pped with a punp capable
of achieving 4,880 psi avaiPagPe?

Can the punp produce a gradient?

Is a fluorescence detector for
excitation at 280 nm and emi ssion
greater than 389 nm cutoff avail abl e?

I's a W detector at 254 nm coupled to
the fluorescence detector avail able?

I's a reverse phase colum, HC ODS Si-X,
5-micron particle size dianeter, in

a 250-mm x 2.6-mm ID SS col um or

equi val ent avail abl e?

|f an “equivalent” colum is in use,
has its ability to generate data of
accept abl e accuracy and precision been
denonstr at ed?

|s a permanent |ogbook kept for each
instrument that summarizes instrument
problens and servicing records?

Has any instrunent been nodified in any
way ?
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k. Are analytical balance (0.0001 g) and
top |oading balance (0.01 g) avallable?
|. Are backup apparatus avail able?
Reagent s:
a. |s reagent water used free from
interferents at the MDL of target
anal ytes?
b. Do reagent grade chem cals used conform
to the specifications of the Conmttee
on Anal ytical Reagents of the American
Chenmi cal Society, where such
specifications are available?
c. Is “HPLC grade” or equivalent solvent,
acetonitrile, used for PAH anal ysis?
d. Are all reagents and standards | abel ed,

dated, initialed, and docunented such
t hat conposition and expiration date
can be verified?

a.

Sanpl e Handling and Storage:

Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and anal yzed wthin 40 days
from extraction?

Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?

Are all sanples and sanple extracts
stored in the dark at 4°C?
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Instrunment Calibration and M ntenance:

a.

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Are stock standards stored in bottles
with Teflon-lined screw caps or crinp
tops at 4°C and protected from light?

Are stock solutions replaced after one
year, or sooner if conparison with
check standards indicates a problenf

Are working standards replaced after
six nmonths or sooner, if conparison
wi th check standards indicates a

pr obl enf

Is an initial calibration perforned
with a mninumof five concentration
| evel s for each target analyte?

I's one of the calibration standards at
a concentration near, but above, the
VDL ?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Is a linear calibration curve with a
correlation coefficient > 0.995 prepared
for each anal yte?
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j. Is an average calibration factor used
only when the percent relative standard
deviation of the calibration factor is
| ess than 20% over the working range?

k. Is the calibration curve or factor
verified at the beginning and end of
each anal ysis sequence wth a
m d-concentration standard?

|. I's a new calibration curve prepared for
any target analyte when the response
for the target analyte varies fromthe
predicted response by nore than 15%

m |s the retention time w ndow
established with three injections of
all target anaIKtes t hroughout the
course of a 72-hour period?

n. Is the retention time w ndow checked on
a quarterly basis or whenever a new CC
colum is installed?

Sanpl e Preparation:

a. Are aqueous sanples extracted at a
neutral, or as i1s, pH wth methylene
chloride, using Method 3510 or 35207

b. Are solid sanples extracted using
ei ther Method 3540 or 35507?

c. Is the entire aqueous sanple consuned
for analysis and no analysis perforned
on aliquots of sanples?

d. I's the sanple bottle rinsed with
extraction solvent and the rinsate
conbined with extract?
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Is the extraction solvent exchanged to
acetonitrile and concentrated to 1 nL
w t h Kuder na- Dani sh appar at uses and

m cr o- Snyder colum prior to HPLC

anal ysi s?

Is the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sampl e Anal ysi s:

a.

Is the HPLC elution isocratic with
acetonitrile/water (4:6 by volune) for
five mnutes, then linear gradient to
100% acetonitrile for 25 m nutes?

Is a daily calibration performed wth
a md-concentration standard prior to
anal ysi s?

Are daily retention w ndows established
for each analyte prior to sanple
anal ysi s?

If the peak areas/heights exceed the
linear range of the system is the
extract diluted and reanal yzed?

I s peak hei ght neasurenent used for
guantitation when overl appi ng peaks
caused errors in area integration?

©
o

ity Control:

Are all QC data maintained and
avai l able for easy reference and
i nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?
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c. Is alab specific MOL enpirically
established and updated on a
sem annual 'y basis?

d. Is the lab sgecific MDL equal to or
| ower than the nmethod specified ML?

e. Is a method blank run at a minimumrate
of 5% or one per batch, whichever is
nmore frequent?

f. To denonstrate that the lab can
generate data of acceﬁtable accuracy
and precision, does the analyst perform
the follow ng operations?

(1) I's an LCS prepared with standards
I ndependent from calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery cal cul ated for each
target analyte using the four
results to check the system
per f or mance?

(3) If any individual standard
devi ation of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the method specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?

g. Does the matrix spike solution contain
all target analytes?
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h. Does the lab routinely performmatrix
spi ke and either one matrix duplicate

or
of

(1)

one matrix spike duplicate per batch
no nore than 20 sanpl es?

[f, as in conpliance nonitoring,
the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
Is the spike at that regulatory
limts or one to five tinmes higher
than the background concentration,
whi chever concentrati on woul d be
hi gher ?

If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five times higher
than the background concentration
whi chever concentration woul d be

hi gher ?

If it is not possible to determne
the background concentration, is
the spike concentration

- the regulatory limt, if any; or

- the larger of either five tines
the expected background or LCS
concentrations?

For other matrices, is the spike
concentration at 20 times the
estimted quantitation limt?

I's the percent recovery for each
analyte in water sanples checked
with the method specified QC
acceptance criteria?
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(6) If the spike to background ratio is
l ess than 5:1, does the lab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

Does the |lab use one or two anal ytes
whi ch are not expected to be presented
in the sanple as surrogates? Ag.g”
decaf | uor obi phenyl or ot her PAHs which
enconpass the retention tine ranges.)

Are the average percent recovery and
standard deviation of percent recovery
for each surrogate standard cal cul at ed
when surrogate data from 25 to 30
sanples for each matrix is available?

Are control limts for each surrogate
in a given matrix calculated based on
the above data?

At a mninum are surrogate recovery
limts updated annually on a matrix-by-
matrix basis?

Are corrective actions of reanal ysis
or reextraction/reanalysis taken if
surrogate(s) for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and available to operators?

Are control limts for internal guality
control enpirically established and
updated on a regular basis?
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Data Package:

a.

Does the length of storage tine for al
sanple related information, including
chal n-of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi renments, organizational policy, or
project requirenents, whichever is nore
stringent? (It is recommended that
docunent ation be stored for a m ni num
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and nmeet the
USACE contract requirenents?

Are all raw data si?ned and dated by
t he persons who performed the sanple
anal ysis and data review?

Waste Disposal:

a.

b.

Does the |ab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes disposed of properly

such that no secondary pollution is
roduced by sanple anal ysis and the
ACE wi Il not be liable for any

pollution problems in the future?

Overall Eval uation:

a.

Does the |lab have sound technica
capability for PAH anal ysis?
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b.

Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples analyzed and
reported per month:
Coul d the lab handl e quick turnaround
sanpl es?

Overall, is the lab acceptable for
PAH anal ysi s?

Addi tional observations, comments, or problens:
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Cener al :
a. Are witten SOPs avail abl e and adequate

for explosives sanple preparation and
anal ysi s?

Are the SOPs consistent with the EPA s
draft SW846 Method 8330, Revision O,
November 19927

Do these SOPs accurately reflect
procedures in use?

Are manufacturer's operating nmanual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

Are not ebooks reviewed, initialed, and
dated by supervisors on a regul ar
basi s?

Technical Staff:

a.

Do bench chenists appear know edgeabl e
and experienced in oPerat|on of an HPLC
and interpretation of chromatograns?

Are backup bench chem sts avail abl e?
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C.

Are bench chem sts? performance audited
and approved prior to work w thout
cl ose supervision by a senior chemst?

a.
b.

Apparatus and Facilities:

I's working space adequate and clean?

I's an HPLC equi pped with a punp capable
of achieving 4,000 psi, a 100 pL | oop
injector, and 254-nm W detector
avail abl e?

s the detector capable to achieve a
stabl e baseline at 0.001 absorbance
units full scale?

Are the follow ng HPLC col ums
avai | abl e?

(1) C- 18 reverse phase HPLC col umn,
25-cm x 4.6-mm (5-pm), Supelco
LC-18 or equivalent?

(2) CN reverse phase HPLC colum, 25-cm
X 4.6-cm (5-pm), Supelco LCCN or
equi val ent ?

If an “equivalent” colum is in use,
has its ability to generate data of
acceptabl e accuracy and precision been
denonst r at ed?

I's the HPLC col um tenperature
controlled? If not, is special care
taken to ensure that tenperature shifts
do not cause peak msidentification?

s a permanent |ogbook kept for each
instrument that sunmarizes instrument

problems and servicing records?
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j

k.

Has any instrunent been nodified in any
way ?

Are anal ytical balance (0.0001 g) and
top | oading balance (0.01 g) available?

Is a tenperature controlled ultrasonic
bath avail abl e?

Are backup apparatus avail abl e?

Reagent s:

a.

I's reagent water used free from
interferents at the MDL of target
anal yt es?

Do reagent grade chem cals used conform
to the specifications of the Committee
on Anal ytical Reagents of the Anerican
Chem cal Society, where such
specifications are avail able?

Are “HPLC grade” or equivalent solvents
used for explosives analysis?

I's sodium chloride stored in glass
cont ai ner ?

Are all solvents stored in glass
containers and transferred with all
gl ass systenf?

Does the |ab have calibration standards
for all nmethod specified target
anal yt es?

Are all reagents and standards | abel ed,
dated, initialed, and docunented such
t hat conposition and expiration date
can be verified?
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a.

Sampl e Handling and Storage:

Are aqueous sanples stored at 4°C, and
extracted within seven days from
collection and analyzed wthin 40 days
from extraction?

Are soil sanples stored at 4°C, and
extracted within 14 days from
collection and analyzed within 40 days
from extraction?

Are all sanples and sanple extracts
stored in the dark at 4°C?

a.

Instrunment Calibration and M ntenance:

I's there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Are solid anal yte standards dried to
constant wei ght in a vacuum desi ccat or
in the dark prior to use?

Are stock standard solutions stored in
refrigerator at 4°Cin the dark and
repl aced after one year or sooner, if
conparison wth check standards

i ndi cates a problen?

Are intermediate standard sol utions
prepared in acetonitrile for both
water and soil sanples?

Are internediate standard sol utions
stored in refrigerator at 4°C in the
dark and replaced after six nonths or
sooner, if conparison wth check
standards indicates a problenf

| -202




EM 200-1-1

1 Jul 94
CHART [ -22
ORGANI C ANALYSI S BY HPLC: EXPLOSI VES (8330) Page 5 of 12
| TEM YES COMMENT

g. Are standards for |ow |evel nethods and
wor ki ng standards prepared fresh on the
gaylgg calibration and stored in the

ar k~

h. Is a5 g/L calciumchloride solution
added to each working standard?

i. Is one of the calibration standards at
a concentration near, but above, the
VDL?

j. Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

k. Is an initial calibration performed
with a mninmmof five concentration
| evel s for each target analyte?

| . Does the initial calibration contain
triplicate injections of each
cal 1 bration standard?

m Is the response factor for each analyte
taken as the slope of the best-fit
linear regression line with correlation
coefficient > 0.995?

n. Is the calibration curve or factor
verified with, at a mninmm a mdpoint
calibration standard in triplicate at
the beginning of the day, singly at the
m dpoi nt of the run and after the |ast
sanple of the day, assuming a sanple
group of ten or |ess?

0. Is an additional md-level standard
checked after each ten sanples in the
anal ytical batch?
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Is a new calibration curve prepared for
any target analyte when the response
factors for the daily calibrations
vary fromthe initial response factors
by nmore than 15%

Is the retention time w ndow
established with three injections of
two standard m xtures, (1) HW, RDX
135-TNB, 13-DNB, NB, 246-TNT, and
24-DNT, and (2) Tetryl, 26-DNT, 2-NT,
3-NT, and 4-NT, through the course of a
72-hour period?

I's the retention tinme w ndow checked on
a quarterly basis or whenever a new
HPLC colum is installed?

s the retention tine for each analyte
n the daily md-concentration standard
sed as the m dpoint of the w ndow for

I
[
u
that day?

a.

Sanmpl e Preparation:

Are ﬁrocess wast e sanples screened with
the high-level nethod to determne if
the [owlevel nethod (1-50 pg/L) is
required?

|s lowlevel nethod routinely used for
most groundwat er sanpl es?

Are soil sanples dried in air at room
tenperature or colder to a constant
wei ght wi t hout exposure to direct
sunlight?

Are dried soil sanples ground and
honogeni zed to pass a 30 mesh sieve?
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Are soil sanples extracted in a cool ed
ultrasonic bath (<30°C) for 18 hours?

s a salting-out procedure used for
extraction and concentration of water
sanpl es?

Is the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sanpl e Anal ysi s:

a.

Does the nobile phase consist of 50/50

(v/v) nmethanol/organic-free reagent
wat er ?

Are peak heights used for quantitation
of target analytes? (Peak height is
recommended to inprove the
reproducibility of low |level sanples.)

Are all positive neasurements observed
on the G 18 colum confirnmed with the
CN col um?

d.

ity Control

Are all QC data maintained and
avai | abl e for easy reference and
| nspection?

|s a three-level data review carried
out within the lab prior to data
rel ease?

Is a lab specific ML enpirically
established and updated on a
sem annual 'y basis?

s the |ab s%ecific MDL equal to or
| ower than the method specified ML?
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Is a method blank run at a mninmmrate
of 5% or one per batch, whichever is
more frequent?

To denonstrate that the |ab can
generate data of acceptable accuracy
and precision, does the analyst perform
the follow ng operations?

(1) Is an LCS prepared with standards
I ndependent from calibration
standards anal yzed for each batch?

(2) Are replicate aliquots (at |east
four) of LCS analyzed, and average
recovery and standard deviation of
the recovery cal cul ated for each
target analyte using the four
results to check the system
per f or mance?

(3) If any individual standard
devi ati on of recovery exceeds the
met hod specified precision limts
or any individual average recovery
falls outside the nethod specified
range for accuracy, is the analysis
of actual sanples halted until the
system performance is back in
control ?

Does the matrix spike solution contain
at |least one isonmer of all target
anal yt es?

Does the lab routinely performmnatrix
spi ke and either one matrix duplicate
or one matrix spi ke duplicate per batch
of no nore than 20 sanpl es?
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(1) If, as in conpliance nonitoring,

the concentration of a specific
anaIKte in the sanple is being
checked against a regulatory limt,
Is the spike at that regulatory
limts or one to five times higher
than the background concentration
whi chever concentrati on woul d be
hi gher ?

If the concentration of a specific
analyte in a water sanple is not
checked against a limt, is the
5ﬁ|ke at the same concentration as
the LCS or one to five tinmes higher
than the background concentration
whi chever concentrati on woul d be

hi gher ?

If it is not possible to determne
the background concentration, is
the spike concentration

- the regulatory limt, if any; or

- the larger of either five times
the expected background or LCS
concentrations?

For other matrices, is the spike
concentration at 20 tines the
estimated quantitation limt?

|'s the percent recovery for each
analyte in water sanples checked
with the method specified QC

acceptance criteria?
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(6) If the spike to background ratio is
l ess than 5:1, does the |ab use
optional QC acceptance criteria
calculated for the specific spike
concentration?

Does the [ab use one or two anal ytes
whi ch are not expected to be presented
in the sanple as surrogates?

Are the average percent recovery and
standard deviation of percent recovery
for each surrogate standard cal cul ated
when surrogate data from25 to 30
sanples for each matrix is available?

Are control limts for each surrogate
in a given matrix calculated based on
the above data?

At a mnimum are surrogate recovery
limts updated annually on a matrix-by-
matrix basis?

Are corrective actions of reanal ysis
or reextraction/reanalysis taken if
surrogate(s) for a sanple are out of
control limts?

Are control charts for internal QC data
plotted and available to operators?

Are control limts for internal quality
control enpirically established and
updated on a regular basis?
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Data Package:

a.

Does the length of storage time for all
sanple related information, including
chal n-of - cust ody, instrument
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi renments, organizational policy, or
project requirements, whichever is nore
stringent? (It is reconmended that
docunent ati on be stored for a m ni num
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and neet the
USACE contract requirenents?

Are all raw data si?ned and dated by
t he persons who performed the sanple
anal ysis and data review?

Wast

e Disposal:

Does the |ab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes disposed of properly

such that no secondary pollution is
roduced by sanple analysis and the
ACE wi Il not be liable for any

pollution problems in the future?

Overall Eval uation:

a.

Does the |ab have sound technica
capability for explosives analysis?
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Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples anal yzed and
reported per nonth:

Coul d the Iab handl e quick turnaround
sanpl es?

Overall, is the lab acceptable for
expl osi ves anal ysi s?

Addi

tional observations, comments, or problens:
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Ceneral :
a. Are witten SOPs avail able and adequate
for sanple preparation?
h. Do these SOPs accurately reflect
procedures in use?
c. Are all sanple preparations conducted
in a hood?
d. Are a group of sanples (up to a maxi mum

of 20) which behave simlarly with
resFect to the procedures being

enpl oyed and which are processed as a
unit with the sane nethod sequence and
the same |ots of reagents and with the
reagents and with the manipulations
mani pul ati ons conmon to each sanpl es
within the same time period or in
continuous sequential tine periods
considered as a batch?

Are the following lab interna
sanpl es prepared for each batch of
sanpl es?

(1) Method bl anks?

(2) Matrix spikes?

(3) Matrix spike duplicates?

(4) Matrix duplicates?

(5) Laboratory control sanples?

If the quantity of field sanples is not
sufficient for internal QC analyses,
are bl ank spi ke/ bl ank spi ke duplicate

or duplicate |aboratory control sanple:
anal yzed?
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Are the rates of internal QC sanples
consistent with nethod requirenents or,
at a mninmum 5% per batch of no nore
than 20 samples with simlar matrix,
whi chever is greater?

I's the appropriateness of a particular
preparation for a specific sanmple type
determ ned by the conpleteness of
extraction and by spike recoveries?

Are | ogbooks for sample preparation
used and well naintained?

Are pernanent|y bound notebooks with
consecutively nunbered pages used?

s a unique serial nunber clearly
di spl ayed on each notebook?

Are critical times entered in |ogbooks?

Are spiking solutions traceable to
NI ST or other reliable standards?

Are spi king solutions |abeled properly
with date of preparation, conposition,
concentration, and identity of
preparer?

Have entries been nade in pernmanent
fashion and corrections made w thout
obliterating original entries?

Are corrections reviewed and initialed
by a supervisor?

Does the | ogbook of sanple preparation
contain the follow ng information?

(1) Date/time?
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2) Sanple ID nunber?

3) Sanple preparer?

4) Matrix noted?

5) Spiking standards?

(6) Pretreatnent?

(7) Vol une/ wei ght of sanple?
(8) Final vol une?

(9) Preparation nethods?

Acid Digestion of Mercury Sanples for CVAA

a.

Are mercury in liquid sanples prepared
according to Method 74707

Are mercury in solid or semsolid
sanpl es prepared according to Method
74717

Are all blanks, spiked sanples, and
Iaborator% control sanples carried
through the sane digestion process?

Aci d Digestion of Aqueous Sanples for FLAA
and | CP (Method 3005A):

a.

s this digestion used to prepare
surface and ground water sanples for
analysis of total recoverable netals
and dissolved nmetals by FLAA and | CP?

For dissolved nmetals, is the sanples
filtered through a 0.5-um filter at the
time of collection, prior to
acidification with nitric acid?
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Are sanples digested with a m xture of
concentrated nitric acid and
hydrochl oric acid?

I's the sanple heated at 90 to 95°C to
avoid boiling and loss of antinony?

Is filtration of digestate done only
there is concern of insoluble materials
may clog the nebulizer?

Are the reagent water, nitric acid,
and hydrochloric acid nonitored to
determne levels of inpurities?

Are all nethod bl anks, spiked sanples,
and | aboratory control sanples carried
t hrough the sanme digestion process?

a.

Acid Digestion of Agqueous and Extract
Sampl es for FLAA and | CP (Method 3010A):

I's this digestion used to prepare
aqueous sanples, TCLP extracts, and
wastes that contain suspended solid for
?E%Lysis of total netals by FLAA and

Are sanpl es digested with concentrated
nitric acid?

After the digestion Is conplete, is the
sanple warmed with 1:1 hydrochloric
acid to dissolve any precipitate or
resi due?

Is filtration of digestate done only
there is concern of insoluble materials
may clog the nebulizer?
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e. Are the reagent water, nitric acid,
and hydrochloric acid nonitored to
determne levels of inpurities?

f. Are all nethod bl anks, spiked sanples,
and | aboratory control sanples carried
t hrough the sanme digestion process?

g. |s the use of this digestion method
avoi ded when sanples are to be anal yzed
by the GFAA technique?

Acid Digestion of Agqueous and Extract
Sampl es by GFAA (Method 3020A)

a. Is this digestion used to prepare
aqueous sanples, TCLP extracts, and
wast es that contain suspended solid for
analysis of total metals by GFAA?

b. Is the digestion based on the use of
nitric acid al one?

c. Are the reagent water and nitric acid
monitored to determne |evels of
I mpurities?

d. Are all nethod bl anks, spiked sanples
and |aboratory control sanples carried
t hrough the same digestion process?

e. Are aqueous sanples of arsenic and
sel enium prepared according to Methods
7060 and 7740, respectively?

Acid Digestion of Ols, Geases, or \Waxes
| CP (Method 3040):

a. |Is the use of this preparation nethod
limted to sanples being analyzed only
for Sb, Be, Cd, Cr, Cu, Fe,
and V?
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I's xylene or nmethyl isobutyl ketone
used as the solvent in this nethod?

Are organic netallic standards used?

Are met hod bl anks (e.g., Conostan base
oil or mneral oil plus reagents)

spi ke sanmples, and |aboratory control
sanples carried through the sane
preparation and anal ytical processes?

Are sanpl es and standards diluted as
closely as possible to the time of
anal ysi s?

s the nmethod of standard additions
enpl oyed for all sanples?

| s background correction enployed to
account for additive interferences?

b.

Acid Digestion of Sedinments, Sludges, and
Soils (Method 3050A):

a. Are nonaqueous sanples refrigerated

upon recei pt and anal yzed as soon as
possi bl e?

Are the sanples mxed thoroughly to
achi eve honogeneity prior to digestion?

Is the initial phase of the digestion
acconplished with nitric acid and
hydrogen peroxi de?

s hydrochloric acid used as the final
reflux acid for (1) the ICP analysis

of As and Se, and (2) the FLAA and ICP
anal yses of Al, Ba, Be, Ca, Cd, Cr, Co,

Cu, Fe, Mb, Pb, N, K Na, T, V, and
Zn®?
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e.

Is the use of hydrochloric acid avoided
and nitric acid enployed as the final
dilution acid for GFAA analysis of As,
Be, Cd, C, Co, Pb, Mo, Se, Tl, and V?

Are the reagent water, nitric acid,
hydrochl oric acid, and hydrogen
peroxi de monitored to determne |evels
of inpurities?

Are all nethod blanks, spiked sanples,
and | aboratory control sanples carried
through the sane digestion process?

s the nmethod of standard additions
enpl oyed whenever a new sanple matrix
I s anal yzed?

Al kaline Digestion for Hexaval ent Chrom um
(Met hod 3060):

a.

Are sanples digested with 3% sodi um
carbonate and 2% sodi um hydr oxi de
sol ution?

I's the digestion solution stored in a
tightly capped pol yethyl ene bottle and
prepared fresh nonthly?

Are the sanple and digestate stored at
4°C until anal yzed?

Are all positive samples spiked with
G (VI) to double the concentration
found 1n the original aliquot, but wth
the increase no less than 0.10 nmg/g?

| f spike recovery is not wthin 85% and
115% is an interference regarded to be
presented and the results invalid?
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Atom ¢ Absorption Spectrophotoneter

a.

@

—

Are fuels and oxi dants commerci al
grade?

Is there a filter noisture trap between
the air source and the spectroneter?

I's nitrous oxide reagent grade?

Are flash-back arrestors and heaters in
use where needed?

Are all lanps dated when first put into
use?

Are | anps available for all elenents
anal yzed?

Does the | ab have a Zeeman background
correction systen?

Does the | ab have a deuterium
background correction systenf

Does the |ab have a Smith-H eftje
background correction systenf

| CP- Atomi ¢ Emi ssion Spectroneter:

a.

b.

C.

s a background correction technique
in use and docunent ed accordlnP to
sanple matrix at |east quarterly?

Has the instrunment detection limt and
nmet hod detection limt for each el enent
been established and docunented at

| east sem annual | y?

Wiere required, has the effect of high
di ssol ved solids and/or acid
concentration been controlled?
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d. Has salt buildup on the nebulizer been
control |l ed?

f. Wen a new matrix is encountered, is a
serial dilution, spike addition, or an
alternate method technique in use to
elimnate potential interference?

g. |s the spectroneter equipped with an
argon gas supply?

h. Are ultra high purity grade nitric
acid, hydrochloric acid, and deionized
or distilled water used for sanple
processing and preparation?

Are manufacturer's operating nanuals
readily available to bench chem sts?

Is there a calibration protocol available
to bench chem sts?

Are calibration results kept in permanent
| ogbooks?

I's a permanent |ogbook kept for each
instrument that summarizes instrument
problens and servicing records?

I's ICP calibration checked using a blank
and the highest mxed calibration standard
prior to sanple analysis?

Is ICP calibration verified every ten
sanples and at the end of the analytica
run, using a calibration blank and a check
st andar d?

Does the result of check standard agree
within +£10% of expected val ue?
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Are interelenent and background correction
factors at the beginning and end of an
anal ytical run or twice during every 8-hour
work shift, whichever is nore frequent?

Does the result of interelenment check
sanpl e agree within +20% of expected val ue?

Has the instrunent been nodified in any
way ?

Are the instruments properly vented?

Is an initial 5-point calibration run to
check instrument linearity?

Is the MDL for each elenent and natrix type
determ ned every six nonths or whenever
there is a significant change in background
or instrument response?

Is the linear calibration range determ ned
for each element when there is significant
change in instrument response and every siXx
months for those elements that periodically
approach their linear limts?

Is a matrix spike run at a rate of 5% w th
each batch of sanples?

Is a corrective action taken if matrix
spi ke recoveries exceed QC limts?

I's an internal QC duplicate run at a rate
of 5% with each batch of sanples?

s a corrective action taken if the
internal QC duplicate exceed QC limts?

Is the nmethod of standard addition in use
where needed?
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Gener al
a. Are witten SOPs available and adequate
for ICP sanple preparation/analysis?
b. Do these SOPs accurately reflect
procedures in use?
c. Are manufacturer’s operating manual s
readi |y avail able to bench chem sts?
d. Are prenunbered, bound notebooks used
for data entry?
e. Are all records witten in indelible
i nk?
f. Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error, so that it remains |legible, and
initialed and dated by the responsible
i ndi vi dual ?
g. Are notebooks reviewed, initialed, and

dated by supervisors on a regular
basi s?

Technical Staff:

a.

Do bench chem sts appear experienced
with operation of an I CP system and
know edgeabl e in the correction of
spectral, chemcal, and physica

I nterferences?

Are backup bench chem sts avail abl e?

Are bench chem sts’ performance audited

and approved prior to work w thout
cl ose supervision by a senior chemst?
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a.
b

Apparatus and Facilities:

I's working space adequate and clean?

Does the lab have a sinultaneous
mul tiel ement |CP?

Does the |ab have a sequential nulti-
el ement | CP?

|'s a permanent | ogbook kept for each
instrument that summarizes instrunent
problems and servicing records?

Has any instrument been nodified in any
way ?

Are anal ytical balance (0.0001 g) and
top loading balance (0.01 g) available?

Are backup instrunents avail abl e?

Are hoods used in sanple preparation
areas free of rust?

a.

Reagent s:

I's reagent water used free from
interferents at the MDLs of target
anal yt es?

I's reagent grade water of at |east 16
mega-ohm qual ity used for neta
anal ysi s?

Do reagent grade chem cals used conform
to the specifications of the Commttee
on Anal ytical Reagents of the American
Chem cal Society, where such

specifications are avail able?
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d Are uItra-high purity chemcals or
metals (99.99 to 99.999% pure) used for
i n-house preparation of standard stock
sol uti ons?

e. Are all salts used for preparation of
standard stock solutions dried for one
hour at 105°C, unless otherw se
speci fied?

f. If standard stock solutions are
purchased, are the concentrations of
the analytes verified in-house?

g. Are stock standards replaced after one
year, or sooner if conparison wth
check standards indicates a problenf

h. Are calibration standards initially
verified using check standards and
monitored weekly for stability?

i. Are silver standards limted to 2 ng/L
and prevented from exposure to |ight?

j. Are all reagents and standards | abel ed,
dated, initialed, and documented such
that conposition and expiration date
can be verified?

Sanmpl e Handling and Storage:

a. Are aqueous sanples preserved at pH < 2
with nitric acid?

b. Are solid sanples stored at 4°C?

I nstrunment Calibration and Mi ntenance

a. Is there a calibration protocol
readily available to bench chem sts?
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Are calibration results kept in
per manent | ogbooks?

Is the linearity of ICP calibration
range established with a m ni num of
five levels of calibration standards?

s an initial calibration perforned
with a mnimmof three concentration
| evel s for each target analyte?

Does the lab enpirically establish the
detection limts, sensitivity, and
optinmumranges of the metals for each
model of spectrometer and type of
matrices?

Are nultiple exposures conducted to
secure a reliable average reading for
each sol ution?

s one of the calibration standards at
a cgncentratlon near, but above, the

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

Are all mxed calibration standard
solutions scanned with a sequentia
spectronmeter to verify the absence of
interel ement spectral interference?

a.

Sanpl e Preparation:

|'s an appropriate sanple preparation
met hod, Met hods 3005A, 3010A, 3020A,
3040, or 3050A, used for sanple

di gesti on?
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b.

|s the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Sanpl e Anal ysi s:

a.

Is an ICP all owed to becone thermally
stable before beginning calibration
or analysis (usually requiring at

| east 30 m nutes)?

Are the average intensity of multiple

exposures for both standardi zation and
sanpl e anal ysis used to reduce random

error?

Before beginning the sanple run, is

t he highest m xed calibration standard
reanal yzed to check if the deviation is
within 5% from actual value?

|'s daily calibration checked wth a
m d- concentration standard at the
begi nning and the end of an analysis
sequence?

Is sufficient quantity of calibration

bl ank solution used to flush the system
for at least one mnute before the

anal ysis of each standard or sanple?

|f a peak response exceeds the |inear
range of the system is a dilution
performed with calibration blank
solution on a second aliquot of the
sanpl e that has been properly sealed
and stored prior to use?

s an alternate |less sensitive spectral
line used only when all QC data are
al ready established?
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a.

Quality Control

Are all QC data nmintained and
avai l abl e for easy reference and
I nspection?

s a three-level data review carried
out within the lab prior to data
rel ease?

Are lab specific IDL and MDL
enpirically established and updated on
a sem annual |y basis?

s the lab specific IDL or ML equa
to or |lower than the nethod specified
DL or MDL, respectively?

Is a calibration blank used in
establishing the calibration curve?

(A calibration blank is prepared by
acidifying reagent water to the sane
concentrations of the acids found in
the standards and sanples.)

Is a mninmm of one nethod blank per
sanpl e batch used to determne any
menory effects or possible

contam nations resulting fromvarying
anounts of the acids used in the sanple
processi ng?

(A method blank nmust contain al
reagents in the sanme vol unes as used
in the processing of the sanples and
nmust be carried through the conplete
procedure and contain the sane acid
In the final solution as the sanple
sol ution used for analysis.)
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g. Wen a new or unusual sanple matrix is
encountered, are the follow ng series
of tests conducted to check
interferences?

(1) Serial Dilution: If the analyte
concentration is mnimlly 50 tines
hi gher than the IDL, is a fivefold
di lution anal yzed and conpared with
%Egyoriginal determ nations within

(2) Post Digestion Spike Addition: Is
an anal yte spike added to a
prepared sanple, or its dilution to
produce a mninmum/|level of ten
tinmes and a maxi mum of 100 tinmes
of the IDL recovered to wthin 25%
of the known val ue?

h. If the above tests fail and
interferences are suspected, are
corrective actions such as use of
a standard-addition analysis,
conput erized conpensation, an
al ternate wavel ength, or conparison
with an alternative nmethod used?

i. Is the ICP calibration checked using a
calibration blank and two appropriate
st andar ds?

j. Is 1CP calibration verified every ten
sanples and at the end of the
anal ytical run, using a calibration
bl ank and a check standard?

k. I's the check standard prepared with
reference materials independent of
galiﬁgation standards anal yzed for each

at ch?
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Does the result of the calibration

bl ank agree within 30 of mean bl ank
value? If not, are the blank analysis
repeated twi ce and the results averaged
and checked against the 30 of the
background nean?

|f the check standard is not wthin 10%
of the expected value or the average
background is not within 30, is the

anal ysis termnated, the problem
corrected, the instrunent recalibrated,
and the analysis of previous ten

sanpl es repeated?

Are the interel enent and background
correction factors verified at the
begi nning and end of an anal ytical run
or twice during every 8-hour work
shift, whichever is nore frequent?
(The results should be within 20% of
true val ues.)

To denonstrate that a | ab can generate
data of acceptable accuracy and
precision, does the lab routinely
performmatrix spike, matrix spike
duplicate, and matrix duplicate per
batch of no nore than 20 sanpl es?

Is a control limt of *20% RPD used for
sanpl e values greater than ten tines
the 1DL?

Is the control Ii
duplicate sanple

actual val ue?

mt for spike
within 20% of the

Are control charts for internal QC data
plotted and avail able to bench
chem sts?
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S. Are control Iimts for internal quality

control enpirically established and
updated on a regular basis?

Are all results reported with up to
three significant figures?

Data Package:

a.

Does the length of storage tine for al
sanple related information, including
chal n-of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi renents, organizational policy, or
project requirenents, whichever is nore
stringent? (It is recomended that
docunentation be stored for a m ninum
of three years from subm ssion of the
project final report.)

Does the data package contain al
nmet hod required QC data and neet the
USACE contract requirenments?

Are all raw data si?ned and dat ed by
t he persons who perforned the sanple
anal ysis and data review?

Waste Disposal:

a.

b.

Does the |lab use a contractor to
di spose of residual and ﬁrepared
samples, and sanples wth analysis
cancel | ed?

Are | ab wastes disposed of properly

such that no secondary pollution is
roduced by sanple analysis and the
ACE wi || not be liable for any

pol lution problems in the future?
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a.

Overall Eval uati on:

Does the l|ab have sound technica
capability for ICP analysis?

Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples analyzed and
reported per nonth:
Could the lab handle quick turnaround
sanpl es?

Overall, is the lab acceptable for
| CP anal ysis?
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Ceneral :
a. Are witten SOPS avail abl e and adequate

for AA sanple preparation and anal ysis?

Do these SOPS accurately reflect
procedures in use?

Are manufacturer's operating nmanual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
I nk?

Are all errors corrected by drawing a
single line through the error wth
corrections witten adjacent to the
error, so that it remains legible, and
initialed and dated by the responsible
i ndi vi dual ?

Are notebooks reviewed, initialed, and
dated by supervisors on a regul ar
basi s?

a.

Technical Staff:

Do bench chem sts appear experienced
W th operation of an AA system and
know edgeabl e in the correction of
spectral, chemcal, and physica
interferences?

Are backup bench chem sts avail abl e?
Are bench chem sts’ performance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?
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Apparatus and Facilities:

a.
b.

I's working space adequate and clean?

Does the |ab have in-house capability

for metal analysis by FLAA, GFAA, CVAA
and HGAA?

Does the | ab have a Zeenan background
correction systen1for GFAA?

Does the | ab have other background
correction systems for GFAA ? 9.,
deuterium and/or Smith-Heftje)?

I's a pernanent |ogbook kept for each
instrument that summarizes instrument
probl ens and servicing records?

Has any instrunent been nodified in any
way ?

Are anal ytical balance (0.0001 g) and
top |oading balance (0.01 g) avallable?

Are backup instrunments avail able?

Are all glassware, poIYproperne/ or
Tefl on contai ners, 1ncludin l e
bottles and flasks, washed |n the
fol | owing sequence: detergent, tap
water, 1:1 nitric acid, tap water, 1:1
hydrochlor|c acid, tap water, and
reagent water?

Are pipet tips acid soaked with 1:5
HNO,and rinsed thoroughly with tap and
dei oni zed water (Type Il ASTM D1193)?
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a.

Reagent s:

|'s reagent water used free from
interferents at the MDLs of target
anal yt es?

s reagent grade water of at |east 16
mega-ohm qual ity used for neta
anal ysi s?

Do reagent grade chemicals used conforn
to the-specifications of the Committee
on Anal ytical Reagents of the Anerican
Chem cal Society, where such
specifications are avail able?

Are all reagents analﬁzed to prove that
all constituents are below the MLs?

Are spectrograde hydrochloric and
nitric acids certified for AA analysis
used for metal analysis?

. Are redistilled nitric or hydrochloric

acids used for preparation of stock
standard netal solutions?

Are sul furic or phosphoric acids
avoi ded for standard preparation?

If standard stock solutions are
prepared in-house, are all salts dried
for one hour at 105°C, unless otherw se
speci fied?

| f standard stock solutions are
purchased, are the concentrations of
the analytes verified in-house?
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m

Are stock standards replaced after one
year, or sooner if conparison with
check standards indicates a problen?

Are calibration standards initially
verified using check standards and
monitored weekly for stability?

I's the check standard prepared with
reference materials independent of
calibration standards anal yzed for each
bat ch?

Are silver standards limted to 2 ng/L
and prevented from exposure to |ight?

Are all reagents and standards | abel ed,
dated, initialed, and docunmented such
t hat conposition and expiration date
can be verified?

Is the acetylene tank grounded, safely
strapped, and >100 psi?

Sanpl e Handling and Storage:

a.

b

Are aqueous sanpl es preserved at pH < 2
with nitric acid?

Are solid sanples stored at 4°C?

Instrunent Calibration and M ntenance:

a.

Is there a calibration protocol
readily available to bench chem sts?

Are calibration results kept in
per manent | ogbooks?
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I's a calibration curve ﬁrepared each
day with a mninmumof three (except
five for nercury) concentration |evels
for each anal yte?

Are equal anmounts of permanganate
reagents added to mercury calibration
standards and bl anks?

|s a calibration curve made for every
hour of continuous sanple analysis o
mercury, arsenic, or selenium by CVAA
or GFAA, respectively?

Are freshly prepared calibration
standards used each tine a batch of
samples is anal yzed?

Are the absorbance readings of
8a%%brat|on standards within 0.0 and

Are multiple exposures conducted to
secure a reliable average reading for
each solution?

Is one of the calibration standards at
a concentration near, but above, the
MDL?

Do concentrations of other standards
cover the expected concentration ranges
of real sanples or define the working
range of the detector?

a.

Sanpl e Preparation

I's an appropriate sanple preparation
met hod, Met hods 3005A, 3010A, 3020A,
3040, or 3050A, used for sanple

di gestion?
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b. Are the di%estion procedures in Section

7.1 of Methods 7060 and 7740 used for
preparati on of aqueous arsenic _and
sel enium sanples, respectively?

c. Are the digestion procedures in Section

7.0 of Methods 7470 and 7471 used for
preparation of aqueous and solid
mercury sanples, respectively?

d. For seawater, brines, and industria
effluents high in chlorides, are
addi tional hydroxylamne sulfate and
per manganat e reagents ?
prevent chlorine interference?

e. Are soil sanples dried at anbient

t enperature, ground, and sieved, prior

to subsanpling?

f. Is the percent solid of solid sanples

determ ned by drying overnight at 105°C

in a vented drying oven?

25 m.) used to

Sanmpl e Anal ysi s:

a. Are the instructions provided by the
manuf acturer followed for each AA?

b. After choosing the proper lanmp for

analysis, is the lanp allowed to warm
up for a mninmumof 15 mnutes, unless

operated in a doubl e-beam node?

c. Is an instrument blank run and the
i nstrunment zeroed?

d. Is a |anthanum sol ution added to
sanples that are to be analyze for
cal cium and magnesi unf
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€.

s a calcium solution added to sanples
that are to be analyzed for iron and
magnesi unf

Is a potassium chloride solution added
to sanples before atom zation in the
determ nation of alum num barium and
titani un?

Is an alumnum nitrate solution added
to sanples before atom zation in the
determ nation of nol ybdenum and
vanadi unf

I's a cyanogen iodide solution added to
sanples that are to be analyzed for
silver?

| s an unused cyanogen iodide solution
di scarded after two weeks and fresh
sol ution prepared?

|'s a cyanogen iodide solution kept away
from any acid solution?

If a nitrous oxide/acetylene flane is
used, is the nitrous oxide cylinder
fitted with a non-freezable regqulator
or is a heating coil wapped around an
ordi nary regul ator?

After a nitrous oxide/acetylene flane
has been ignited, is the burner allowed
to come to thermal equilibriumbefore
the analysis is begun?

Are the average intensity of nultiple
exposures for both standardization and
sanpls anal ysi s used to reduce random
error?’
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If the concentration found is greater
t han the highest standard, is the
sanple diluted in the same acid nmatrix
and reanal yzed?

I's same injection volunes used for
sanpl es and standards?

I's a magnesium perchlorate drying tube
or a small 60-Wlight bulb used to
prevent condensation of noisture inside
a nercury absorption cell?

Qua

ity Control

Are all QC data maintained and
avai l able for easy reference and
I nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?

Are |ab specific IDL and MDL
empirically established and updated on
a sem annual ly basis?

Is the lab specific IDL or MDL equa
to or lower than the nethod specified
IDL or MDL, respectively?

Is a calibration curve prepared each
day with a minimumof a calibration
bl ank and three standards?

I's the calibration curve verified with
at least a calibration blank and a

m d-range check standard made from
reference material or other independent
standard material? (The check standard
must be within 10% of its value for the
curve to be considered valid.)
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If nmore than ten sanples per day are
anal yzed, is the calibration curve
verified wwth a md-range calibration
standard or check standard after every
ten sanmples? (This sanple value nust
be within 20% of the true value, or the
previous ten sanples need to be

reanal yzed.)

For mercury, arsenic, or selenium
analgsis by CVAA or GFAA, is the
calibration curve verified with a

m d-range, independently prepared check
check standard every 15 sanples?

For nercury, arsenic, or selenium

anal ysi s bY CVAA or GFAA, are the
sanples diluted if the% are nore
concentrated than the hi ghest standard
or if they fall on the plateau of a
calibration curve?

Are the followi ng interference tests
conducted for each analytical batch?

(1) Dilution Test: Select one typical
sanple with concentration of
analytes at > 25 tines of the ML.
Dilute the sanple by a m ninmum of
fivefold and analyze. |If the
concentrations between the diluted
and the undiluted are within 10%
t he absence of interferences can
be assuned and sanples may be
anal yzed w thout using nethod of
standard additi ons.
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(2) Recovery Test: If all sanples in
the batch are below ten times the
MDL or the Dilution Test fails, a
spi ked sanple should be anal yzed.
Add a known anount of analyte to
bring the concentration to two to
five tines the origina
concentration or to 20 tines of
the MDL if all analytes in the
batch are below MDL. The spike
recovery should be within 15%
otherwi se the method of standard
additions shall be used for al
sanples in the batch

To denonstrate that a |lab can generate
data of acceptable accuracy an

preci sion, does the lab routinel
perform matrix spike, matrix spike
duplicate, and matrix duplicate at a
mnimmrate of 5% or one per batch,
whi chever is greater?

s a control linit of +20% RPD used for
sanpl e values greater than ten times
the IDL?

Is the control |i
duplicate sanple

actual val ue?

mt for syike
within 20% of the

. Are control charts for internal QC data

pl otted and avail able to bench
chem sts?

Are control limts for internal quality
control enpirically established and
updated on a regular basis?

Are all results reported with up to
three significant figures?
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Dat a Package:

a. Does the length of storage tine for all
sanple related information, including
chal n-of - cust ody, instrunment
calibration, sanple preparation and
anal ysis, etc., conply with regulatory
requi rements, organizational policy, or
project requirenents, whichever is nore
stringent? (It is recomrended that
docunentation be stored for a m ni num
of three years from subm ssion of the
project final report.)

b. Does the data package contain all
met hod required QC data and neet the
USACE contract requirements?

c. Are all raw data signed and dated by
t he persons who perforned the sanple
anal ysis and data review?

Waste Disposal:

a. Does the lab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

b. Are |ab wastes disposed of properly
such that no secondary pollution is
produced by sanple analysis and the
USACE wi Il not be |iable for any
pollution problems in the future?

Overal |l Eval uation

a. Does the |ab have sound technical
capability for AA analysis?
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reported per nonth:
sanpl es?

AA anal ysi s?

b. Does the | ab have appropriate capacity
to handle the contract |oad?
Aver age nunber of sanples analyzed and

c. Could the Iab handl e quick turnaround

d. Overall, is the lab acceptable for

Addi ti onal observations,

comrents, or problens:
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I's the wavel ength accuracy and
repeatability of all spectrophotoneters
checked at several wavel engths for each
batch of sanples?

|'s photonetric accuracy and repeatabilitr
checked and docunented with N ST-traceabl e
st andar ds?

I's acid washed glassware retained for
phosphorus anal yses only?

s ammonia free water used in preparation
of standards and sanples for nitrogen
anal yses?

Are manufacturer's operating nanuals
avai | able to bench chem sts”

I's there a calibration protocol available
to bench chem sts?

Are calibration results kept in permanent
| ogbooks?

s a permanent |ogbook kept for each
instrument that sunmmarizes instrument
probl ems and servicing records?

Has any instrunent been nodified in any
way ?

Is a mninum of 4-point calibration used?

Are continuing calibration checks done on a
regul ar basis?

Is the MDL for each analyte and matrix type
determ ned every six nonths or whenever
there is a significant change in background
or instrument response?
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Is the linear calibration range determ ned
for each analyte when there is significant
change in instrument response and every Six
mont hs for those analytes that periodically
approach their linear limts?

Are internal QC sanples run per nethod
requi rements?

s a nmethod blank run for each batch?

Addi tional observations, commrents, or problens:
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Does the lab use an ion chromatography (1C)
to analyze chloride, fluoride, nitrate,
nitrite, ortho-phosphate, and sulfate?

Does the | C system have appropriate anion
guard colum, separator columm, suppressor
colum, and conductivity detector?

I's the maxinum |loading to a separator
col um kept below 400 pg/L to avoid colum
overl oading and nonlinear response?

Are nitrate, nitrite, ortho-phosphate, and
sulfate sanples stored at 4°C?

Are the lab's holding times for nitrate,
nitrite, and ortho-phosphate by I|C nethod
48 hours from sanpling to analysis? (28
days for chloride, fluoride, and sulfate.)

s the eluent solution made of sodi um
bi carbonate (0.003 M and sodi um carbonate
(0.0024 M?

I's the regeneration solution nmade of
sulfuric acid (0.025 N)?

Is a filtration conducted on sanples that
contain particles larger than 0.45 mcrons
and reagent solutions that contain
particles larger than 0.20 mcrons?

|s a reagent water analyzed before
processi ng anK standards or sanples to
denonstrate that all glassware and reagent
interferences are under control?

|s a reagent blank processed each tine
there is a change in reagents?
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Are calibration standards prepared from
sodi um chl ori de, sodiumfluoride, sodium
nitrate, sodiumnitrite, potassium sulfate,
and potassium di hydrogen phosphate dried at
105°C for 30 m nutes?

Are stock standards stored at 4°C?

Are working standards prepared at a

m ni mum on a weekly basis, except those
for nitrite and phosphate which should be
prepared fresh daily?

Is a mninmm of three concentration |evels
and a bl ank used for calibration of each
anal yte of interest?

Is one of the calibration standards near,
but above, the MDL?

Is the injection loop flush thoroughly
using each new standard or sanple?

I's the same size of injection |oop used for
standards and sanpl es?

Unl ess the attenuator range settings are
proven to be linear, is each setting
calibrated individually?

[f the working range exceeds the |inear
range of the system is a sufficient nunber
of standards analyzed to allow an accurate
calibration curve to be established?

Is the water dip or negative peak that
elutes near and interferes with fluoride
peak elimnated by the addition of
concentrated eluent to each standard and
sanpl e?
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Are the retention tines of each anal yte
documented during the calibration?
(Retention time Is inversely proportiona
concentration.)

| s the working calibration curve verified
on each working day, or when the anion
eluent is changed, and after every 20
sanpl es?

If the response or retention tine for ang
anal yte varies fromthe expected val ues by
more than £/ 0% is the test repeated with
fresh calibration standards?

If the results are still nmore than x10% is
an entirely new calibration curve prepared
for that anal yte?

|s the wwdth of retention tine w ndow

det erm ned based upon three tinmes of
standard deviation of neasurenments of
actual retention tine variations over the
course of a day?

If the response of a peak exceeds the
wor ki ng range of the system is the sanple
diluted wth reagent water and reanal yzed?

I's an initial denonstration of [aboratory
cgggblllty conducted with a mninum of four
LCS?

s a continuing check on |aboratory
performance conducted with spiked sanples
at a mninumrate of 10% of all sanples?

Are LCS, |ab duplicates, and other QC check
gaangs routinely analyzed for each sanple
atch”
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Are nethod performance criteria enpirically
determ ned for each spike concentration of
anal yte being measured?

Does the |ab develop and maintain separate
accuracy statenents, % + o, for water and
wast ewat er sanples? (The average percent
recovery, %R, and the standard deviation of
of the percent recovery, o, are devel oped
by anal yses of four aliquots of water and
wast ewat er . )

s a ponfirnatorﬁltechnigue such as sanple
di lution and spiking used to confirm anion
i dentification?

Fl uori de:
a. Distillation:

(1) Before a sanple is run, is the
distillation apparatus flushed by
distilling the sulfuric acid-
distilled water mxture until the
tenperature reaches 180°C?

(2) Is the sanple and acid-water
mxture distilled until the flask
tenperature reaches 180°C?

(3) Is the heating the contents of the
distilling flask above 180°C
avoi ded?

(4) Are all water and wastewater sanple
distilled?

b. Calorimetric-SPADNS
(1) If residual chlorine is present, is

it removed with sodium arsenite
sol ution?
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(2)

(1)

(2)

Are all sanples (including potable
wat er) subjected to prelimnary
distillation?

Are standards pregared in the range
of 0 to 1.40 ng/L"

Are sanples and standards at the
same tenperature for color
devel opnent ?

s col or devel opnent carried out
wi t h SPADNS sol ution and zirconyl -
acid reagent (or, alternatively
aci d-zi rconyl - SPADNS reagent)?

|s the absorbance of sanples and
standards read at 570 nnmi

Is a standard curve drawn based on
t he absorbance of the standards?

Are the fluoride concentrations of
the sanples read directly from the
curve w thout extrapolation?

Are standard curves retai ned as
part of the record?

c. Potentionmetric lon Selective Electrode

Is a series of fluoride standards
covering the range of 0 to 2.0 ng/L
fluoride prepared?

I'san equal volume of total ionic
strength adjustment buffer m xed

with the sanple or standard to be
measur ed?

Are sanples and standards neasured
at room tenperature?
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(4)

Wien a nmeasurenent is nmade, are the
el ectrodes allowed to remain in the
solution for three mnutes (or

| onger if necessary) before a
reading is made?

Wien an electroneter is used, is a
standard curve prepared on semi -

| ogarithm c graph paper with the
fluoride concentration in ng/L on
the log axis and the el ectrode
potential developed in the standard
on the linear axis?

Are the sanples diluted and
reneasured if they fall outside

t he working range of the standard
curve?

s a 1.00 ng/L fluoride standard
read after each known sanpl e and
each standard?

If a selective-ion neter is used,
is it calibrated in accordance wth
the manufacturer’s instruction?

Are all standard curves and
calibration data retained as part
of the record?
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Addi tional observations, comments, or problens:
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Are sanples collected in glass containers?

Are sanples preserved at the tine of
collection by adjusting the pH to tw or
less with hydrochloric acid or sulfuric
acid and cooling to 4°C?

Are sanples analyzed within 28 days of
col |l ection?

Are the sanples at a EH of two or |ess when
the analysis is begun®

I's the sanple |evel marked on the sanple
container tor later determnation of sanple
vol une?

Is the entire saqgle transferred to a
separator funnel -

Is the sanple bottle carefully rinsed with
fluorocarbon 113 for two mnutes and the
| ayers allow to separate?

Is the solvent layer drained through a

funnel containing solvent noistened filter
paper and (if necessary) anhydrous sodi um
sulfate into clean tared distilling flask?

Is the extraction repeated tw ce nore and
the extracts conmbined in the distilling
flask?

Is the solvent distilled from the
distilling flask using a 70°C water bath
as a source of heat?

After the distillation is conpleted, is the
distilling flask smeBt out with air by
inserting a glass tube connected to a
vacuum source?
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Is the flask wi ped clean and dry on the
outside, cooled in a desiccator for 30
m nutes, and then wei ghted?

sanpl es?

Is a solvent blank run with each set of

Quality Contro

or wwth each

20t h sanpl e?

Requi renment s:

a. |Is a laboratory blank analyzed daily
bat ch of

sanple run?

b. Is a reference standard anal yzed with
every tenth sanple?

c. Is a spiked sample analyzed with every

d. Are duplicate analyses perfornmed on a
m ni num of 10% of all

positive sanpl es?

Addi tional observations,

comments, or problens:
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General :

a. Are witten SOPs avail able and adequate
for TRPH sanple preparation/analysis?

b. Do these SOPs accurately reflect
procedures in use?

c. Are manufacturer’s operating nanual s
readily available to bench chem sts?

d. Are prenunbered, bound notebooks used
for data entry?

e. Are notebooks reviewed and initialed by
supervisors on a regular basis?

d. Is an error crossed out with a |ine and
correction entered, dated, and
initialed?

Technical Staff:

a. Do bench chem sts appear know edgeabl e
and experienced in TRPH anal ysis?

b. Are backup bench chem sts avail abl e?
c. Are bench chem sts’ perfornmance audited

and approved prior to work wthout
cl ose supervision by a senior chemst?

Apparatus and Facilities:
a. |'s working space adequate and clean?

b. Are enough sets of separator funnels
§2,000 mL with Teflon stopcock) and
oxhl et extractors available for
si mul taneous extraction of all batch
sanpl es?

| - 257




EM 200-1-1

1 Jul

94
CHART [-30

CLASSI CAL ANALYSIS:  TRPH (418.1)

Page 2 of 9

| TEM

YES

COMVENT

f.

I's a hood available for sanple
preparation?

Are IR spectrophotoneters suitable for
measurenents around 2930 cm?t?

Does | ab have sodium chloride or IR
grade optical cells of 1-cm 5-cm and
10-cm pat hl engt h?

Are backup apparatuses avail abl e?

a.

Reagent s:

|'s reagent water used free from
interferents at the method detection
limts of target analytes?

Do reagent grade chem cals used conform
to the specifications of the Commttee
on Anal ytical Reagents of the Anmerican
Chem cal Society, where such
specifications are avail abl e?

I's magnesium sul fate nonohydrate
prepared by drying the heptahydrate
salt in an oven at 150°C overnight?

I's granular, anhydrous sodium sulfate
urified by heating at 400°C for four
ours, or by precleaning with Freon-113
(1,1,2-trichloro-1,2,2-trifluoro-

et hane) ?

|s silica gel, 60-200 nesh, containing
1-2% water as defined by residue test
at 130°C available? (Dried at 110°C
for 24 hours and stored in a tightly
seal ed container.)
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f. Are all reagents and standards | abel ed,
dated, initialed, and docunented such
that conposition and expiration date
can be verified?

Sampl e Handling and Storage:

a. |Is the pH of aqueous and sl udge sanples
checked and adjusted to <2 during
sampl e log-in?

b. Are agyeous and sl udge sanpl es stored
at 4°C and anal yzed within 28 days?

c. Are soil sanples stored at 4°C and
anal yzed wi th m ni mum del ay upon
receipt in the |ab?

Instrument Calibration and M ntenance;:

a. Is there a calibration protoco
avai l able to the bench chem sts?

b. Are calibration results kept in
per manent | ogbooks?

c. Are IR spectrophotonetric accuracy and
repeatabi | ity checked and document ed
with N ST-traceabl e standards?

d. Are the materials of interest, if
avai l able, or the same type of
petroleumfraction, if it is known and
original sanple is unavailable, used
for preparation of calibration
st andar ds?
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Does the lab nornally attenpt to
determ ne the petroleumfraction type
for unknowns prior to instrument
calibration? (Reference oil is to be
used as a last resort for unknowns, as
It generates |ow values for diesel
kerosene, and other known petrol eum
hydr ocar bon types.)

Does reference oil contain a m xture of
n- hexadecane, isooctane, and chloro-
benzene in the ap r%§r|ate rgyort|ons?
(i.e., 15.0 mL + 15.0 m. + 10.0 n)

I's Freon-113, b.p. 48°C  used for
standard and sanple preparation?

I's a mnimumof a four-point
calibration curve éa bl ank plus three
standards) prepared for calibration?

Do working ranges and cel | pathlengths
conply with method requirenents?

Is a calibration plot prepared for
absorbance versus ng petrol eum
hydrocarbons in 100 nmL sol ution?

Are standards scanned from 3200 cm*® to
2700 cm?! with solvent in the reference
and results recorded on absorbance
paper ?

Are absorbance of standards measured
by constructing a base |line over the
scan range and neasuring absorbance of
the peak maxi mum at 2930 cm?! and
subtracting absorbance at that point?

Are continuin% cali bration checks done
on a regular basis for each batch of
sanpl es?
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n.

s a permanent |ogbook kept for each
instrument that summarizes instrunent
problems and servicing records?

Sanpl e Preparation

a.

For aqueous sanples, are the sanple
bottles marked at the water neniscus
for later determnation of sanple
vol une?

|s the entire agueous sanpl e consuned
for analysis and no analysis perforned
on aliquots of sanples?

I's the pH value of aqueous sanples
checked and adjusted to < 2 prior to
extraction?

Are sanple bottle, tip of separator
funnel, filter paper, and funnel rinsed
with solvent and the rinsate conbined
wth extract?

I's the aqueous sanple sequentially
extracted with three 30 nmL portion of
fresh Freon-113?

I's sodium sul fate, anhydrous crystal,
used when enul sion occurs?

s the percent solid of solid sanples
determ ned by drying overnight at 105°C
in a vented drying oven?

Are sludge sanples acidified to a pH of
two and dried w th magnesi um sul fate
monohydr at e?

Are sediment/soil sanples decanted and
dried with anhydrous sodium sulfate?
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j. For solid sanples, is Soxhlet_nethod
(Method 9071, steps 7.1 thru 7.11),
i nstead of sonication nethod, used for
sanpl e extraction?

k. I's Soxhl et extraction conducted at a
rate of 20 cycles per hour for four
hour s?

|. I's the water bath kept at 70°C?

m |s extract filtered with grease-free
cotton or glass wool that is cleaned
with solvent?

n. Is 3-g silica gel used to renove polar
fatty matter by stirring the solution
with a Teflon coated magnetic stirrer
for a mnimmof five mnutes?

0. Is the absorptive capacity of silica
gel checked by repeating the silica gel
treatment procedure?

Sanpl e Anal ysis:

a. Are sanples scanned from 3200 cm?! to
2700 cm?! with solvent in the reference
beam and results recorded on absorbance
paper ?

b. Is a straight baseline constructed over
the scan range and subtracted from the
peak maxinum at 2930 cm1t?

c. If the absorbance exceeds 0.8, is a
shorter pathlength cell or a diluted
extract used?

d. Does the |ab strictby adhere to the
met hod w thout any deviations?
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Quality Control

a.

Are all QC data maintained and
avai | able for easy reference and
I nspection?

Is a three-level data review conducted
within the lab prior to data rel ease?

Is a lab specific ML enpirically
establ i shed and updated on a
sem annual |y basis?

Does the |ab specific MDL nmeet or
exceed the nethod specified MDL?

I's a method blank run at a mninumrate
of 5% or one per batch, whichever is
more frequent?

|s calibration curve verified within
+10% of an independent, m d-range check

standard for each batch?

Are duplicate anal yses performed at a
mnimmrate of 5% or one per batch
whi chever is nmore frequent?

I's one pair of matrix spike and nmatrix
spi ke duplicate sanples run at a
mnimum rate of 5% or one per batch

whi chever is nmore frequent?

Are control charts for internal QC data
plotted and avail able to bench
chem sts?

Are control limts for internal quality
control enpirically established and
updated on a regular basis?
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a.

Data Package:

Does the length of storage time for all
sanple related information, including
chai n-of - cust ody, instrunent
calibration, sanple preparation and
anal ysis, etc., conply with regul atory
requi renents, organizational policy, or
proj ect requirenents, whichever is nore
stringent? (It is recomended that
docunentation be stored for a m ni mum
of three years from subm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and nmeet the
USACE contract requirenments?

Are all raw data si?ned and dat ed by
t he persons who perforned the sanple
anal ysis and data review?

a.

b.

C.

Waste Disposal:

Does the |ab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes di sposed of properly

such that no secondary pollution is
roduced by sanpl e anal ysis and the
ACE wi || not be liable for any

pol lution problems in the future?

Does the lab recycle Freon-113?

a.

Overall Eval uation:

Does the |ab have sound technical
capability for TRPH anal ysis?
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b. Does the | ab have appropriate capacity
to handle the contract |oad?
Aver age nunber of sanples analyzed and
reported per nonth:

c. Could the Iab handl e quick turnaround
sanpl es?

d. Overall, is the lab acceptable for
TRPH anal ysis?

Addi tional observations, coments, or problens:
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Ceneral :
a. Are witten SOPs avail abl e and adequate

for cyanide sanple preparation and
anal ysi s?

Do these SOPs accurately reflect
procedures in use?

Are manufacturer’s operating manual s
readily available to bench chem sts?

Are prenunbered, bound notebooks used
for data entry?

Are all records witten in indelible
i nk?

Are all errors corrected by drawing a
single line through the error with
corrections witten adjacent to the
error, so that it remains |egible, and
initialed and dated by the responsible
i ndi vi dual ?

Are notebooks reviewed, initialed, and
dated by supervisors on a regul ar
basi s?

a.

Technical Staff:

Do bench chenists appear know edgeabl e
and experienced in cyanide anal ysis?

Are backup bench chem sts avail abl e?
Are bench chem sts’ performance audited

and approved prior to work w thout
cl ose supervision by a senior chemst?
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Apparatus and Facilities:

a.
b.

€.

| s working space adequate and cl ean?

Are enough sets of reflux distillation
appar atuses available for sinultaneous
distillation for all batch sanples?

I's a hood available for sanple
preparation?

Are spectrophotoneters suit
measurenments at 578 nmw th
cell or larger?

0]

abl e for
a l.0-cm

Are backup apparatus avail abl e?

Reagent s:

a.

Is ASTM Type Il water (ASTM D1193)
moni tored and used for analysis?

Do reagent grade chem cal s used conform
to the specifications of the Commttee
on Analytical Reagents of the Anerican
Chem cal Society, where such
specifications are avail able?

I's KCN used for standard preparation
in good physical condition?

| s chloram ne-T solution prepared fresh
da|Ly and refrigerated until ready to
use”

s pyridine-barbituric acid reagent
stored in a cool, dark place an

di scarded after six nmonths (one nonth
If stored at room tenperature in the
light) or upon formation of a
precipitate?
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Are all reagents and standards | abel ed,
dated, initialed, and documented such
that conposition and expiration date
can be verified?

a.

Sanpl e Handling and Storage:

Are the pH val ues of aqueous sanples
checked and adjusted to > 12 in a hood
during log-in?

| f aqueous sanples are not run

i mredi ately, are oxidizing agents, such
as chlorine, in the sanples checked
with acidified Kl-starch paper and
preserved with ascorbic acid during
sanple log-in?

Are sanples stored at 4°C and prepared
within 14 days?

a.

Instrunment Calibration and Mi ntenance

I's there a calibration protocol
avai l able to the bench chem sts?

Are calibration results kept in
per manent | ogbooks?

Are photonetric accuracy and
repeatability checked and docunented
with N ST-traceable standards?

Are calibration standards traceabl e
to NIST or other reliable standards?

I's a mnimumof one 7-point calibration
curve (a blank plus six standards)
prepared for calibration?
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f. Is method blank, consisting of sodium
hydroxi de dilution solution (1.25 N)
and all reagents, used to adjust the
phot oneter zero?

g. Is a calibration curve ranging from 20
to 400 pg/L prepared?

h. Are the cyani de standards prepared
fresh daily and kept in glass-stoppered
bottl es?

i. Are all calibration standards prepared
wi th sodi um hydroxide dilution solution
for all dilution?

j. Is a calibration curve prepared
covering the range of the nmethod by
pl otting absorbance of standards
agai nst cyani de concentrations (0-1.0

mg/ L?)

k. For sanples w thout sulfide, is a
m ni mrum of two standards (a hi gh and
low) distilled and conmpared with
simlar values on the curve to test the
distillation technique?

|. Do the distilled standards agree within
+10% of the undistilled standards?

m For samples with sulfide, are all
standards distilled in the same manner
as the sanpl es?

n. Are continuin% cal i bration checks done
on a regul ar basis?

0. Is a permanent |ogbook kept for each
instrument that summarizes instrunent
probl ems and servicing records?
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p.

Has any instrument been nodified in any
way ?

a.

Sanmpl e Preparation

|s pretreatnent for cyanides anenable
to chlorination perfornmed in a hood

to avoid the very toxic gas cyanogen
chl oride and under anber |ight to avoid
false positive fromK,[ Fe( o)
deconposed by UV light?

During the chlorination procedure, is
the pH maintained between 11 and 12,
and residual chlorine checked and

mai ntai ned for one hour while the
sanples are agitated by magnetic
stirring bars”

After chlorination, is excess reducing
agent, ascorbic acid or sodium
arsenite, added to renove chlorine?

Are all sanples distilled before
cyani de determ nation?

Is a 500 nmL aliquot (or snall aliquot
diluted to 500 nmL if necessary)
containing not nore than 100 ng/L of
cyani de taken for distillation”

I's sodi um hydroxide used as the
absorbing solution?

Is a fritted glass disc used to
di sperse HCN 1n absorbing solution?

| s the vacuum adj usted so that about
two air bubbles per second enter the
boiling flask?
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i. I's lead acetate paper used to check the
sanple for the presence of sulfide?

j. If the test is positive, is bisnuth
nitrate solution used to renove
sul fide?

k. If sanples are known or suspected to
contain nitrate/nitrite, is adequate
amount of sulfamc acid solution added,
after the air rate is set, to renove
nitrate/nitrite?

|. Are sulfuric acid and nagnesium
chl ori de added, w th washing, through
the air inlet tube?

m |s the sanple heated to boiling and
then refluxed for one hour?

n. After the reflux period is conpleted,
is heat turned off and the airflow
continued for at l|east 15 m nutes?

0. Are the contents of the gas absorber
drained into a 250 nL volumetric flask?

p. Are the gas absorber and the tube
connecting the reflux condenser with
t he gas absorber rinsed with distilled
wat er and conbined with the drained
liquid in the volunetric flask and the
contents diluted to 250 m.?

g. If inconplete recovery is suspected,
is a fresh charge of sodium hydroxide
placed in the gas washer and the sanple
refluxed for one nore hour?
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r.

If sanples contain appreciable anmount
of solid, oil, or grease to interfere
wi t h honpbgeni zation and agitation of
the sanple mxture in the distillation
flask, 1s Method 9013 used to extract
cyani de?

I's Method 9013 used for the extraction
of soluble cyanides fromoil, solid,
and mul ti phase sanpl es?

a.

Sanpl e Anal ysi s:

I's the anount of sodium hydroxide in
t he standards and the sanpl es anal yzed
the same?

|'s the chlorine demand of any conpounds
in the distillate tested with Kl-starch
paper ?

Do standards bracket the concentration
of the sanples?

[f dilutionis required, is distillate
diluted with nmethod blank sol ution?

If pyridine-bartituric acid is used,
are the reagents mxed and the color
allowed to develop for 8 mnutes before
readi ng being taken within 15 m nutes?

Qual

a.

ity Control

Are all QC data maintained and
avail able for easy reference and
i nspection?

Is a three-level data review carried
out within the lab prior to data
rel ease?
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c. Is alab specific MOL enpirically
establ i shed and updated on a
sem annual |y basis?

d. Does the lab specific ML neet or
exceed the method specified ML?

e. Is a method blank run at a mininumrate
of 5% or one ger bat ch, whichever is
more frequent”

f. Is calibration curve verified within
+15% of an independent, md-range check

standard for each batch?

g. Is a matrix spike sanple at a leve
of 40 Fg/L anal yzed per batch to check
the eftficiency of distillation?

h. Are duplicate analyses perforned at a
mnimmrate of 5% or one per batch
whi chever is nmore frequent?

i. Is one pair of matrix spike and matrix
spi ke duplicate sanples run at a
mnimum rate of 5% or one per batch
whi chever is nmore frequent?

j. |s method of standard additions used
for the analysis of all sanples that
suffer from matrix interferences?

k. Are control charts for internal QC data
plotted and available to bench
chem sts?

|. Are control |imts for internal quality
control enpirically established and
updated on a regular basis?
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a.

Dat a Package:

Does the length of storage time for all
sanpl e related information, including
chal n-of - cust ody, instrument

cal i bration, sanple preparation and
anal ysis, etc., conply with regulatory
requi rements, organizational policy, or
proj ect requirenents, whichever is nore
stringent? (It is recommended t hat
docunentation be stored for a m ninum
of three years from subnm ssion of the
project final report.)

Does the data package contain al
met hod required QC data and nmeet the
USACE contract requirenments?

Are all raw data si?ned and dat ed by
t he persons who perfornmed the sanple
anal ysis and data review?

a.

Waste Disposal:

Does the lab use a contractor to
di spose of residual and ﬁrepared
sanpl es, and sanples with analysis
cancel | ed?

Are | ab wastes disposed of properly
such that no secondary pollution is
produced by sanple analysis and the
USACE wi |l not Dbe liable for any
pol lution problems in the future?

a.

Overall Eval uati on:

Does the |ab have sound technical
capability for cyanide analysis?
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b. Does the | ab have appropriate capacity
to handle the contract |oad?

Aver age nunber of sanples analyzed and
reported per nonth:

c. Could the Iab handl e quick turnaround
sanpl es?

d. Overall, is the lab acceptable for
cyani de anal ysis?

Addi tional observations, comrents, or problens:
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Are sanples preserved on collection by
adjusting the pHto two or less wth
sul furic acid or hydrochloric acid and
cooling to 4°C?

Are sanples analyzed within 28 days of
col l ection?

Based on the prelimnary treatnent of the
sanples prior to analysis, is a notation
made defining the type of carbon to

anal ysi s?

|'s carbon dioxide-free double distilled
water used on the preparation of standards
and dilution of sanples?

Is the use of ion exchanged water avoi ded?

I's the potassium hydrogen phthal ate stock
solution prepared using primary standard
grade reagent?

s the hypodernmic needl e size selected so
as to obtain the nobst reproducible results?

Are injections repeated until three
consecutive peaks are obtained that are
reproducible to within 3%

Does the series of standards run enconpass
t he expected concentration range of the
sanples to be run?

Is a dilution water blank run?

Quality Control Requirenents:

a. aboratory bl ank anal yzed daily

ls a |
or with each sanple run?

| -276




EM 200-1-1

1 Jul 94
CHART 1 -32
CLASSI CAL ANALYSIS:  TQC (9060) Page 2 of 2
| TEM YES COMVENT

b. I's a reference standard anal yzed w th

every tenth sanple?

c. Is a spiked sanple analyzed with every

20th sanpl e?

d. Are duplicate analyses perfornmed on a

m ni nrum of 10% of all

positive sanples?

Addi ti onal observations,

conmments, or problens:
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a.

Pensky-Martins Cl osed Method (1010):

I's the Pensky-Martins closed-cup nethod
used to determne the flash point of
liquids that tend to form surface filns
under test conditions or contain
non-filterable suspended solids?

Are two standard thernoneters
avai | abl e?

I's a baronmeter capable of neasuring
anbi ent pressure available (baroneters
precorrected to give sea-level reading
are not acceptable)?

Are results docunented with the
follow ng information?

(1) Qoserved flash point?
(2) Anbient baronmetric pressure?
(3) Corrected flash point?

I's a duplicate sanple included with
every tenth sanple?

Is a p-xylene reference standard
determned in duplicate with every
sanpl e batch?

I's the average of the duplicate _
p-xyl ene reference standard flash point
determnation 27 £ 0.8°C (81 £ 1.5°F)?
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Setaflash O osed-Cup Method (1020):

a.

|s the Setaflash cl osed-cup nethod used
to determne the flash point of |iquids
t hat have flash points between 0° and
1 C (32° and 230°F) and viscosities
| oner than 150 stokes at 25°C (77°F)?

Are ASTM grade thernonmeters avail abl e?
I's heat transfer paste available?

s a baroneter capable of measuring
anbi ent pressure available (baroneters
precorrected to Plve sea-| evel reading
are not acceptable)?

Are results docunented with the
follow ng information?

(1) Qbserved flash point?
(2) Anbient baronetric pressure?
(3) Corrected flash point?

Is a duplicate sanple included with
every tenth sanple?

Is a p-xylene reference standard
determned in duplicate with every
sanpl e batch?

s the average of the duplicate _
p- xyl ene reference standard flash point
determnation 27 = 0.8°C (81 = 1.5°F)?
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Addi tional observations, comments, or problens:
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Are the steel coupons of SAE Type 1020
steel ?

Are the steel coupons suspended and
supported with a non-conducting materia
such as glass, fluorocarbon, or coated
met al ?

Are the areas of coupons known to I %

Is a blank run with each test sanple?

Are duplicates run with every tenth sanple?

I's cleaning done by either nechani cal
chemcal, or electrolytic neans?

Addi tional observations, coments, or problens:
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I's reactivity determned by the witten
criteria and an inpact apparatus based on
an 8-1b weight?

Total Reactive Cyanide:

a. |s the approved test nethod (Method
9010A) in place?

b. Are the sanples collected with m ni num
aeration and headspace, kept in a cool
dark place, and analyzed as soon as

possi bl e?

c. Equipnment: Are the follow ng pieces of
equi pnent avail abl e?

(1) Three neck round bottom flask of
500-nL capacity?

(2) Separator funnel with pressure
equal i zing tube and 24/80 ground
glass joint and Teflon sleeve?

(3) Water punped or oil punped nitrogen
gas?

(4) Rotoneter?
d. Method Verification:
(1) Has the system been checked with
a reference solution yielding a
recovery greater than 50%

(2) Has this been docunented?

Total Reactive Sulfides:

a. |Is the approved test nethod (Method
9030) in place?
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b. Are the sanples collected with m ninum
aeration and headspace, kept in a cool

dark pl ace, and anal yzed as soon as
possi bl e?

c. Equi pment:

(1) Is the apparatus required for
Met hod 9030 avail abl e?

(2) Has the absorber been replaced with
an “Industrial Hygiene” type
detection tube for sulfide (100 to
2,000 ppm?

d. Method Verification:

(1) Has the system been checked with a
reference solution yielding a
recovery greater than 50%

(2) Has this been docunented?

Addi tional observations, coments, or problens:

| -283



